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Part L— Introduction. 

(1.) General Account of the Origin and Progress of the Investigation, 

The method of Continuous Electrical Calorimetry, described in the following 
paper, was originally devised as part of a Fellowship Dissertation on applications of 
the platinum thermometer, at Trinity College, Cambridge, in the year 1886, but, on 
account of unforeseen difficulties, the experiments did not at that time get beyond 
the preliminary stage. In the first rough apparatus, a steady flow of water, passing 
through a tube about 30 centims. long and 3 millims. in diameter, was heated by an 
electric current in a fine spiral of platinum wire of about 5 ohms resistance, nearly 
fitting the tube. The steady difference of temperature between the inflow and the 
outflow was measured by a pair of delicate mercury thermometers, which it was of 
course intended to replace in the final apparatus by a differential pair of platinum 
thermometers. The electrical energy supplied was measured by the potentiometer 
method in terms of a set of 5 Clark cells and a large German-silver resistance 
of 5 ohms in series with the platinum spiral. The potentiometer was specially made 
for the work, and consisted of a metre slide-wire, and ten resistances, each equal to 
the slide- wire, for extending the scale so as to secure sufficient accuracy of reading. 
This potentiometer was still in existence at the Cavendish Laboratory in 1893. 
The set of 5 Clark cells were tested by Glazebrook and Skinner ('Phil. 
Trans./ A, 1892), and were still in good condition at a later elate. The external heat- 
loss in these experiments was found to be much larger than had been anticipated, 
and so variable that the results were of little or no value. In order to remedy this 
defect, I designed the vacuum-jacket, which was suggested by some experiments of 
Sir William Crookes ('Roy. Soc. Proc./ vol. 31, 1881, p. 239), which appeared to 
indicate that the rate of cooling of a mercury thermometer in a very good vacuum 
was ten to twenty times less than in air. I therefore regarded the vacuum-jacket as 
a most essential part of the experiment, and expected a great improvement to result 
from its use. Unfortunately I failed to make the jacket for want of sufficient skill 
in glass-work, and abandoned the experiment for the time, until my appointment as 
Professor of Physics at McGill College, Montreal, gave me greater facilities for 
carrying out the work. Eventually it proved that the effect of the vacuum-jacket in 
diminishing the external loss of heat was not nearly so great as I had been led to 
imagine, but it possessed several advantages as a heat insulator over such materials 
as cotton wool or flannel. The thermal capacity of a vacuum being negligible, the 
time required for attaining a steady state was much shortened. Moreover there was 
no risk of error from damp, which is the worst drawback of ordinary lagging. 

I had not originally intended to employ the electrical method for determining the 
variation of the specific heat of water, but only for comparing the electrical and 
thermal units at ordinary temperatures. In the meantime the work of Giuffiths, 

vol, oxcix. — a, i 



58 . PBOFESSOK HUGH L. CALLENDAK ON 

with which I was intimately acquainted, had shown that the electrical units were 
probably in error, and appeared to indicate a smaller rate of variation of the specific 
heat than that given by Rowland. In reconsidering the problem, in 1893, I 
therefore determined to attempt the absolute measurement of the ohm and the 
Clark cell, in addition to the variation of the specific heat of water over as wide 
a range as possible. The method of steady-flow calorimetry appeared to be 
particularly adapted to the latter object, as it afforded much greater facility than 
that of Griffiths or Rowland in varying the conditions of experiment over a wide 
range. For the absolute measurement of the ohm, I immediately obtained estimates 
for a Lorenz apparatus of Professor V. Jones' pattern, which was eventually ordered 
in October, 1894, and is briefly described in Section 6 of this paper. For the 
absolute measurement of the Clark cell in terms of the ohm, after spending some 
time in designing various forms of electrodynamometer, I decided to employ the 
British Association pattern, with certain modifications, which are explained below, 
Sections 10 to 16. At the same time I commenced a series of investigations 
into the defects of the form of Clark cell described in the Board of Trade 
Memorandum, in which I was assisted by Mr. H. T. Barnes. This work included 
an accurate determination of the variation of the E.M.F. with temperature and 
with strength of solution, in addition to measurements of the solubility of zinc 
sulphate and of the density of its solutions. It extended further than I had at first 
anticipated, and was not completed till the summer of 1896. The results were 
published in the 'Proceedings of the Royal Society/ vol. 62, pp. 117-152. 

In the meantime I had been engaged, during the winter of 1895 and the summer 
of 1896, in testing various methods of temperature regulation, and in studying the 
theory of the flow of water in fine tubes under the conditions presented by the 
proposed method of calorimetry. This was a most important part of the work, 
as the determination of the variation of the specific heat over a large range of 
temperature exacted great accuracy of regulation, and close attention to details of 
design. The method of regulation and. circulation finally adopted may appear very 
simple and obvious, but it was not reached without considerable expenditure of time 
and thought. The experiments on the flow of water heated by an electric current 
(Section 33) threw some light on the causes of failure of the rough preliminary 
experiments, and supplied the data necessary for the design of the glass-work of the 
calorimeter and vacuum-jacket, which was ordered of Messrs. Muller, in Bonn, early 
in October, 1896. 

At this stage of the investigation, finding that I should not have sufficient leisure 
during the work of the session to carry out the research single-handed, as I had at 
first intended, I secured the assistance of Mr. Barnes, who had already proved his 
ability in the making and testing of Clark cells. Our first experiments were made 
on mercury, which, being itself a conductor of electricity, presented fewer difficulties 
than water, The water apparatus was fitted up and tested shortly before the 
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meeting of the British Association, in 1897, but it was at that time incomplete in 
certain important details, and only three sets of observations, at 5°, 25°, and 45°, 
were obtained. At the commencement of the next session I secured the services of 
Mr. Stovel, the most promising of the electrical students of the previous session, to 
assist Mr. Barnes in setting up the apparatus and taking the observations. I spent 
a good deal of my leisure at this time in the adaptation of the method to the 
determination of the specific heat of steam, but continued to give the closest personal 
supervision to the work on the specific heat of water, and made several tests of the 
apparatus in the vacations when I had more leisure. A great part of the work 
during this session consisted in perfecting the mechanical details of the apparatus, 
which is always a most important and laborious process in an investigation of this 
character. The last work in which I personally assisted before leaving Montreal 
was the drawing and annealing of the platinum-silver wire for the Mica Current- 
Standards referred to in Section 7. By this time the fundamental portions of 
the apparatus had been practically perfected, but the observations, though very 
numerous, did not extend beyond the range 0° to 55°, and they had for the most 
part been taken for the purpose of testing improvements which from time to time 
were introduced, and could not be regarded as parts of a regular series. 

When I left Montreal about the end of May, 1898, it was arranged that Mr. Barnes 
should continue the experiments throughout the summer, and should follow me to 
England with the apparatus as soon as I could make preparations for carrying on the 
work in my new laboratory. Unfortunately this plan proved to be impracticable, 
which caused some delay in the work, as I was unable to render him any material 
assistance by correspondence at such a distance, owing to the impossibility of 
detecting sources of error in. any particular case without seeing the apparatus or the 
observations. But by the end of the McGill College session in April 1899, he had 
succeeded so well in overcoming his difficulties, and the work appeared to be 
progressing so favourably, that it seemed inadvisable to disturb the apparatus. I 
therefore reluctantly consented to abandon any further share in the observations. 
It had originally been intended that I should write the paper describing the theory 
and results of the investigation ; but as, in the end, Mr. Barnes was solely 
responsible for the final series of observations, it seemed more appropriate that he 
should write the account of that part of the work. 

The primary object of my own contribution is to supplement his account of the 
final observations by a general discussion of the theory of the experiment, and a 
description of the difficulties encountered in the earlier stages. He was unable to 

J- o 

speak with authority on these points, as a good deal of this work was done before he 
joined the investigation, and I had not thought it necessary to give him a detailed 
account of it, since it was originally intended that we should finish the work 
together. A similar partition of authorship has already been sanctioned in a similar 
case in the work of Reynolds and Moorby, and possesses undoubted advantages in 
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presenting the results from two distinct and independent points of view. It was the 
more necessary in the present instance owing to the comparative independence of 
our several shares in the work, and to the impossibility of satisfactory collaboration 
at such a distance. I had hoped at one time that it might be possible by some 
rearrangement of the matter to weld the separately written portions into a 
continuous whole, but as the part written by Dr. Baiines had already been accepted 
by the Royal Society, and the Abstract had been already published, it appeared 
desirable that it should be printed without alteration as nearly as possible as it was 
received, subject only to a rearrangement of the Tables of Results, and the addition 
of one or two samples of the original observations. 

The delay in publication has been partly due to the necessity of this rearrange- 
ment, and partly to the difficulty of obtaining satisfactory determinations of the 
resistance of the manganin standard ohm, on which the absolute values of the results 
depended. I have taken advantage of this delay to verify the calculations as far as 
possible, and to subject the whole work to as complete and careful a revision as the 
time at my disposal would allow. The final results do not materially differ from 
those previously published in the 'Report of the British Association, Dover,' 1899, 
and in the ' Physical Review/ There was, therefore, no need for haste so far as the 
numerical results of the work were concerned, but it was important in an investiga- 
tion of this character that all the details of the apparatus, and the theoretical and 
practical difficulties of the work should be adequately explained and illustrated. 

[Added March llth, 1902. — Frequent references are made in the following pages 
to the paper by Dr. Barnes, infra, pp. 149-263, describing his experimental results. 
These references are generally indicated by the name (Barnes) in brackets, with 
the addition of the page, table, or section referred to. 

It is hardly necessary that I should say anything here in praise of the con- 
scientious accuracy with which Dr. Barnes has carried out his share of the work. 
In re-arranging the tabular summary of observations (Barnes, Table XVIIL, p. 243), I 
have endeavoured to indicate clearly the order of accuracy attained, and it must be 
evident to anyone who studies the paper, that it would be difficult to make any 
improvement in this respect.] 

Part II. Electrical Measurements.-— (A.) Potential. 

(2.) Advantages of ike Potentiometer Method. 

The simplest method of observing the electrical energy expended in the calori- 
meter would be to measure the current C, and to assume the value of the resistance 
R to be that corresponding to the observed mean temperature of the calorimeter. 
The watts expended would then be given by the formula, W = CPU. This method was 
adopted by the majority of the earlier experimentalists. An equally simple method, 
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but more seldom practised, would be to observe the difference of potential E on the 
conductor, assuming the resistance as before. The advantage of assuming the 
resistance is that one reading only is required, but, as Rowland pointed out, the 
temperature of the resistance, when the heating current is passing through it, must 
be considerably higher than that of the calorimeter. This would introduce a serious 
error, unless it were possible to use a wire of some material like manganin, in which 
the variation of resistance with temperature could be neglected. 

Griffiths (' Phil. Trans./ A, 1893) adopted the method of balancing the potential 
difference on the conductor against a number of Clark cells in series, and deduced 
the expenditure of energy in watts from the formula W = W/1&, by assuming the 
value of the resistance. He tried manganin to avoid the error of super-heating, but 
found that it was not sufficiently constant. In the end he found himself compelled 
to use platinum for the conductor, but avoided the error due to super-heating by 
measuring the actual excess-temperature of the wire as nearly as possible under the 
conditions of the experiment. 

Schuster (' Phil. Trans./ A, 1895) adopted the same method of balancing the P.D. 
on the conductor, but did not assume the value of the resistance. Instead of this, 
he measured the time integral of the current with a silver voltameter. This is a 
theoretically perfect and most appropriate method of procedure, but it introduces an 
additional measurement, and limits the accuracy to that attainable with the silver 
voltameter. 

For our method of experiment there were several objections to the use of the 
silver voltameter, which put it practically out of the question. As is well known, 
when the current is first turned through the voltameter, the resistance changes 
considerably for some time. This makes it difficult to keep the P.D. on the 
conductor accurately balanced against the Clark cells unless the whole resistance 
in circuit is large. A change of this kind in the current at the moment of starting 
the experiment would be a fatal defect in the steady-flow method of calorimetry, 
as it would disturb all the temperature conditions, which must be perfectly steady 
and constant before observations are commenced. Moreover, it happened to be 
most convenient for our purpose to employ currents from 5 to 10 amperes, which 
would require very large voltameters, and could not be continuously regulated 
without constructing special rheostats. In any case regulation by hand would 
involve some discontinuity in the heat-flow, which it was desirable to avoid, We 
found it best not to make any attempt to control the current artificially, but to 
employ very large and constant storage cells, and to compensate the slow rate of 
running down of the current by the running down of the head of water, so 
that the temperature-difference might remain practically constant throughout the 
experiment. 

Besides the above special objections to the use of the silver voltameter, there are 
the general objections : (1) that the voltameter method gives only the time-integral 



(52 PEOFESSOE HUGH L. CALLENDAR ON 

of the current, and does not permit the course of variation of the current to be 
accurately followed throughout an experiment ; (2) that with Clark or cadmium cells 
of a suitable pattern it is possible to attain an order of accuracy in the relative values 
of the readings about ten times as good as that attainable with a silver voltameter. 
It was most important for our purpose to obtain accurate relative values, and what- 
ever might be the doubt as to the absolute values of the E.M.F. of the cells, there 
could be none as to their constancy, which was easily tested over considerable periods 
of time. 

It therefore appeared most satisfactory to measure the current by passing it 
through a suitable resistance, and observing the P.D. on the terminals with a 
potentiometer in the usual manner. The introduction of the potentiometer may 
appear at first sight to be an additional complication and source of error ; but it 
really made the observations much simpler, and I satisfied myself by careful tests of 
the instrument that an accuracy of 1 in 100,000 was readily attainable so far as the 
potentiometer readings were concerned. Besides, it was unnecessary, with the 
potentiometer, to keep the P.D. on the conductor balanced against an integral 
number of cells, and it was, therefore, possible to adjust the electric current to give 
the same rise of temperature with different values of the flow of liquid. This most 
essential adjustment could not be so conveniently or quickly effected by varying the 
flow of liquid as by regulating the electric current with a low-resistance rheostat. It 
also proved in practice to be much more convenient to take all the electrical readings 
on a single instrument, instead of having the silver voltameter as well as the 
potential balance to attend to. 

It will be seen that our method is independent of any assumption with regard to 
the electrochemical equivalent of silver, although the contrary is apparently assumed 
in discussing our result both by Ames (' Report to the Paris Congress of 1900 on the 
Mechanical Equivalent of Heat'), and by Griffiths ('Thermal Measurement of 
Energy/ p. 93). The method of measurement is ultimately equivalent to that of 
Griffiths, as it makes the result depend on the International Ohm, and the Clark 
cell. The measurement of the current by observing the P.D. on a known resistance, 
when combined with the observation of the P.D. on the heating conductor itself, is in 
effect equivalent to the measurement of the resistance of the heating conductor 
under the actual conditions of the experiment, in the most direct manner possible. 
The watts expended are derived from the formula E 2 /R, so that an error in the 
absolute value assumed for the standard cell is twice as important as an error in the 
value of the ohm. 

If x Q is the balance-reading of the potentiometer when the standard cells are 
connected, and e the E.M.F. of the standard cells, and if x\ x f/ are the readings 
corresponding to the P.D. on the heating conductor and the standard resistance S 
respectively, the expression for the heat-supply in watts is evidently 
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The accuracy of the reading x for the cells, which enters by its square, is twice as 
important as that of x or x f \ but it was also more easy to obtain with certainty, 
since the cells were kept at a constant temperature, and the reading x seldom 
changed by more than 1 in 50,000 in the course of an experiment. It will be seen 
that, for the determination of the variation of the specific heat, the most important 
point in the electrical measurements is the question of the accuracy of calibration of 
the potentiometer, which is described in the following sections. The absolute values 
of the units are less important, but I have added a brief account of experiments on 
the absolute value of the Clark cells, and of the tests of the standard resistances, as 
they possess an interest of their own, even apart from the question of the absolute 
value of the " mechanical equivalent." 



(3.) Description of the Potentiometer. 

The form of potentiometer selected as being most convenient for the purpose was 
the well-known Thomson- Varley Slide-Box, which is described and figured in many 
electrical works (e.g., Munro and Jamieson's " Pocket-Book," p. 150). The annexed 




Fig. 1, Diagram of Thomson- Varley Slide-Box. 

figure shows the arrangement of the connections, and will be useful for reference in 
explaining the details of the calibration. 

The main dial ABCD contains 101 coils, each of 1000 ohms resistance, connected 
in series, the ends of the series being connected to the terminals AB. The ends of 
each coil are connected to platinized studs, which are indicated by the black dots in 
the diagram. A pair of revolving contact springs, fixed to an ebonite handle, travel 
round the dial. These springs are severally connected to the terminals C and D, and 
the distance between them is adjusted so that they bridge over two of the 1000-ohm 
coils of the main dial. 

The second, or " Vernier" dial, C'D'G, consists of a series of 100 coils of 20 ohms 
each, the ends of which are connected to C' and D', and are thus, by way of C and D 
and the double revolving contact of the main dial, in parallel with two of the 
1000-ohm coils of the main dial. Since two coils of the main dial are always shunted 
in this manner by the vernier dial, the effective resistance between C and D is 
reduced to 1000 ohms, and the whole resistance of the potentiometer between the 
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terminals A arid B, to 100,000 ohms. The ends of each of the 20-ohm coils of the 
vernier dial are connected to platinized studs arranged in a circle, which make 
contact one at a time with a single revolving contact spring, connected to the 
galvanometer terminal G. This arrangement of main and vernier dials permits the 
sub-division of each hundredth part of the whole resistance into one hundred parts, 
so that the reading of the two dials gives the P.D. to be measured directly to one 
part in ten thousand of the P. D. on the terminals AB. 

The advantages of this form of potentiometer, in addition to its high resistance, 
were (1) the great facility and rapidity of reading and manipulation, and (2) the 
symmetry of construction, which permitted a very high order of accuracy of calibration 
to be attained, and greatly facilitated the application of corrections, as compared 
with the usual type of instrument in which a bridge-wire is employed for the finer 
sub- divisions. 

In the use of this instrument in our experiments the P.D. to be measured seldom 
exceeded 4 volts. The terminals AB were permanently connected to three Leclanche 
cells, which gave a very steady current through so high a resistance. The reading of 
the two Clark cells employed as a standard varied by a few parts in 10,000 only from 
week to week, and generally remained constant to 1 in 100,000 for the short interval 
of 1 5 minutes corresponding to any single experiment. 

The galvanometer employed with this potentiometer had a resistance of 
110,000 ohms. The astaticism of the needles was adjusted as carefully as possible, so 
that the effect of disturbance of earth-currents due to the electric railway might be 
negligible. The suspended system was fitted with a very perfect mirror and a 
damper to make it practically dead-beat. The sensitiveness was adjusted by control 
magnets to give a deflection of approximately 10 scale-divisions for one division of 
the vernier dial (1 in 10,000). The perfection and steadiness of the image was such 
as to permit reading to a small fraction of a scale-division. The first four figures of 
the reading were given by the setting of the dial contacts. It was easy to estimate 
the fifth figure at any moment by inspection of the galvanometer deflection. The 
temperature conditions were generally so steady in the course of an experiment, and 
the diminution of the electric current and the water-flow so gradual and regular, that 
it was possible, as a rule, to predict the reading of the P.D., either on the standard 
resistance or on the heating conductor, to 1 in 100,000 for at least five minutes 
ahead. 

As there were no observational difficulties to contend with in the electrical 
readings, the relative order of accuracy of the results would be limited only by the 
constancy of the Clark cells and the current standards, and by the order of accuracy 
attainable in the calibration of the potentiometer and in the permanence of the 
relative values of the coils. The coils of the main dial, which were the most 
important, were all precisely similar, wound with the same wire and carefully 
protected from sudden or unequal changes of temperature. The ratio of the 
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resistances of the two halves of the dial was frequently checked with consistent 
results, as a precaution to give warning of any accidental flaw. This precaution was 
by no means superfluous, for on one occasion in November, 1897, a fault, amounting 
very nearly to complete rupture of the wire, was discovered by Mr. King in this 
manner. It was however easily located and rectified without altering the relative 
values of the coils. 

(4.) Method of Testing. 

The method of testing the ratio of the two halves of the slide-box was as follows : — 
The slide-box was connected by the terminals AB in parallel with a 100,000-ohm box 
consisting of ten coils of 10,000 ohms each. The battery was connected as usual at 
A and B, one terminal of the galvanometer to G, and the other to the middle of 
the 100,000-ohm box. The slide-box contacts were set at 50,000 ohms. To take 
one particular experiment as an example, the deflection of the galvanometer observed 
on reversing the battery was 77 scale-divisions. When the contact was set at 
50,010 ohms, the deflection was 215 scale-divisions in the same direction, showing a 
sensitiveness of 138 scale -divisions on reversal for a change of 1 in 5000 in the 
reading. The contact was then set back to 50,000, and the two halves of the box 
were interchanged with respect to the rest of the circuit by interchanging the 
connections at A and B. The deflection observed was increased from 77 to 181 
scale-divisions in the same direction as before. The effect of interchanging the two 
halves is the same as if the slider were shifted through a resistance equal to 
their difference. Hence the difference of the two halves is to 10 ohms as 104 is to 
138. The first half of the box is evidently the smaller, as the effect of interchanging 
is the same as that of increasing the reading. The correction to be applied to the 
reading, to reduce to mean ohms of the box, is half the difference of the two halves, 
and is negative, since the first half is the smaller. We have, therefore, 

Correction at reading 50,000 ohms = — 10 X 104/2 X 138 = — 3*8 ohms. 

The galvanometer deflections in each case were observed several times and the mean 
taken. The details were also varied by using different resistances for the ratio arms 
in the comparison and different galvanometers. Observations were taken by different 
observers at various temperatures on several occasions, at intervals during five years, 
The greatest divergence of the results from the mean value is less than 1 part in 
100,000 (*4 ohm in 50,000 ohms), which is strong evidence that the relative values 
of the corrections at any part of the box could be relied on at any time to a similar 
order of accuracy. 

The following is a summary of the results of all the tests of which full details 
have been preserved, but several other tests were made from time to time m a 
precaution : — 

vol. cxcjx. — a. k 
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Table I. — Verification of Correction at Middle Point of Slide-Box, 



j-^aue. 


Observers. 

Callendar. 

Callendar. 

King. 

Thomson and Stovel. 

Blair and Macdonald. 

Pitcher and Edwards. 

Stovel. 

Barnes. 


Correction 
(ohms in 50,000). 


February, 1894 . , 
December 20th, 1894 
January 29th, 1895 . 
November 24th, 1896 
February 2nd, 1897 
March 4th, 1897 . . 
April 22nd, 1898 . 
January 27th, 1899 . 






-3-8 

-3-96 

-3-77 

-4-2 

-3-72 

-3-50 

-3-43 

-3-95 



Some of the above observations were taken by fourth-year students in the course 
of their work, but in the majority of cases I personally verified the readings and 
results at the time of entry. 



(5.) Method of Calibration. 

In the calibration of the slide-box, the point of most importance was to determine 
the correction for each reading of the main dial, i.e., at 100 equidistant points of the 
whole range. The vernier dial was so small in comparison that the errors of its 
individual coils were negligible in their effect on the whole reading, although it was 
necessary at each point to take account of the difference of resistance of the whole 
vernier dial and the pair of coils shunted by it in any position of the slider. 

After several trials of various methods extending over nearly a month, I came to 
the conclusion that the most convenient and accurate method of performing the 
calibration was to determine the relative values of the coils of the main dial in pairs 
by comparison with the 2000 ohms of the vernier dial. The flexible copper cable 
connecting the terminals D and D' was disconnected, and the terminals were 
connected to a galvanometer and to a pair of exactly similar resistances of 2000 ohms 
each forming the ratio arms P and Q of a Wheatstone bridge, the other two arms of 
which were the vernier dial S and any pair of consecutive coils ~R n and R w+1 of the 
main dial. A battery of two storage cells, selected for constancy, was connected to 
the point between the ratio arms and to the terminals CC. The deflection d n of the 
galvanometer corresponding to any setting of the slider was proportional to the 
difference of the sum of the corresponding pair of coils R w and R« + 1 of the main dial 
from a unit SP/Q, which was approximately 2000 ohms, and remained constant 
throughout the comparisons. The value of this deflection was reduced to ohms by 
observing the change of galvanometer deflection s produced by a change of 1 ohm in 
one of the arms, This observation was repeated at intervals during the calibration. 
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The advantage of this particular arrangement was partly that of expedition and 
convenience, partly that of avoiding systematic errors due to changes of condition or 
temperature while the calibration was proceeding. The construction of the vernier 
dial, 100 coils of 20 ohms each, made it a good standard of comparison, as there was 
no risk of appreciable heating from the current employed, although it was necessarily 
kept on for more than an hour. Moreover, as it was constructed of similar wire and 
enclosed in a similar box to the main dial, it was probable that any change of the 
surrounding conditions of temperature would affect the two similarly. The heating 
effect of the current on P and Q would be sufficiently eliminated by their similarity 
of construction. 

Readings taken in this manner, with the slider set in each position of the main 
dial, gave 100 equations of the following form : — 

To determine the correction at each point of the main dial, and the relative values 
of the 101 resistances and the vernier dial, it was also necessary to determine the 
ratio of any two of the coils to each other, and the ratio of the two together to the 
vernier dial. This was effected by the method of interchanging, as already described 
jfor determining the ratio of the two halves of the slide-box. 

The ratio of coils R 1 and R 2 to the vernier dial S was found to be 

(R x +R 2 )/S = 1-000039. 
The ratio of coils R x and R 2 to each other was found to be 

iyii 2 := i-ooo4oo. 

In the latter case the galvanometer contact was made by means of a copper wire 
to the stud between 1 and 2, the glass cover being removed for the purpose of 
this test. 

The observation of the values of the deflections d for the 100 equations of the 
type (1), was repeated on two separate occasions. On the first occasion the 
110,000-ohm galvanometer was employed, but it was found that when the galvano- 
meter was adjusted to a suitable degree of sensitiveness for the experiment, its time 
period was too slow, and its zero not sufficiently constant to give the best results. 
It took upwards of an hour to obtain the first fifty observations. This series was 
not therefore continued throughout the box, but the observations were reduced to 
mean ohms of the box by reference to the value of the correction at the middle 
point of the box obtained from a separate observation. On the second occasion the 
110,000-ohm galvanometer was replaced by one of 2000 ohms resistance, which 
was better suited for this particular experiment, though not so well adapted for 
observations in which the whole box was employed. The sensitiveness of this 

k 2 
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galvanometer was adjusted to give a deflection of 167 scale-divisions on reversal for 
a change of 1 ohm in 2000 with a time period of 5 seconds, and remained constant 
to less than one scale-division throughout the test of the whole box, which occupied 
only an hour and a halt. 

The observations and results of the two calibrations for the first half of the slide- 
box are compared in the following table. The first column contains the reading of 
the slider on the main dial/ The second column the observed deflection of the 
galvanometer d in equation (1) reduced to ohms by dividing by s. Since s = 167 in 
the second series, one unit in the second decimal place of djs corresponds to nearly 
2 scale-divisions deflection observed. The observations were taken to half a scale- 
division, but owing to slight variations of sensitiveness and zero it was not considered 
worth while to work the values of djs beyond the nearest hundredth of an ohm. 
The next column gives the error dR in ohms of each separate resistance of the main 
dial in terms of the mean of the whole, deduced from equations (1) by the aid 
of (2) and (3). The fourth column gives the correction dn in ohms to the reading at 
each point. This correction is equal to. the sum of the errors of all the coils up 
to. the point considered, subject only to a small correction, called the " vernier- 
correction," to allow for the fact that the next two coils are shunted by the vernier 
dial. The value of the vernier-correction is given by the following expression — 

Vernier-correction to reading n = — n ('38 — SdR n+1 — 3c£R^ +2 )/400. 

This correction is often negligible when n is small, but sometimes reaches *5 or '6 
of an ohm near the higher readings. The next three columns in the table give the 
corresponding values of the same quantities djs, dR, and dn> deduced from the 
readings taken during the second calibration. Comparing the two sets it will be 
observed that the discrepancy very rarely exceeds half an ohm, which is only one 
part in 200,000 of the whole resistance. 
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Table II. — Calibration of 100 3 000-ohm Slide-Box. Corrections in ohms. 





Observations, Series I. 


Observations, Series II. 




Reading, 


November 24, 1894, at 15°-5 C. 


December 20, 1894, at 20°"2 C. 


Difference 


of main 
dial n. 














of Series 
I-II. 
















d/s. 


dEL. 


Correction. 


d/s. 


dR. 


Correction. 







+ 1"04 







4-1-26 










1 


+ 


•52 


4-0 


•43 


+ 


•43 


4-0 


•55 


4-0 


•45 


4-0 


•45 


-0 


•02 


2 


+ 


•26 


+ 


•05 


+ 


•45 


4-0 


•20 


4-0 


•05 


4-0 


•49 


-0 


•04 


3 


+ 


•64 


-0 


•10 


+ 


•36 


4-0 


•77 


.-0 


•26 


4-0 


•24 


+ 


•12 


4 


+ 


•92 


-0 


•34 


; +0 


•03 


4-1 


•11 


-0 


•30 


-0 


•07 


4-0 


•10 


5 


+ 


•40 


+ 


•39 


+ 


•40 


4-0 


•54 


4-0 


•31 


4-0 


•24 


4-0 


•16 


6 


4-1 


•00 


-0 


•06 


+ 


•36 


4-1 


•21 


+ 


•04 


4-0 


•30 


4-0 


•06 


7 . 


+ 1 


•42 


-0 


•13 


+ 


•26 


4-1 


•53 


-0 


•25 


4-0 


•07 


4-0 


•19 


8 


+ 


•68 


+ 


•54 


+ 


•76 


4-0 


•74 


4-0 


•71 


4-0 


•74 


4-0 


•02 


9 


+ 


•40 


4-0 


•29 


+ 1 


•03 


4-0 


•51 


4-0 


•06 


4-0 


•78 


4-0 


•25 


10 


+ 


•52 


-0 


•20 


+ 


•83 


4-0 


•62 


-0 


•08 


4-0 


•71 


+ 


•12 


11 


4-0 


•50 


4-0 


•01 


+ 


•84 


4-0 


•58 


-0 


•17 


4-0 


•53 


4-0 


•31 


12 


4- 1 


•56 


-0 


•08 


+ 


•86 


4* 1 


•70 


4-0 


•03 


4-0 


•66 


+ 


•20 


13 


4-1 


•50 


-0 


•01 


+ 


•85 


4-1 


•72 


-0 


•21 


4-0 


•46 


4-0 


•39 


14 


+ 


•46 • 


4-0 


•98 


+ 1 


•72 


4-0 


•51 


4-1 


•16 


4-1 


•50 


4-0 


•22 


15 


4-0 


•44 


-0 


•07 


+ 1 


•65 


4-0 


•52 


-0 


•19 


4-1 


•30 


+ 


•35 


16 


+ 


•26 


-0 


•06 


+ 1 


•57 


4-0 


•37 


-0 


•06 


4-1 


•22 


+ 


•33 


17 


4-0 


•32 


-0 


•09 


+ 1 


•48 


4-0 


•40 


-0 


•18 


4-1 


•04 


4-0 


•44 


18 


4-0 


•22 


-0 


•24 


4" i 


•22 


4-0 


•31 


-0 


•21 


4-0 


•82 


4-0 


•40 


19 


+ 


•04 


-0 


•03 


4-1 


•16 


4-0 


•15 


-0 


•15 


4-0 


•64 


4-0 


•52 


20 


4-0 


•62 


-0 


•34 


4-0 


•91 


4" \) 


•84 


~0 


•30 


4-0 


•44 


4-0 


•47 


21 


4-0 


•90 


-0 


•21 


+ 


•74 


+ 1 


•11 


-0 


•30 


4-0 


•18 


4-0 


•56 


22 


4-0 


•68 


4-0 


•24 


4-0 


•94 


4-0 


•94 


4-0 


•39 


4-0 


•54 


+ 


■40 


23 


4-0 


•32 


+ 


•07 


4-0 


•95 


4-0 


•52 


-0 


•04 


4-0 


•43 


4-0 


•52 


24 


4-0 


•14 


4-0 


•02 


4-0 


•94 


4-0 


•26 


4-0 


•22 


4-0 


•60 


4-0 


•34 


25. 


4-0 


•16 


-0 


•29 


4-0 


•65 


4-0 


•30 


-0 


•46 


4-0 


•14 


4-0 


•56 


26 


4-0 


•26 


-0 


•16 


4-0 


•50 


4-0 


•45 


~0 


•04 


+ 


•13 


4-0 


•37 


27 


4-0 


•30 


-0 


•27 


4-0 


•24 


4-0 


•58 


-0 


•42 


-0 


'27 


4-0 


■51 


28 


-1 


•04 


-0 


•06 


-0 


•11 


-0 


•84 


+ 


•12 


-0 


•45 


4-0 


•34 


29 


-0 


•96 


-0 


•23 


-.0 


•34 


-0 


•74 


-0 


•29 


-0 


•73 


4-0 


•39 


30 


+ 


•42 


-1 


•40 


-1 


•44 


+ 


•71 . 


-1 


•31 


-1 


•72 


+ 


•28 


31 


+ 


•30 


-0 


•15 


-1 


•62 


+ 


•52 


-0 


19 


-1 


•96 


4-0 


•34 


32 


+ 


•28 


-0 


•02 


-1 


•65 


4-0 


•35 


4-0 


•14 


-1 


•86 


+ 


21 


33 


+ 


•16 


-0 


•27 


-1 


•95 


4-0 


•29 


-0' 


38 


-2' 


26 


4-0- 


31 


34 


+ 


•46 


-0 


•04 


-1 


•92 


+ 


•67 


-0 


03 


-2' 


20 


+ o- 


28 


35 


+ 


•36 


-0 


•39 


-2 


•34 


+ 


•62 


-a 


43 


-2' 


64 


+ 0' 


30 


36 


+ 


•20 


+ 


•26 


-2' 


12 


+ 


41 


+ o- 


35 


-2- 


35 


+ 0' 


23 


37 


+ 


•12 


-0 


•49 


-2' 


•63 


4-0 


32 


-o- 


49 


-2* 


87 


+ 0« 


24 


38 


+ 


•06 


+ 


10 


-2 


56 


+ 


27 


+ 0- 


14 


-2- 


75 


+ o- 


19 


39 


+.0 


*80 


-0 


57 


-2- 


92 


4-0' 


99 


-0; 


58 


-3- 


12 


+ o- 


20 


40 


+ 


•92 


4-0 


04 


-2' 


84 


-j-» X 


07 


4-0- 


09 


-3- 


00 


4-0- 


16 


41 


+ 


82 


+ 0' 


17 


-2' 


70 


+ 0- 


98 


+ 0* 


14 


-2* 


89 


+ o- 


19 


42 


+ 1- 


20 


+ 0' 


16 


-2' 


42 


+'1- 


38 


+ 0' 


18 


-2- 


58 


+ o- 


16 


43 


+ o- 


54 


+ o- 


07 


. --2- 


56 


4-0- 


69 


4-0- 


05 


-2- 


75 


4-0* 


19 


44 


+ 0' 


08 


+-o- 


54 


-2' 


17 


+ o- 


24 


+ o- 


57 


-2- 


33 


+ 0* 


16 


45 


+ 0* 


16 


-o- 


59 


-2- 


74 


+ o- 


29 


-o- 


64 


-2- 


96 


+ o- 


22 


46 


+ o- 


22 


+ o- 


08 


-2- 


64 


+ o- 


41 


4-0- 


12 


~2- 


80 


+ 0* 


16 


47 


4-0' 


64 


-o- 


51 


-3- 


01 


4-0' 


84 


-o- 


59 


-3- 


25 


4-0* 


24 


48 


4-0' 


00 


+ o- 


14 


-3- 


10 


+ o- 


13 


+ o- 


24 


-3- 


26 


+ o- 


16 


49 


-o- 


20 


-o- 


09 


-3' 


37 


-o- 


07 


-o- 


15 


-3- 


49 


+ o- 


12 


50 


-0-24 


-0*50 


-3*79 


-0-06 


- • 47 


-3-96 


+ 0-17 
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The following table gives the corrections found for the second half of the sliae~box 
on the second occasion, December 2 0th ? 1894. 

Table III. — Calibration Corrections of Second half of Slide-Box. 



Reading 


Correc- 


Reading 


Correc- 


Reading 


Correc- 


Reading 


Correc- 


Reading 


Correc- 


of main 


tion in 


of main 


tion in 


of main 


tion in 


of main 


tion in 


of main 


tion in 


dial. 


ohms. 


dial. 


olims. 


dial. 


ohms. 


dial. 


ohms. 


dial. 


ohms. 


50 


-3*96 


60 


-4*58 


70 


-3-13 


80 


-1-33 


90 


-0*92 


51 


-4*42 


61 


-4*68 


71 


— O * 0J4 \ 


81 


-1-21 


91 


-0-96 


52 


-4*57 


62 


-4*07 


72 


-3-19 


82 


-1*11 


92 


-0*45 


53 


-5-09 


63 


-4*04 


73 


-3*03 


83 


-1*24 


93 


-0*70 


54 


-4*88 


64 


-3*69 


74 


-3*03 


84 


-1*38 


94 


-0*63 


55 


-5*15 


65 


-3*60 


75 


-2*47 


85 


-1*70 


. 95 


-0*82 


56 


-5*26 


^ 


-3*62 


76 


-2*16 


86 


-1*83 


96 


-0*94 


57 


— O oi 


67 


-3*68 


77 


-1*92 


87 


-1*64 


97 


-0*22 


58 


-5*19 


QS 


-3*45 


78 


-1-61 


88 


-1*71 


98 


-0*23 


59 


-5*23 


69 


-3*51 


79 


-1-64 


89 


-1*24 


99 


-0*06 



In comparing the differences between the two calibrations given in the last column 
of Table II. , it will be noticed that there is a cumulative divergence amounting to 
about half an ohm at the middle of the range. This is the kind of error to be 
expected in this method of calibration. It might be explained by the considerable 
difference in temperature of the box on the two occasions, but it is within the limits 
of error of the first series. The galvanometer was not sufficiently steady on that 
occasion, and the temperature rose nearly half a degree in the course of the 
observations. The observations serve, however, as a satisfactory verification of those 
of Series II. 

It will be observed that the correction does not amount to so much as 1 part 
in 10,000 of the reading at any point of the slide-box, except quite near the 
beginning, a part which was never used in accurate comparisons. Also that the 
change of the correction in passing from one point to the next, never exceeds 
1 part in 100,000 of the reading in the second half of the box, although the 
errors of two or three of the individual 1000-ohm coils exceeded 1 ohm. This is 
due to the levelling effect of the vernier. 

It must be remembered that the corrections were never required beyond the 
nearest ohm, so that a difference of less than "5 could be neglected. 

It might be supposed that greater accuracy of calibration would have been 
attained by dividing up the box into subsidiary intervals of 10,000 ohms, and 
comparing each of these intervals with an auxiliary resistance, on the analogy of the 
method usually employed in the calibration of a mercury thermometer. I did not 
find, however, that any advantage was obtained by this procedure, and it is evident, 
on reflection, that the two cases are not precisely analogous. The advantage of 
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employing longer columns in the case of a mercury thermometer is that the errors 
of estimation become of relatively less importance. It is practically possible to 
measure both the long and short columns to the same fraction of a degree, and an 
error of '001° in a column of 20° is of much less relative importance than in a 
column of 2°. In the case of the resistance box, on the other hand, the relative 
accuracy of measurement is undoubtedly greater in the case of the smaller 
resistances. A 10,000-ohm coil cannot be measured with the same order of accuracy 
as one of 1000 ohms. This is partly due to difficulties of insulation in the winding 
of the coils themselves, and partly to the fact that wire finer than 2 or 3 millims. 
cannot be drawn and covered satisfactorily. As a consequence, high-resistance 
galvanometers are necessarily less efficient than low-resistance instruments of similar 
construction. The best high-resistance coils are constructed of a number of lower 
resistance coils in series, as in the Thomson- Varley slide-box, which permits a higher 
order of insulation than winding in a single coil. 

(B.) Resistance. 
(6.) The Lorenz Apparatus. 

Although this apparatus was not actually applied to the direct determination of the 
resistances employed in this investigation, owing to delay in delivery, it was originally 
ordered with this object, and the preliminary experiments which were made by Professors 
Ayrton and Jones in testing the apparatus before it was sent out, are of so great value 
as bearing on the absolute value of the ohm that they cannot be passed over without 
mention. The nidi method of Lorenz, in which a resistance is directly determined in 
terms of the speed of rotation of a disc spinning in the field of a co-axial coil of known 
dimensions, is generally admitted to be the most accurate for the absolute measure- 
ment of resistance. The McGill College apparatus was constructed by Messrs. 
N alder Bros, to my order, under the direct supervision of Professor Viriamu 
Jones, and embodied all the improvements introduced into the method by himself 
and by Lord Rayleigh. The most important new feature of the design was the 
winding of the coil on a heavy cylinder of marble, instead of metal as employed in 
Professor Jones' original apparatus. This material possesses the advantage of high 
insulating properties, great rigidity, and small thermal expansion. The employment 
of a marble cylinder made it possible to wind the coil with uncovered wire with the 
object of obtaining the most exact measurement of the dimensions, but on account 
of some difficulties of insulation, the original winding of bare wire was eventually 
replaced by one of silk-covered wire coated with paraffin and shellac varnish. 

The results of the tests made by Professors Ayrton and Jones with this coil, at 
the laboratory of the Central Institution, during 1896 and 1897, have been published 
in the Reports of the British Association for 1897 and 1898, and in the ' Electrician.' 
They give a value for the Board of Trade standard ohm nearly 3 parts in 10 ? 0QQ 
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greater than 10° CCS. units. This divergence might be explained as due to 
imperfect insulation if the precautions taken had not been so great, but it more 
probably represents the order of accuracy at present attainable in the absolute 
measurement of resistance by this or any other method. It is hardly possible 
that it could be entirely accounted for by errors of measurement of the diameter of 
the coil and the disc, although a discrepancy of 1 in 10,000 was actually found 
between the calculated and measured diameters of the coil (' B.A. Rep./ 1897, 
p. 217), which points to some uncertainty in this direction. 

At the time when I first examined the coil of the Lorenz apparatus, some time 
after its arrival in Montreal, while it was being set up, it seemed to me that the wire 
had worked a little loose on the marble, owing to some effect of the drying of the 
insulating tape and varnish, or to straining of the soft insulated wire due to 
contraction on exposure to cold. This would necessarily occur owing to the great 
difference in the coefficients of expansion of the wire and the marble, and the very 
small limits of elasticity of the soft annealed wire. Professor V. Jones himself, 
with whom I discussed the question in September, 1897, shortly after the arrival of 
the apparatus in Montreal, considered that the diameter could not be satisfactorily 
measured with a silk-covered wire, and strongly recommended the re-winding of the 
coil with bare wire. Accordingly, I procured for this purpose a sample of highly 
elastic silicium-bronze wire of high conductivity. I satisfied myself that the limits 
of elasticity of this wire would be ample, if it were wound on under suitable tension 
at a suitable temperature, to keep it perfectly tight on the marble cylinder for any 
range of temperature to which it was likely to be exposed. The tightness of the 
wire in practice is most important, from the point of view of insulation as well as 
from that of accurate measurement of the diameter. If the diameter of the wire is 
nearly equal (as it must necessarily be) to the pitch of the screw thread, a very 
slight defect in tightness or straightness will produce a short circuit. It is quite a 
difficult matter to wind a perfect coil of 200 turns of this size, unless the wire is 
highly elastic and quite free from kinks. 

Owing to the great importance of securing perfect insulation, I proposed to adopt 
the method which I had already put in practice in the case of the electro- 
dynamometer, namely, to wind the coil in a double screw thread with two separate 
wires, in order to have a check on the perfection of the insulation, which could 
be applied at any time after the coil had been wound, or at any moment during 
the actual experiments. 

In consequence of the delay caused by the failure of insulation of the first coil, 
the apparatus did not arrive in Montreal until the beginning of September, 1897. 
Some time was occupied in the course of the winter in building a suitable pier, and 
setting up the apparatus. But when I was about to commence observations, I 
received news of my appointment to the Chair of Physics at University College, 
London, which made it necessary for me to abandon the work. 
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(7.) Values of the Resistance Standards. 

The currents employed in this investigation were measured on the Thomson- Varley 
potentiometer by comparing the difference of potential on the terminals of a specially 
constructed resistance, called the Current-Standard, with that of a pair of hermetically 
sealed Clark cells. This current-standard consisted of a single 1-ohm coil, or of two 
1-ohm coils in parallel, immersed in a well-stirred oil-bath. The resistance coils 
employed for this purpose in the earlier experiments were made of thick manganin 
wire of the best quality procured from Germany. The diameter of the wire was 
1 millim., and the maximum current carried by each single wire was 2 amperes. 
The wire was not materially heated above the temperature of the oil, but, as no cooler 
was used in the earlier experiments, the temperature of the oil generally rose some 
8 or 10° in the course of an hour. This was considered to be of no consequence 
with the manganin coils, as they had a temperature coefficient of only + '000020 for 
rapid changes. On re-testing these coils after some months' work, it was found that 
their resistance had increased by two or three parts in 10,000, and that they 
continued to show small variations of this order. It was possible that these changes 
might have been due to the solder junctions, which would have explained certain 
anomalies observed in the earlier experimental results. It is equally likely, however, 
that they were caused by hysteresis in the wire as explained below. 

Although the variations of the manganin coils did not exceed a few parts in 10,000, 
it was felt that they were quite inadmissible, as the potential readings were taken to 
1 in 100,000. For this reason it was decided to make a pair of platinum-silver ohms 
wound on mica and annealed at a dull red heat after winding. These will be called 
the " Mica Current-Standards." They are fully described and illustrated by 
Dr. Barnes, p. 173. The method of construction was modelled on that of a platinum 
resistance thermometer, and had already been adopted for some years by the 
Instrument Company, Cambridge, for the manufacture of standard resistance coils. 
Standards constructed on this model possess great constancy, and their temperature 
can be determined with accuracy by immersion of the naked wire in an oil-bath. As 
compared with manganin coils, they have the disadvantage of a larger temperature 
coefficient, but the construction permits the determination of this coefficient with the 
greatest certainty, so that it is really no objection to their use for scientific purposes, 
for which constancy is the primary desideratum. The adoption of platinum -silver 
necessitated the addition to the oil-bath of a cooling coil of composition tubing, with 
a water circulation to keep the temperature steady. 

For the determination of the variation of the specific heat of water, the absolute 
value of the current-standard was of no moment, but its constancy was of primary 
importance. It was also essential to be able to determine the temperature coefficient 
accurately, in order to reduce the observations at different temperatures in winter and 
summer to the same standard. This was determined under the actual conditions of 
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observation with stirrer and cooler (Barnes, p 6 174), by comparison with a 
manganin standard ohm, No. 4086, which was kept at a steady temperature. The 
value of the temperature coefficient of the mica current-standards is, therefore, 
independent of any assumption with regard to the temperature coefficients of the 
other standards employed. The low value '000248 of the coefficient found is explained 
by the perfect annealing of the wire. 

The absolute values of the mica current -standards were referred to the manganin 
standard No. 4086. The comparisons of this coil with the mica standards, which 
extended over two years, are given in Table IX, (Barnes), and do not show any 
relative changes of importance. The observations were taken on twelve different 
dates at temperatures varying from 15° to 21° 0,, the mean temperature of all the 
comparisons being 18°*36 C 

The temperature coefficient of the manganin standard No. 4086 was assumed to be 
'000018 in the reduction of these observations. This value was determined by 
observing the change of resistance due to changes of temperature of the oil-bath in 
which the coil was immersed, the changes of temperature being effected at the rate of 
10° C in two or three hours. The results in Table IX. (Barnes) are reduced to a 
temperature of 20° C, If, however, we reduce the results to 18 0, 4 C, the mean 
temperature of the comparisons, we shall be independent of any assumption with 
regard to the temperature coefficients. We thus obtain the values :— 

Mica current-standard, No. I at 18°'27 = No. 4086 + '00091 at 18°*4 C. 

5, 55 5? 55 -*"*-' 55 1° '^D = ,, J j """ '00035 ,, ,, 

No. I. and No. II in parallel at 18°'36 C. = Half No. 4086 + '00014 . . (l). 

The manganin standard No. 4086 had a Cambridge certificate No. 378 dated 1893, 
which stated its value to be '99978 of a true ohm at 15*9° C. The preliminary results 
for the value of the calorie in terms of the electrical units, communicated to the 
British Association in September, 1899, were expressed in terms of this certificated 
value as correct. A comparison was subsequently made at McGill College of No. 4086 
with a set of 10 platinum-silver standard ohms of the old pattern, the coils of which 
were embedded in paraffin wax. These 10 coils all possessed Cambridge certificates, 
and their relative values when tested agreed fairly with those obtained several years 
previously, showing no certain indication of change. The mean of the certificates of 
these 10 coils gives the value :— 

Mean of 10 Pt~Ag standard ohms = '99962 at 16°'5 C. . . . (2). 
The details of the comparison of No. 4086 by Dr. Barnes # with 9 of these 

* The standard No. 3566 omitted by Barnes happens to be so near the mean of the 10 as to make no 
material difference in the result. 
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standards are given in Table VII. (Barnes). The mean of the results may be stated 
as follows : — 

No. 4086 at 21°74 C. = Mean of 10 Pt-Ag ohms - '00054 at 21°'59 C. . (3). 

The coils were also compared about the same time by Mr. Fraser at a lower 
temperature. The value of No. 4086 in terms of the mean deduced from this second 
comparison is : — 

No. 4086 at 14°'8 C. = Mean of 10 Pt-Ag ohms + '00153 at 13°'6 C. . (4). 

The details of this comparison are given in Table VIII. (Barnes). 

If the mean values of the 10 Pt-Ag ohms at 21°'6 and 13°'6 C, respectively, are 
deduced from the certificated value of the mean at 16°'5 C., adopting '000254, the 
value taken by Barnes as the temperature coefficient, we obtain the following values 
for No. 4086 :— 

No. 4086 at 21°'74 C. = 1 '00037 ohms (from standards at 21°'6 C.) . (5). 

14°'8C. =1-00041 „ „ „ 13°'6C.) . (6). 



5? ?? ?? 



These results are evidently inconsistent with the value + "000018 for the tempera- 
ture coefficient of No. 4086. The individual observations, however, are too consistent 
to admit of the supposition of an error of the order of two parts in 10,000 in the 
mean of the comparisons. It seems more likely that the value '000254 assumed for 
the temperature coefficient of the Pt-Ag standards is too small. In any case, if we 
take the mean of the two comparisons, we shall obtain a result which is nearly 
independent of the value assumed for the temperature coefficient. We thus 
obtain : — 

No. 4086 at 18°'4 C. = 1-00039 ohms (Pt-Ag standards at 17°*6 G.) . (7). 

It happens that the temperature 18°*4 C. is precisely that at which the value of 
No. 4086 is required for the comparisons with the mica current-standards. 

(8.) Comparisons at the National Physical Laboratory. 

It appeared practically certain from these comparisons that the value of No. 4086 
had increased since the date of the original certificate by nearly '00060 ohm. For 
further verification No. 4086 was sent over in a box from Montreal to Cambridge, 
and thence to Kew, to be compared with the original standards. Mr. Glazebrook 
very kindly undertook the comparison himself, with the following results : — 



Ju Zi 



76 



PEOFESSOK HUGH L. CALLENDAE ON 



Value of No. 4086 from Observations at the National Physical Laboratory. 



Temperature, j Value from "Flat."* 




These observations give a mean value of 1*00061 ohms at a temperature of 
21°'96 (I, and indicate a temperature coefficient of about '000027 for changes taking 
place in a few days. This result is inconsistent with the value (5) 1*00037 at 
21°*74 C. found by Barn.es, unless we suppose the temperature-coefficient employed 
by Barnes for the Pt-Ag coils to be a little too small, or unless No. 4086 had 
increased in value on its journey from Canada. Mr. Glazebrook was not perfectly 
satisfied with these observations, as the temperature was too high and variable, and 
the difference to be measured on the Pt-Ir bridge-wire, as well as the temperature 
correction of the standards, was rather large. He therefore repeated the observations 
in December, at a lower temperature, under much steadier conditions, with the 
following results :— 



Value of No. 4086 from National Physical Laboratory Standards. 



Date. 



December 


13, 1900 . 


?5 


18 and 19 


5? 


90 

jlj \J * * » 


JJ 


Zi X * « • 


35 


28 . . . 



Temperature. 



12 
13 
11 
12 
10 



1 
2 
3 
1 
3 



Value from 3715. Temperature. Value from "Flat." 



1-00018 
1-00016 
1-00016 
1-00017 
1-00010 



11 
13 
11 

A, A 



9 

5 
1 



1-00020 
1-00018 
1-00015 
1-00015 



The results of these observations give a mean value of 1*00016 at a temperature of 
12°'0 C. This appeared inconsistent with the July observations. It was also much 
lower than the value (6) P0004L at 14°'8 found by Phaser, unless we suppose either 
that the coefficient '000254 applied by Barnes to the platinum-silver coils was too 
small, or that No. 4086 had fallen in value in the interval. 

* "Flat" is one of the original B.A. unit standard coils belonging to the British Association, the 
temperature coefficient of which is taken to be -000277, as determined by Fleming in 1876. 1 ohm is 
assumed to be 1-01358 B.A. unit. No. 3715 is a more recent standard ohm. 
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In order to throw further light on the question, Mr. Glazebrook undertook a 
determination of the temperature-coefficient of No, 4086 by heating it up to 20° C. 
and allowing it to cool slowly, the case being full of oil. Taking only the morning 
observations, which Mr. Glazebrook considers the most reliable, we obtain the 
following mean results on the two days :— 



Temperature- coefficient of No. 4086 at the National Physical Laboratory. 



Date. 
January 4, 1901 . . 


Mean temperature. 


Mean value from 3715. 




17-2 
9-4 


1-00024 
1 • 00005 



These observations give a mean value of 1*00015 at 13°*3 C, which agrees very 
closely with the December comparisons, but is slightly lower, as though the diminu- 
tion of resistance were still in progress. The value of the temperature- coefficient 
deduced is + '000024, which is a very probable value for this kind of manganin for 
temperature changes of 10° in one day. 



(9.) Hysteresis in Manganin Coils. 

From my own experience of the behaviour of manganin, I am inclined to explain 
these discrepancies as follows : — The temperature-coefficient of a manganin coil 
frequently depends to some extent on the past history and on the rate of heating or 
cooling. It may exhibit a kind of lag or hysteresis, the resistance continuing to 
increase gradually for some time after a rise of temperature, so that the value of the 
coefficient found by short-period observations is often smaller than the value which 
applies to changes of long period. Taking the July and December observations at 
the National Physical Laboratory as being correct, we find a long-period temperature- 
coefficient for No. 4086 of +'000047, which is about twice as large as the short- 
period coefficients '000027 and '000024, deduced from the observations from day to 
day. It was for this reason that I discontinued the use of manganin for accurate 
work in platinum thermometry some years ago, preferring to use platinum-silver coils 
annealed at a red heat and compensated for temperature by means of platinum 
similarly annealed. The defect is of a kind that would escape notice except in very 
accurate work over long periods with coils exposed to considerable changes of 
temperature. It also appears to depend on the manner in which the wire has been 
annealed. 

It is worthy of notice, as a confirmation of this view, that a small effect of this 
nature was observed by Harker and Chappuis in their platinum thermometry 
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(' Phil, Trans./ A, 1900, vol. 194, p. 59), though they do not appear to have appre- 
ciated its full significance. In order to reduce the temperature correction, they 
selected a resistance box with manganin coils made by Messrs. Crompton in pre- 
ference to one with platinum-silver coils annealed at a red heat after the pattern 
made by the Cambridge Instrument Company. In attempting to determine the 
temperature-coefficient of their box by raising the temperature for a short period, 
they noticed that the resistances did not return at once to their original values on 
cooling. They also observed a considerable increase of resistance in all the coils, 
which was most rapid at the outset, and which they attributed to the effect of 
recovery from the soldering. We have seen that No. 4086 underwent a similar 
increase of resistance at the outset. Messrs. Harker and Chappuis do not seem to 
have observed the long-period effect of hysteresis, which is more insidious. The 
correction for this cannot be accurately applied, but it appears that it might explain 
some of their errors of observation. 

In order to reconcile the observations of Barnes and Fraser with each other 
and with those of Glazebrook, it is necessary to suppose that the value of the 
temperature coefficient '000254 assumed by Barnes for the McGill Pt-Ag standard 
ohms is a little too small. According to my own experiments with these particular 
standards, in 1893 and 1894, made by heating the coils in a water-bath, the value 
should be '000275. I tested only two of the coils, but it is clear from the agreement 
of the relative differences observed by Barnes and Fraser that the temperature 
coefficients of all the coils are nearly the same. The changes in the relative 
differences observed by them are in no case greater than can be explained by the 
uncertainty of temperature, as the coils were not immersed in a water-bath in their 
comparisons. 

Adopting the value '000275 for the temperature coefficient of the 10 Pt-Ag 
standard ohms, we find the following corrected results in place of (5) and (6), 

Barnes, No. 4086 at 21° e 74 C. = 1*00048 ohms . . . . (8). 
Fraser „ „ ,, 14°*8 C. = T00035 ohms .... (9). 

The difference between these two values gives a temperature coefficient for No. 4086 
of '000020, which agrees with their other results supposing that Fraser ? s obser- 
vations were taken in the basement within a few days of those of Barnes. In 
comparing these results with those of Glazebrook, it must be remembered that 
owing to the solidity of the construction and the perfection of the heating arrange- 
ments in the Physics Building at McGill College, the temperature of the Heat 
Laboratory very rarely fell below 15° in winter (except in a few corners near the 
windows), or rose above 22° in summer. No. 4086 was never exposed at Montreal to 
so great changes of temperature as it experienced in the temporary observing room 
at Kew. The results of the comparisons as regards the absolute values of the 
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current-standards at McGill College are, therefore, deserving of greater weight than 
might be supposed at first sight. 

Taking the mean of the observations of Barnes and Fkaser as fairly applying to 
the mean temperature of the Heat Laboratory at the time, we obtain 

No. 4086 at 18°*4 C. = 1*00042 ohms in terms often McGill standards . (10). 

Taking the long-period coefficient '000047 as appropriate for deducing the value 
of No. 4086 at the same temperature, from Glazerrook's observations we find 

No. 4086 at 18 0, 4 C. ~ : 1*00046 ohms in terms of original B.A. standards (H). 

This agreement is as close as could reasonably be expected, and we may conclude 
that the value of No. 4086 is known from the comparisons to at leasf 1 part 
in 20,000. Adopting the latter value for 4086, we obtain finally for the value of the 
mica current-standards, 

Mica current-standards in parallel at 18°'36 C. = '50037 ohm . . (12). 

Assuming the temperature coefficient '000248 for the mica current-standards, we 
find for the values at 5°, 10°, 15°, and 20°, respectively, 

Values of Mica Current-standards in Parallel. 



Temp. Cent. ..... 5° 10° 15° 20° 

Value '49871 '49933 '49995 '50057 

These values are in practical agreement with those obtained by Barnes from the 
McGill comparisons alone, but he does not make any attempt to explain the apparent 
discrepancies. They are probably correct in terms of the International Standard 
Ohm to 1 part in 20,000,. but the uncertainty of the absolute value of the 
International Ohm itself may amount to 2 or 3 parts in 10,000. If the Board 
of Trade Ohm really exceeds the C.G.S. Ohm by nearly 3 parts in 10,000, according 
to the result of the measurements of Professors Jones and Ayrton with the McGill 
College apparatus, the electrical watts supplied in the calorimeter have been over- 
estimated to that extent, so that the absolute value of the equivalent of the calorie 
in terms of electrical energy as deduced from this investigation would require to 
be reduced by about 1 part in 4,000. 

It should be observed that the absolute values of the current-standards are of 
comparatively little importance for the present investigation, as they do not at all 
affect the question of the variation of the specific heat. I have thought it worth 
while, however, to discuss the question somewhat fully for two reasons. In the first 
place, the comparisons illustrate a possible objection to the use of manganin coils for 
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accurate work, which is not I think sufficiently appreciated. In the second place, it 
is possible that at some future time the absolute values of the electrical standards 
may be more accurately determined, in which case it is desirable that the apparent 
discrepancies in the comparisons of the standards employed in the present investiga- 
tion should be clearly explained, in order that the correction may be suitably applied. 

The above explanation of the discrepancies observed in the comparisons of the 
manganin standard No. 4086, was submitted to Mr. Glazebrook for his approval in 
January, 1901. He considered, however, that the measurements in his possession 
at that time were not conclusive evidence of hysteresis, as four other manganin coils 
of German make, which had been tested at the same time, had shown similar though 
not identical variations. He was himself inclined to explain these irregularities by 
uncertainties of temperature or of temperature-coefficient of the Pt-Ag standards, 
especially at the higher temperature in the July observations. The large value of 
the coefficient '000047 for the manganin coil, deduced from the July and December 
observations, might be explained by supposing that the value of the coefficient 
assumed for the Pt-Ag coils was too large. This, however, would not explain the 
smaller values of the coefficient for the manganin coil deduced from the observations 
from day to day, in which the same value of the Pt-Ag coefficient was assumed. 

In order to settle the question, a further series of comparisons of No. 4086 was 
made in June and July, 1901, at the National Physical Laboratory, which com- 
pletely confirmed the observations made in the previous July, showing that they 
were not merely accidental results due to erratic change of No. 4086 or to uncertainty 
in the temperature conditions prevailing at that time in the observing room. 

As a further test of the possibility of hysteresis theory already advanced, a special 
comparison was made, in which No. 4086 was heated through a small range of 
temperature and allowed to cool slowly, being tested against a manganin standard 
kept at a steady temperature throughout the comparison. This test gave a very 
small coefficient, but the curve representing the observations gave unmistakable 
indications of hysteresis. It was confirmed by a second test, in which No. 4086 was 
cooled, and allowed to warm up slowly. The curve representing the observations in 
this case had the opposite curvature. The two curves combined gave a figure 
similar to one of the familiar cycles of magnetic hysteresis. These effects could not 
be explained as due to a real lag of temperature, since the rate of change of tempe- 
rature was very slow:, and the case was filled with oil in direct contact with the wire 
and also with the thin metal tube on which the wire was wound. With this direct 
evidence of the existence of hysteresis over short periods and small ranges of 
temperature, it becomes easier to admit the possibility of larger variations of long 
period, such as those indicated by the July and December comparisons with the 
platinum- silver standards. 

My assistant, Mr. Eumokfopoulos, is now engaged in testing the conditions of 
existence of the long-period effect, by a differential method designed for the purpose. 
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(C.) Current. 
(10.) The Electrodynamomcter. 

For the absolute measurement of the E.M.F. of the Clark cells employed in this 
investigation in terms of the standard ohm, I proposed to employ an electro- 
dynamometer of the pattern constructed by Latimer Clark for the Electrical 
Committee of the British Association. This instrument is described and figured in 
Maxwell's " Electricity and Magnetism," vol. 2, p. 339. The moment of the 
couple due to the current is measured by means of a bifilar suspension, the constant 
of which is determined by observations of the time of oscillation. It has been 
usual of recent years to prefer the current-weighing method, in which the force due 
to the current is directly balanced by weights, to methods depending on the 
observation of an angular deflection ; but it appeared to me that the British 
Association apparatus, with certain modifications of detail, would escape most of the 
errors generally urged against the deflection method, and that it possessed important 
advantages in other respects. 

The electro-dynamometer in the possession of McGill College, as originally 
constructed by Messrs. N alder, was intended to be an exact duplicate of the 
apparatus in the Cavendish Laboratory at Cambridge. The coils of the Cambridge 
apparatus were wound under the supervision of Maxwell, whose measurements of 
the large coils were assumed by Lord Rayleigh in his determination of the 
electrochemical equivalent of silver. As a preliminary step, the apparatus was set 
up and tested in October, 1894, with the assistance of Mr. R O. King, then a 
fourth-year student. The defects of the electrodynamometer, in its original form, 
were found to be so serious that it was necessary to re-wind the coils, and make 
other extensive alterations. This involved considerable delay, while the necessary 
materials were being obtained and . preparations made ; and the apparatus was 
not set up in its final form until the return of Mr. King from Harvard in 
September, 1897. 

The principal defects of the original apparatus were found to be as follows :— 
(1) The framework of the large coils, and the pulley arrangement for equalising the 
tensions of the bifilar suspension were not sufficiently rigid. It was not possible 
to obtain the desired order of accuracy in the observation of the times of oscillation, 
or in the deflections. (2) The most serious defect was the uncertainty of the 
insulation between adjacent layers of the windings of the coils. This could not be 
directly tested, but was inferred from a comparison of the mean radii of the coils 
determined by electrical methods with the values calculated from the measurements. 
The difference could only be attributed to defective insulation, as the number of 
turns and the measurements were verified by unwinding the coils. The error 
amounted to nearly 1 part in 500 for the large coils (324 turns each), and about 
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1 in 300 for the small coils (576 turns each). The insulation between the coils and 
the metal frame-work was in all cases perfect, as. the channels were lined with 
paraffined paper. The wire itself proved to be very carefully wound, and the 
double silk covering throughout was uninjured. The defects could not be attributed 
to excessive damp, as the winter climate of Montreal is extremely dry, and the 
laboratory was most efficiently heated. Having regard to the perfect condition of 
the wire, it seemed unlikely that absolute security of insulation could be attained 
with silk-covered wire, however carefully wound. 

Owing to the extreme importance of securing perfect insulation, and of being able 
to test the insulation at any time, the small pair of coils were immediately re-wound 
with a double winding of two wires side by side throughout, with paper between 
each layer. They were then boiled in paraffin wax, and the insulation has since 
proved to be practically perfect. At the same time it was decided to re-wind the 
large coils with a double-winding of copper tape, of the same width as the channel, 
insulated with paraffined paper or silk between the layers. But as there was some 
delay in securing the requisite material, the experiment had to be postponed for the 
time. I took advantage of this delay to work out the details of the following 
improvements, which were introduced into the method on resuming the work in 
October, 1897, with Mr. King's assistance. 

(11.) Duplex Scale Reading. 

For greater accuracy in observing the deflections and measuring the scale distance, 
which is generally one of the weakest points in a deflection method, a duplex system 
of reading was adopted. The apparatus was erected on a suitable pier, which had 
been provided for it in a basement room, with copper fittings and heaters, where the 
temperature was very steady and the ground free from vibration. A plane parallel 
mirror, ^ inch thick, and 2 inches in diameter, silvered on both faces, was fitted to 
the suspended coils. A pair of metre scales, accurately divided on plane milk-glass, 
were mounted with suitable adjustments on a rigid frame of copper tubes at a distance 
of 3 metres apart, 150 centims. east and west of the mirror respectively. A 
circulation of water was maintained through the copper tubes. The distance 
between the scales and the thickness of the mirror could be measured with great 
accuracy. The deflections were observed simultaneously from either side with a pair 
of very perfect reading telescopes of 2 inches aperture, and about 2 feet long. 
These were fitted with filar micrometers, and adjusted so that one turn of the 
micrometer screw was very nearly equal to 1 millim. on the scale. The mirror 
and telescopes were specially made by Brasheah for this work. The coils and 
suspension were completely enclosed to screen them from draughts, and observations 
were taken through a pair of thin mica windows. With this arrangement, it was 
optically possible to read with certainty to a fiftieth of a millimetre on a steady 
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deflection of 50 centims. on either side of the zero. This method of reading 
eliminates a number of small uncertainties, and makes it possible to approach an 
order of accuracy of 1 part in 100,000 in the deflection measurements. 

(12.) The Bifilar Suspension. 

In order to minimise the effect of imperfect elasticity, the wires of the suspension 
were made of hard drawn copper of high conductivity, as fine as was consistent with 
constancy of length (safety factor 5), and were rigidly clamped at a distance of 
3*2 centims. apart, after the tensions had been adjusted to equality. The length 
of the suspension was 80 centims., and the effect of torsion of the wires was 
comparatively small. The directive force of the bifilar depended almost entirely on 
gravity, and remained constant to 1 in 20.000 for several months. The effect of 
current heating of the suspension was tested by observing the time of oscillation 
with the working current of *5 ampere flowing in opposite directions in the two 
windings of the small coils, and was found to be less than 1 part in 20,000. 

To determine the moment of inertia, the small coils were fitted with a co-axial 
brass tube about 2*5 centims. in diameter, and 50 centims. long, containing a pair of 
cylindrical inertia weights, 150 grammes each, which could be clamped at the centre 
of the tube, or at the ends. The distance between the weights in their extreme 
position is the most important measurement. This was determined by a very 
accurate pair of steel callipers by Brown and Shakpe, reading to '01 millim., with 
a range of 50 centims. This gave sufficient accuracy for the preliminary measure- 
ments, but it was intended to employ a Whit worth measuring machine for the final 
series. In observing the oscillations, the times of passage were recorded on an electric 
chronograph with a standard clock rated from the observatory. The periods o 
oscillation, with the ends of the weights flush with the ends of the tube, and with 
the weights in contact at the centre of the tube, were 11*5385 and 6*7857 seconds 
respectively, and the observations on different days, when corrected for temperature, 
did not vary by more than two or three in the last figure. 

(13.) Mean Radius of the Large Coils. 

The mean radius of the pair of large coils was determined from the length of the 
copper tape with which they were wound. This method is not satisfactory with soft 
annealed copper wire owing to stretching, but the hard rolled copper tape could be 
wound without any tension, and did not undergo any change of length. This was 
verified by graduating the tape itself on a 50 -foot comparator, the errors of which 
were known ; then winding the coil for trial, and unwinding and measuring the tape 
again, which was found not to have changed in length by more than a tenth of 
a millimetre in each 50 feet. The tape was supported horizontally on the polished 
surface of the comparator, and measured under a tension of 6 kilogs. Young's 
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modulus was determined for each section. The tape was wound on each coil in two 
lengths of 19 turns each, starting at opposite ends of a diameter, with two 
thicknesses of paraffined paper between each turn, so that the insulation could be 
tested with absolute certainty at any time. There were 38 complete turns, and 
nearly 6000 centims. of tape, on each coil. The probable error of the measurement 
was less than 1 millim. on the whole length, i.e., less than 1 part in 100,000. The 
coils could not be boiled in paraffin after winding, as this would subject the tape to 
uncertain strains owing to the contraction of the wax. It was found necessary to 
re-wind the coils two or three times with minor improvements before the insulation 
proved to be perfect. Finally, silk ribbon was adopted in place of paper, 

(14.) Distance between Mean Planes of Large Coils. 

The coils were fitted to the frame at a distance between their mean planes equal to 
the mean radius of either coil. For this purpose, the original frame, which was 
insufficiently rigid, was strengthened with heavy rings of brass turned to fit the 
coils, and carefully tested for non-magnetic quality. The distance between the mean 
planes, though four times less important than the mean radius, must be known 
with considerable accuracy. This was effected by making the coils reversible and 
measuring their thickness. Each coil when in position rested against the points ot 
three screws, which were adjusted to the right distance apart, and clamped in position. 
The distances between the points of opposite screws were measured with the callipers, 
and also the thickness of the coils themselves at the points of contact. The coils 
were connected to their respective terminals by eight pairs of flexible conductors, 
twisted together in pairs so as accurately to compensate, and arranged so that the 
coils could be rapidly removed, reversed and replaced at any moment. This appears 
to be the only satisfactory method of determining the distance between the mean 
planes, as the winding of the coils and the distribution of the current in the tape 
cannot be assumed to be perfectly symmetrical with respect to the channels, 

(15.) Area of the Small Coils, 

The most difficult part of the work was the determination of the area of the small 
coils by comparison with the large coils. A thick brass tube, carrying a delicately 
suspended magnet and mirror at its centre, was rigidly fixed to the framework so as 
to be co-axial with the large coils. The small coils could be mounted co-axially 
on this tube at a mean distance of 30 centims. on either side of the centre. Currents 
were passed in opposite directions through the large coils and small coils in 
parallel, and the resistances of the circuits were adjusted until the magneto- 
meter showed no deflection. The ratio of the resistances was then immediately 
determined in a manner similar to that employed by Lord Rayletgh in measuring 



CONTINUOUS ELECTRIC CALORIMETRY. 85 

the mean radius of the small coil in his current balance. The chief difficulties were 
due to change of resistance of the coils with change of temperature. These changes 
were considerably reduced by employing copper resistances for the adjustment, and 
by arranging the details so as to secure the greatest rapidity of observation. 
Readings were taken in each position with the large and small coils severally 
reversed, and interchanged, and replaced, the complete series each night including 
36 independent readings of the ratio. The distance between the two positions of the 
small coils on either side of the centre is the most important measurement. This 
was determined by two shoulders turned on the thick brass tube, the distance 
between which was measured with the callipers. It was necessary to make all these 
comparisons at night between the hours of 2 and 5 a.m. in order to avoid disturbance 
from the electrical railway, two lines of which passed within about a quarter of a mile 
of the building. The values of the ratio obtained from observations on three different 
nights, when there was no magnetic disturbance and the conditions were otherwise 
satisfactory, showed extreme differences, amounting to nearly 1 part in 5,000. These 
may have been partly due to temperature, as the small coils had been boiled in 
paraffin, which must have affected the expansion. 



(16.) Ratio of the Currents in the Coils, 

In the usual method of employing the electrodynamometer, the same current is 
passed through the large coils and small coils in series. This method has the 
advantage of simplicity, but it is essential, in order to obtain steady deflections and 
secure the maximum accuracy of reading, that there should be no appreciable heating 
of the small coils by the current. The latter condition, however, cannot be satisfied 
if the currents are equal, unless the large coils are wound with very fine wire, which 
is for many reasons objectionable. In the present case, the windings were designed 
to secure approximately equal current heating when the currents are in the ratio of 
1 to 10 in the small and large coils respectively. The ratio of the currents was 
adjusted to this value at each observation by having a standard ohm in series with 
the small coils, and a standard tenth-ohm in series with the large coils. 
The whole arrangement formed a Wheatstone bridge, the balance of which was 
adjusted by means of some copper coils and a high-resistance shunt in series with 
the small coils. The standard coils were of manganin immersed in oil, and the 
ratio remained extremely constant, owing to the equality and smallness of the current 
heating, and the perfection of the insulation. Thus, although the division of the 
current involved an additional adjustment of the ratio of the resistances, no 
appreciable error was thereby introduced, and great advantages were secured by 
the equable distribution of the heat developed, and the steadiness of the observed 
deflections. 
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(17.) Electromotive Force of the Clark Cells. 

The electromotive force of the Clark cells was determined by simultaneous 
observations with the potentiometer of the difference of potential on either of the 
standard manganin resistances while the currents were being measured by the 
eleetrodynamometer. This observation depended to some extent on the accuracy 
of calibration of the potentiometer, but this was repeatedly tested with results 
consistent to 1 part in 50,000. Owing to the great steadiness of the current, 
"chere being no silver voltameter in circuit, the potentiometer readings could 
easily be taken to this order of accuracy. The Clark cells were of the hermetically 
sealed type described in the 'Proceedings of the Royal Society 5 for October, 1897, 
and were kept in a well-stirred water-bath at a constant temperature. 

The results of the first series of observations on the absolute value of the E.M.F. ot 
the Clark cell in terms of the ohm, taken with this apparatus during the spring and 
summer of 1898, were sent in by Mr. R. 0. King as the report of his third years 
work as 1851 Exhibition Scholar. When certain minor corrections are applied for 
the values of the resistance coils and for the higher harmonics in the series repre- 
senting the force between the fixed and suspended coils, the result found for the 
E.M.F. of the Clark cell at 15° C is, 

Clark cell = 1*4334 volts, 

the volt being defined as the potential difference due to a current of one-tenth of a 
C.G.S. unit through a standard ohm. This result was not immediately published, 
because Mr. King hoped to be able to secure an order of agreement higher than 
1 part in 10,000 in the comparison of the small coils with the large coils, which was 
much the most difficult part of the measurements. But it may be questioned 
■whether a higher order of accuracy could reasonably be expected in this determi- 
nation, and although the value above given was not at the time intended to be final, 
T feel that it may be regarded with considerable confidence on account of the high 
order of accuracy of the individual measurements, and the many new devices which 
were introduced into the design of the apparatus. 

The work of setting up the apparatus and taking the observations was performed 
almost exclusively by Mr. King under my supervision, with occasional assistance 
from other students in taking readings. I was able to assist him personally during 
the vacations in some of the more important measurements, such as the graduation 
of the copper tape on the comparator, the first winding of the large coils, and the 
first comparison of the small coils. I also verified the accuracy of most of the 
adjustments, and the perfection of the insulation, and am satisfied that the whole 
work was most carefully and systematically carried out. Mr. King has since left 
McGill College, but I hope that he may yet find time to work out and publish in 
detail the final results of his observations, which should form a valuable contribution 
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to absolute electrical measurement. It should be noticed that the result above 
deduced from the first series of observations by Mr. King agrees with that deduced 
from the observations with the electrical calorimeter by comparison with Rowland 
and with Reynolds and Moorby, namely, 1*4332, within the limits of probable error 
of the several methods.'*' 

Part III. — Thermometry. 

(18.) The Compensated Resistance Box. 

Nearly all the temperature measurements in this investigation were made with a 
special form of resistance box, which contains some devices which have not as yet 
been adopted in any other instrument of its class, or described in any scientific 
periodical. The most important feature in its construction was the system adopted 
for compensating the resistances to eliminate the effect of change of temperature. In 
the usual form of box the temperature of the coils is taken by means of a mercury 
thermometer, and the correction for change of temperature applied from a knowledge 
of the temperature-coefficient. The principal objection to this method is that the 
mercury thermometer cannot follow the temperature changes of the coils with 
sufficient exactness, and that the temperature is generally far from uniform through- 
out the box. In the method of compensation which I patented in 1887 (Complete 
Specification No. 14,509) the temperature correction is automatically eliminated by 
combining with each of the resistance coils proper, which are made of platinum- 
silver or some other alloy possessing a small temperature-coefficient, a compensating 
coil of copper or platinum having a large coefficient. The resistance of the compen- 
sating coil is adjusted so that its change of resistance per degree is equal to that of 
the coil it is intended to compensate, while its actual resistance at any temperature 
is much smaller, the ratio of the resistances being inversely as the temperature- 
coefficients. Each compensator is placed in the box in close proximity to the coil it 
is intended to compensate, so as to be always at the same temperature, but coil and 
compensator are connected on opposite sides of the bridge-wire, so that the balance 
depends only on their difference, which remains constant for any change of tempera- 
ture, provided that the adjustment has been properly effected. The advantage of the 
method lies in the fact that this adjustment can be made with extreme accuracy, by 
testing coil and compensator together over the required range of temperature before 
they are connected in their places in the box. But the method has not come into 
general use, partly on account of the labour involved in the adjustment of the coils, 
and also in part owing to the discovery shortly afterwards of manganin and other 
alloys of small temperature-coefficient, which are fairly satisfactory for ordinary work 
though inferior, in my opinion, to the compensation method for work of precision 
The objections to manganin, for instance, are— (1) That it cannot be perfectly 

* The details of the construction and comparison of the Clark and cadmium cells employed are 
sufficiently described in the ' Proc. Roy. Soc.,' 1897, vol. 62, p. 117, and by Dr. Barnes, Section 3a, p. 159. 
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annealed after winding, and that its resistance is consequently liable to change for 
some time. (2) That the temperature-coefficients of different specimens are often 
different, and vary for different sizes according to the method of annealing, so that it 
is desirable to test the temperature-coefficient of each coil in the box, and to apply 
the corrections separately in the most accurate work. (3) That the temperature 
correction cannot be satisfactorily applied, as there is generally some hysteresis in the 
change of resistance with temperature, and the values of the resistances depend to 
some extent on previously existing conditions of temperature. (4) That it cannot be 
hard soldered without burning, and that soft solder connections to manganin are 
frequently found to be defective, unless they have been most carefully made, 
(5) That it is liable to corrosion if exposed to damp or gas fumes, although the usual 
coating of shellac is sufficient protection in most cases. These defects have been 
noted by other observers, notably by Harkee, and Chappuis, who employed a box 
with manganin coils in their recent comparison of the platinum and gas-thermometers 
The majority of other alloys of this class are inferior to manganin in constancy; they 
are also frequently objectionable (e.g., " constantan ") on account of their great 
thermoelectric power, which produces inconvenient disturbances if the temperature ot 
the box is not uniform. The advantage of platinum-silver lies in the perfection with 
which it may be annealed, and in the absence of lag or change when properly 
annealed. 

If uncompensated coils of platinum-silver are used, it is necessary to keep them in 
an oil-bath to secure sufficient certainty of temperature. It is also desirable to 
employ a thermostat for regulating the temperature of the oil-bath, and a stirrer for 
keeping the temperature uniform throughout. This adds considerably to the cumber- 
someness and expense of the apparatus, and to the difficulty of using it. It is really 
simpler in the end to use compensated coils, as the individual temperature-coefficients 
of the coils must otherwise be determined and corrected separately, at least for work 
of the highest accuracy. 

The first apparatus constructed on this principle was made in 1887, shortly before 
applying for the patent, and was figured in the specification. All the parts of this 
apparatus were made interchangeable in pairs, by an extension of the Oakey-Foster 
principle, with a view to facilitate testing and calibration. There were two exactly 
similar bridge-wires, each a metre long, and three pairs of compensated coils, which 
could be inserted singly or in series, with resistances on the binary scale equal to 1,2, 
and 4 times that of either bridge-wire. The platinum-thermometers were also made 
in pairs, after the pattern described and figured in the 'Phil. Trans./ A, 1890, but 
were generally contained in separate tubes, which greatly facilitated construction, 
and permitted them to be used differentially by a simple change in the connections of 
the bridge. In the instrument used for the boiling-point of sulphur (loc. cit.) it was 
necessary to have both thermometers in the same tube. This construction was also 
adopted in 1887 for comparison coils in which it was necessary that both wires should 
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be accurately at the same mean temperature. The necessary changes of connection 
were effected by means of mercury cups and thick copper connectors, similar to those 
employed for standard resistance coils. The mercury cups were made by boring 
suitable holes in a flat plate of ebonite, to the under side of which thick copper plates 
were screwed, the joint being made mercury tight with a thin sheet of rubber. 

The apparatus above referred to was first used for some determinations of the 
linear expansion of standard yards at the Standards' Office in 1887. It was subse- 
quently employed by Dr. A. S. Lea, F.K.S., and Dr. W. H. Gaskell, F.R.S., and 
later by Dr. Rolleston, in some physiological experiments on the heat produced in 
muscle and nerve by electrical and other stimuli. For this purpose a very delicate 
pair of differential thermometers were constructed of *001-inch wire wound on mica, 
weighing a few milligrammes each, and sensitive to the ten-thousandth of a degree C 
One of these thermometers was described and figured in the specification (No. 14,509, 
1887). This apparatus is still in the possession of the Physiological Laboratory, 
Cambridge. 

The chief defect of the original form of apparatus was the uncertainty of the 
temperature correction of the platinum-silver bridge-wire owing to its length. In 
making a new form of apparatus in October, 1890, bridge-wires of manganin 
were employed, annealed at a red heat in coal gas. The pair of bridge-wires could be 
very accurately calibrated throughout their length by the Carey-Foster method, but 
owing to the trouble of determining and applying the bridge-wire correction, it was 
eventually decided to use a bridge-wire of low resistance in conjunction with a larger 
number of resistance coils. It also proved to be unnecessary in practice to make all 
the coils interchangeable in pairs, provided, that the ratio coils were tested for equality 
of temperature-coefficient. In this case, it was sufficient to calibrate the bridge-wire 
and resistances by a method of substitution, which was much simpler than the 
Carey-Foster method. Apparatus constructed on this principle was described in the 
6 Phil. Mag./ July, 1891, and figured in the patent specification (No. 5342, 1891). As 
the resistance coils were no longer required to be interchanged, they were permanently 
connected to the copper plates in a single box instead of being connected to copper 
rods in separate boxes like standard coils. The mercury cups, however, were still 
retained, in preference to plugs for short circuiting the resistance coils in accurate 
work, and were constructed precisely as originally described. The simplification 
consisted in connecting the resistance coils permanently in series, and using simple 
bridges of thick copper connected in pairs for short-circuiting each resistance coil 
and its compensator simultaneously. 

The particular resistance box employed in this investigation is shown in the 
accompanying fig. 2. It was made to my designs by the Instrument Company, 
Cambridge, at the beginning of 1893, but I had personally to undertake the delicate 
work of compensating and adjusting the resistance coils. It contained 9 resistance 
coils, A, B, C, D, &c, on the binary scale, ranging from 25 GO to 10 units, constructed 
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of platinum-silver annealed at a red heat, and compensated with similarly annealed 
platinum. The box measured 15" X 6'5 /; X 3' 5". The bridge-wire was of platinum- 
silver, nearly 34 centims. long, but only 5 centims. on either side of the middle 
were actually used in the measurements. The scale was of brass, divided by 
Troughton and Simms to half millimetres, with a vernier reading to a hundredth of 
a millimetre. To secure this order of accuracy in the readings, the contact piece, 
consisting of a short length of the same platinum-silver wire with a nearly sharp 
edge, was rigidly fixed to the sliding piece carrying the vernier. The bridge-wire 
was stretched at such a height as to clear the contact edge by about *01 inch, and 
contact was effected by pressing down the bridge-wire on to the contact wire by 
means of an india-rubber finger. This finger was provided with a screw adjustment, 
so that the contact could be set and held at any desired point. To keep the tension 



u A n 



es6o 



QCOD 
® 




c 





D 



320 




J™.. 







160 









- 80 







PC 



<M> 



& 







o 




"VTi*. 



>) 



A 

£560 



V 



v->- 



0- 

B 



IE80 






C i 



640 



COMPENSATING COILS 



T 
I 



RESISTANCE COILS 



Cm Lm 



^±~s ^Jror: o <o cp \* (*■ Jf -f y *> 

iiiliuin^ifitliihlM^ift^wtrtrW 



© 



<D 




D E F 

„ 40 320 160 B0 

^;:;v.,.@::*^.®.C::v;.^ 



e 
C 

40 




e 

n 



eo 





I 



10 





i 



P TC 




^?-v 




vo CO s^ Qi m 

iii.ilii.iiVni LiIuhJu 



^^.6 19 CO N <" Ul p V- 

- - iJ.mtu.Jlil.l.,..L 1 .J,,^l^.tH'il„^)i,,AliiiJi.ij.i,A,J ) ^ H liJitl|ial.ii | Liuluu 

it I 




Fig. 2. Compensated Resistance Box. 



of the bridge-wire constant, which is most important in accurate work, the wire was 
stretched between parallel bars of brass and iron in an intermediate position corre- 
sponding approximately to its coefficient of expansion. Connection was made to the 
galvanometer through a similar wire stretched parallel to the bridge-wire, in order to 
eliminate thermal effects at the sliding contact. All the connecting wires throughout 
the box were accurately paired and compensated, and the thermometer connections 
were made by means of mercury cups at PP' CC. Screw terminals were used in the 
galvanometer and battery circuits only, where changes of resistance are immaterial. 
The ratio coils were adjusted to equality by the method of interchanging, and were 
tested and compensated for equality of temperature- coefficient before being fixed in 
their places in the box. They were not wound up together, as is usual in apparatus 
of this class, but were merely fixed side by side, as it is most important to secure the 
most perfect insulation of the ratio coils for delicate differential work. 
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The box was originally intended for working chiefly with thermometers of pure 
platinum having a zero resistance equal to the largest coil, i.e., 2560 box-units, and a 
fundamental interval of 1000 box-units, or nearly 10 ohms. This gave a very 
convenient scale of 10 centirns. of the bridge- wire to the degree, and made it possible 
to take readings to the ten-thousandth part of a degree. Thermometers of double 
the resistance, having a scale of 20 centirns. to the degree, were employed for some 
differential work, e.g., for demonstrating the lowering of the melting point of ice due 
to one atmosphere of pressure ('0075° C.) at the May Soirde of the Royal Society in 
1893, where this box was first exhibited. But for ordinary temperature measure- 
ments, unless the insulation were extremely perfect, it was found that very little 
could be gained in point of accuracy by going beyond 10 ohms for the fundamental 
interval. For the boiling-point of sulphur, a fundamental interval of 5 ohms was 
found to be preferable ; and 1 or 2 ohms for higher temperatures where the insulation 
was necessarily less perfect and the conditions less steady. As the portion of the 
bridge- wire actually utilised never exceeded 5 centirns., and averaged only 2*5 centirns., 
or J- of a degree, it was seldom necessary to take any account of the calibration 
correction of the bridge-wire, the errors of which proved to be less than one part in 
500, or one two-thousandth part of a degree, without correction. In the best 
mercury thermometers it is unusual to calibrate closer than 2° intervals, and the 
corrections are necessarily uncertain to two or three thousandths, even if the inter- 
polation formulae can be trusted to one part in a thousand, which is very doubtful. It 
is easy to see how great is the advantage of the platinum-thermometer in point of 
ease and accuracy of calibration. 

The comparison of the 9 coils of the resistance box, which were arranged on the 
binary scale, could be carried out and the relative values calculated in less than an 
hour. The peculiar advantages of the binary scale for this purpose are frequently 
misunderstood or misrepresented. The most important of these advantages are : 
(1) That a given resistance can be represented only by one particular combination of 
coils, so that there can never be any doubt as to which combination was employed 
for any given reading ; (2) That the least possible number of separate coils are 
required, and that the complete calibration requires the least possible number ol 
readings, and caia be effected in the least possible time. It is often urged as an 
advantage of less simple and symmetrical arrangements, that each resistance can be 
made up in a great variety of ways, which act as checks in case of doubt ; and that 
the relative values of the coils can be compared in a number of different combinations, 
so that several equations can be obtained for evaluating each resistance. This is, no 
doubt, an advantage in cases where the accuracy of calibration depends on micrometric 
estimation, as in calibrating a mercury-thermometer. But, if a good galvanometer is 
available, the accuracy of comparison of resistances is not limited in this way. We 
may, therefore, fairly consider the disadvantage of the excessive expenditure of time 
in the observations and calculations ; moreover, the risk of error due to changes of 
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condition or temperature, which is the really important point to be considered in 
work of this kind, is increased by the greater complexity and want of symmetry of 
the system of comparison. Examples of the calibration of this box on the binary 
method are given by Barnes, p. 187. 

(19.) Heating of the Thermometers by the Measuring Current 

It is generally assumed in the construction and use of apparatus for comparing 
standard resistance coils, that the conditions of greatest sensitiveness are obtained 
when the resistance of the ratio arms is equal to that of the resistances to be 
compared. This, however, is certainly not the case in platinum-thermometry, and 
seldom in other cases, unless the heating of the resistances by the measuring current 
can be safely neglected. In platinum-thermometry the heating of the thermometer 
by the current is the limiting consideration which determines the amount of power 
available for the test. For a given rise of temperature with a given thermometer 
the current must not exceed a certain value, e.g,> about a hundredth of an ampere 
for a rise of temperature of a hundredth of a degree, with an average platinum- 
thermometer of -006" wire (' Phil. Trans./ A, 1887, p. 184). With this limiting 
condition it is easy to see (1) that if the ratio coils are in parallel with the 
thermometer, the sensitiveness is doubled by making the ratio coils very small ; 
(2) that if the ratio coils are in series with the thermometer, the sensitiveness is 
doubled by making the ratio coils as large as possible. In every case it is necessary, 
in order to secure accurate compensation for the variation of the leads, that the ratio 
coils should be equal, and that the bridge-wire should be inserted in the circuit 
between the thermometer and the adjustable balancing coils. The arrangement (2) 
with the ratio coils in series with the thermometer, involves leading the battery 
current in through the bridge-wire sliding contact, which is generally unadvisable on 
account of possible disturbance produced by variation of resistance at the contact, or 
by breaking the circuit to readjust. The first arrangement is therefore generally 
adopted, and some advantage is gained in this case by making the resistance of the 
ratio coils considerably smaller than that of the thermometers, provided that they 
are not made so small as to be appreciably heated when the working current is 
passed through the thermometer. In this particular box the ratio coils had a 
resistance of 6*4 ohms, or about a quarter of the normal thermometer at 0° C. 
They were each constructed of two '008" platinum-silver wires in parallel, and 
adjusted for equality of temperature-coefficient. With a working current of '002 
ampere through a 25*6 ohm. thermometer constructed of *004" wire, the heating 
effect in the thermometer would be nearly a thousandth of a degree, and the current 
through the ratio coils would be nearly one-hundredth of an ampere, which would 
not produce any material rise of temperature, 



CONTINUOUS ELECTRIC CALORIMETRY. 93 

In differential work it is seldom necessary to take any account of current heating 
of the thermometers, unless the difference of temperature is considerable, or the 
thermometers are very differently situated. With a single thermometer, it is 
desirable to measure the heating effect occasionally, especially if a galvanometer of 
suitable sensibility is not available, or an excessive current is employed for any other 
reason. The simplest method of determining the rise of temperature due to the 
current in any case is to use two similar cells of low resistance, preferably storage 
cells, which can be connected in series or parallel by changing a switch. The normal 
measurements are effected with the cells in parallel. On putting the cells in series, 
the current through the thermometer is very nearly doubled, and the heating effect 
is nearly quadrupled, provided that it is small. The correction for current heating is 
obtained by subtracting from the first reading one-third of the difference between the 
two readings. I have used this method in all accurate work for the last ten years, 
and it appears to be worth recording, as there is some conflict of opinion with regard 
to the proper method of procedure. Barker and Chappuis measured the heating 
effect of the current on one of their thermometers at 0° C, and, assuming that the 
effect would vary as the watts expended on the coil, they adjusted the external 
resistance in the battery circuit so as to give always the same watts in the coil at 
different temperatures. This is not quite correct, since the cooling effect of 
conduction and convection- currents of air in the tube increases nearly in proportion 
to the absolute temperature. The effect of radiation also becomes important at high 
temperatures, and the cooling is then more rapid. If, therefore, the watts are kept 
constant, the heating effect will diminish as the temperature rises, and a small 
systematic error will be produced. Assuming that the rate of cooling increases as 
the absolute temperature 0, and that the watts are kept constant, the heating effect 
at any temperature 9 is 27Sk/0, where h is the heating effect in degrees of 
temperature at 0° C. It is easy to see that the corresponding systematic error in the 
temperature t on the centigrade scale, would be approximately ht(t— 100)/373(£+273). 
In the case described by Barker and Chappuis (' Phil. Trans./ A, 1900, p. 62), the 
heating at 0° C. was '014° C. The systematic error at 50° C. would be only '0003°, 
and at 445° G. only '008°. 

A better rule is to keep the current through the thermometer constant. In this 
case the heating effect is nearly constant, since the resistance of the thermometer 
increases very nearly as fast as the rate of cooling, i.e., a little faster than the 
absolute temperature. In this case it is evident that the error would be negligible, 
even if the heating effect at 0° C. were as large as a hundredth of a degree. In any 
case, provided that a galvanometer of suitable sensibility is used, the error due to the 
heating effect will be practically negligible, even if no account is taken of it, i.e., if 
the resistance in the external battery circuit is kept constant. It is assumed, of 
course, that the current is kept flowing through the thermometer continuously, so 
that the heating effect is steady. Some writers have advised keeping the circuit 
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closed for the shortest possible time. This method should never be used in accurate 
work. Other writers have apparently found more serious difficulties, and appear to 
have considered that the heating effect was fatal to accurate work. This view has 
arisen merely from the use of unsuitable apparatus or faulty arrangements. 



(20.) Ice-point Apparatus . 

In accurate work the heating effect should never exceed a hundredth of a degree, 
and the correction can be readily applied if required, in case the current through the 
thermometer is not kept constant. It is possible, however, to obtain consistent 
results, even if the heating effect amounts to several tenths of a degree, provided 

that the conditions are steady, and that the heat gener- 
ated is not allowed to accumulate. This condition is 
generally satisfied in a bath of saturated steam or vapour, 
or in a well-stirred bath of liquid, but not at the freezing 
or melting point of a bad conductor. Errors due to 
variation of the heating effect are most common in 
observing the ice-point. The density of the water at 
this point is nearly constant, so that the convection 
currents are feeble, and the thermometer, if the current 
is excessive, or if there is considerable conduction of heat 
along the stem, as in the case of thick porcelain tubes, 
may become surrounded by a layer of water at a 
temperature appreciably above the freezing-point. Some 
advantage is gained in this case by employing a stirrer 
to make the water circulate vigorously through the ice. 
For this purpose I devised the following apparatus, 
which proved very useful for investigating the heating 
effects of large currents at the freezing-point, where 
accurate results could not be obtained by merely sur- 
rounding the thermometer with ice. The apparatus 
consists of two concentric cylindrical vessels. The ther- 
mometers are placed in the inner vessel. The whole 
apparatus is filled with melting ice, with enough water 
from previously melted ice to fill up the interspaces. 
The bottom and top of the inner vessel are fitted with 
gauze strainers to prevent circulation of the ice. The 
water is caused to circulate through the ice by means of a centrifugal stirrer below 
the middle of the inner vessel, worked by a shaft passing up through the centre of 
the apparatus. The thermometers should be deeply immersed, if they have thick 
tubes, or copper or silver leads, in order to minimise the effect of conduction along 







Fig. 3. Ice-point Apparatus. 

A, gauze-covered apertures ; 
B, outer vessel; C, inner 
vessel ; D, shaft of stirrer ; 
E, gauze strainer; F, lagg- 
ing ; G, thermometer ; H, ice ; 
J, stirrer blades. 



CONTINUOUS ELECTRIC CALORIMETER. 



95 



the stem. It is probable that a similar method would give the most accurate 
results in all cases, but if the current heating is small its variation may generally 
be neglected, so that no special apparatus is required. 

(21.) Insulation of Thermometers. 

Defective insulation due to moisture condensed in the tubes is sometimes a source 
of error in accurate work at the ice-point with thermometers of high resistance, 
if the tubes are not sealed. To avoid this, the instruments may be fitted with a 
small inner tube leading to the bottom, through which dry air may be forced 
occasionally. A better plan, which I first adopted in 1893, for accurate work at 
low temperatures, is to seal the platinum leads through the glass so that the whole 
thermometer is air-tight. In this case the platinum leads may conveniently 
terminate in glass cups, and may be connected to the external leads by mercury or by 
fusible alloy, # as indicated in fig. 4. If the tubes are made of lead-glass, there is no 
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Fig. 4. Hermetically-sealed Thermometers. 
B, brass tube ; C, compensator ; D, plaster of Paris ; G, glass tube ; M, mica discs ; P, pyrometer leads. 

difficulty in fusing the four leads through the tube. The joint will even stand 
sudden exposure to high-pressure steam without cracking, if properly annealed. All 
the thermometers employed in my experiments on the temperatures of steam in the 
cylinder of a steam-engine ('Proc. Inst. C.E./ November, 1897), were made in this 
manner in order to make the joint perfectly steam-tight at high pressures. The 
method cannot be applied to porcelain tube pyrometers, but in this case the employ- 
ment of a high resistance is out of the question for other reasons. I recommended 
hermetic sealing for the Kew thermometers (' Nature/ October, 1895), but it was 
not adopted, as the instruments were of low resistance, intended primarily for high 
temperature work. With such an instrument it is easy, as the recent report of 
the Kew Observatory shows (' Proc. Roy. Soc./ November, 1900), to obtain an order 
of accuracy of a hundredth of a degree on the fundamental interval, which is all 
that is required for work at high temperatures ; but it would be unreasonable to 
expect to be able to work to the thousandth of a degree, except under the best 
conditions, with the most perfect apparatus and the most skilful observers. 

* I originally employed common solder, but the fusible alloy, first suggested by Griffiths, appears to 
make a good connection and is more easily managed, though it could not be used in the steam-engine 
experiments. 
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(22.) Differential Measurements. 

The only thermometric measurement requiring the highest accuracy in the present 
investigation was the difference of temperature between the inflowing and outflowing 
water at the two ends of the calorimeter. As this difference was obtained by a 
single reading of a pair of differential thermometers, all the minor errors and 
corrections were practically eliminated. Further, as there was no particular 
advantage to be gained by observing the fundamental interval with greater pro- 
portionate accuracy than the differential measurement, many special precautions, 
such as measuring the current heating, or keeping the current constant, were 
rendered superfluous. For the same reason it was unnecessary to secure the highest 
possible accuracy in the comparison of the coils of the box (as only a few of the 
smallest were used for the differential measurement), and no attempt was made to 
keep the temperature of the box approximately constant (to minimise possible errors 
due to imperfect compensation, or variation of temperature), although such pre- 
cautions would naturally be adopted in many other investigations. It was sufficient 
to make sure that the vernier was correctly set and read, and that the sensitiveness 
of the galvanometer was suitable for the differential measurement. 

The galvanometer employed in this investigation was specially made for the work 
by Messrs. N alder Bros., to my order, in 1896. It was an astatic instrument, 
with four small coils of 5 ohms each. It had a fairly small and light magnet system, 
and a light plane mirror about 4 millims. in diameter, and was fitted with a long 
silk suspension, and a symmetrical system of control magnets above and below. 
The suspension might have been more delicate, and the magnet and mirror system 
lighter, with a smaller moment of inertia, but as the sensitiveness proved to be 
ample for the purpose, no alterations -were made. The most important point for our 
work was the astaticism of the magnets. It was quite impossible to work with a 
sensitive non-astatic galvanometer owing to disturbance from the electric railway. 
But the astatic instruments, if properly adjusted, were very little affected. It was 
necessary to keep the time of swing short to secure sufficient rapidity of observation, 
but even with this restriction there was no difficulty in adjusting the galvanometer 
to give a deflection of four or five scale-divisions for a thousandth of a degree with a 
current of about one two-hundredth of an ampere through the thermometers. The 
deflections were observed with a microscope carrying a fine scale and a micrometer 
eye-piece. No attempt was made to adjust the contact to the exact balance point. 
It was merely set to the nearest millimetre division of the bridge- wire, and the 
galvanometer deflection observed on reversing the battery current. The exact 
balance reading could be easily calculated from this by observing the deflection per 
millimetre of the bridge-wire, which remained fairly constant. The mean temperature 
difference was worked out to the ten-thousandth of a degree. It appears probable 
from the observations that the error very rarely amounted to as much as one two- 
thousandth of 1° on a rise of temperature of 8° e 
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(23.) Reduction of Results to the Hydrogen Scale. 

A most important factor in the variation of the specific heat of water, as Rowland 
was the first to point out, is the correction to the absolute scale of the readings of the 
particular thermometer employed in the research. In the present case, the tempera- 
ture observations were taken with platinum-thermometers of standard wire, and were 
approximately reduced to the absolute scale by the difference-formula, 

t — pt = dt (*— 100)/10,000 (1). 

The recent observations of Messrs. Harker and Chappuis (' Phil. Trans./ A, 
1900) with a constant-volume nitrogen thermometer have confirmed my conclusion 
that a formula of this type represents the deviation of the platinum-thermometer 
from the absolute scale within the limits of error of observation over the range 0° 
to 600° C. A similar conclusion follows from the comparison by Griffiths (' Phil. 
Trans./ 1893) and by Waidner and Mallory (' Phil. Mag./ July, 1899) of mercury- 
thermometers standardized at the International Bureau with platinum-thermometers 
from 0° to 25°, and from 0° to 50°. 

The value of the difference-coefficient d in this formula was assumed to be 1*50 
from the mean of a number of observations taken at different times with different 
samples of the wire. The thermometers themselves were not directly tested, as the 
variation of the difference-coefficient for different specimens of the pure wire is in 
nearly all cases less than the probable error of a single determination. The 
particular sample of wire employed for thermometers E, on which most of the 
results depend, was tested by Mr. Tory (' Phil. Mag./ 1900) by comparison with the 
original standard wire from which it was drawn, and found to be identical. 

The limits of variation of the difference-coefficient for pure platinum wire, as 
tested by competent observers, assuming the normal boiling-point of sulphur to be 
444°*53 C, on the scale of the constant-pressure air-thermometer, is only 1*49 to 
1*51. The greater part of this variation is probably due to errors of observation 
and differences of annealing. A variation of 0'01 in the value of d would affect 
the specific heat of water by only 1 part in 10,000 at 0° or at 100° C, and by much 
less at intermediate points of the range. If we had assumed the boiling-point of 
sulphur to be 445°'27 C., # as found by Harker and Chappuis with a constant- 
volume nitrogen-thermometer, the value of d would have to be increased to 1*54, 
which would increase the values of the specific heat of water by only 4 parts in 
10,000 at 0° C, and by 2 in 10,000 at 25° C. The difference in the above values of 
the boiling-point of sulphur may possibly be explained as due to a real difference in 

* Chappuis has recently ('Phil. Mag./ 1902) accepted the results of Holborn and Day for the 
expansion of Berlin porcelain, which reduce his value for the boiling-point of sulphur to 444° # 7 C. — Added 
March 11, 1902. 
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the scales of the constant- volume and constant-pressure thermometers, as we have little 
direct experimental knowledge of the relation of the scales at these temperatures. 
It may be equally due to systematic differences of reduction of the observations, 
as for Instance in the application of the correction for the expansion of the 
envelope of the gas-thermometer. The correction applied by Chappuis, # obtained by 
extrapolation of a formula deduced from observations over the range 0° to 100° 0., 
is much larger than similar corrections found by Callendar and Bedford for hard 
glass and porcelain from observations over the range 0° to 600° O. The lower value 
of the boiling-point of sulphur obtained by Callendar and Griffiths in 1890 
was, confirmed by Callendar with a different instrument In 1893, and later by 
Ecjmorfopoulos. Since the uncertainty of the correction for the expansion of the 
envelope is so great (Callendar, 'Phil. Mag./ December, 1899), It was decided to 
adopt the older value, which has been in use for 10 years, rather than to attempt 
a special correction based on the probable scale difference of the constant-pressure 
and constant-volume thermometers. 

The uncertainty of this correction is mainly due to the difficulties of gas 
thermometry . The scale of a platinum-thermometer constructed of pure wire is 
so easily and so accurately reproducible, that it appears practically certain, as I have 
already explained at some length in a previous paper ( c Phil. Mag,/ December, 1899), 
that it would afford a more convenient standard of reference than the hydrogen 
thermometer for scientific purposes. By employing a standard difference-formula, 
such as (1) for reduction of platinum temperatures to the absolute scale, we should 
obtain results in sufficiently close agreement with the thermodynamical scale for all 
practical purposes, and we should be saved the trouble and confusion incidental to 
small uncertain corrections. From this point of view it would be more scientific to 
omit any further reduction to the hydrogen scale, but it may be of interest to 
indicate the nature and the probable magnitude of the correction. 

Since the parabolic difference-formula (1) was established and verified by means of 
observations with air- or nitrogen- thermometers, It would be most natural to assume 
that the scale obtained by Its application coincided very closely with that of the 
nitrogen-thermometer, and to reduce the results to the hydrogen scale by the 
application of the table of corrections given by Cetappuis, deduced from the 
following formula for the difference, 

t n — £ A = « (« — 100) (+ 6-318 + e 00889£ — <001323£ 2 ) X KT 6 . . (2). 

This formula has been applied to our results by Griffiths ( c Thermal Measurement 
of Energy/ Cambridge, 1901), who gives a table of the corrected values. But there 

* Chappuis has recently ('Phil. Mag.,' 1902) accepted the results of Holborn and Day for the 
expansion of Berlin porcelain, which reduce his value for the boiling-point of sulphur to 444°*7 G.— Added 
March 11, 1902. 
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are some objections to be considered. Chappuis' formula (2) refers to the constant- 
volume nitrogen-thermometer at 100 centims. of mercury initial pressure, whereas 
the difference-formula (1) was obtained with a constant-pressure air-thermometer at 
76 centims. pressure. Moreover, formula (2) makes the difference negative between 
73° and 100°, as shown, in the second column of Table IV., so that the correction to 
the specific heat would change from —2 in 10,000 at 80° to +6 in 10,000 at 100°. 
The negative differences are of the same order as the probable errors of the 
observations. Chappuis himself considered them to be impossible, and gave a 
revised formula for the mean coefficient of expansion of nitrogen, from which the 
"corrected" values in the third column have been calculated. He has since recal- 
culated the values on a slightly different assumption, namely that the pressure- 
coefficient (dp/dt)/p () of nitrogen at an initial pressure p = 100 centims., reaches a 
minimum value "0036738 at 80° C, and then remains constant at all higher tempera- 
tures. Taking the fundamental coefficient (0° — 100°) as being '00367466, the 
difference of the scales above 100° C. would be linear, and would amount to *023° per 
100°. The effect of this assumption between 0° and 100° does not differ materially 
from M. Chappuis' first " corrected " results. 

It is interesting to compare Chappuis' results with those calculated from the 

ox 

observations of Joule and Thomson. In order to represent the results of these 
observers more accurately, especially in the case of hydrogen, I have added a term 6 to 
their formula, to represent the " co- volume," as in the later equations of Hirn and 
Van der Waals. The equation of Joule and Thomson then becomes 

v - 6 = R0/p - A/0 3 , . . . (3) 

which is practically equivalent for moderate pressures to the formula devised by 
Clausius to represent the divergences of CO s from Van der Waals ? formula. The 
differences calculated from this formula for nitrogen and hydrogen at constant-volume 
and 100 centims. initial pressure, are of the same order of magnitude, but not quite 
so large, as the " corrected " differences of Chappuis. On the whole the agreement 
appears very satisfactory. It would have been still closer if the nitrogen- differences 
observed by Chappuis in the second series of his observations between 0° and 25° 
had not been raised by '007° in order to make the curve pass through the zero point. 
(See Callendar, ' Proc. Phys. Soc./ March, 1902, where the subject is more fully 
discussed.) It should be remarked, on the other hand, that the observations of 
Joule and Thomson can be represented well within the limits of experimental error 
by the formula of Van der Waals. According to the latter formula the pressure at 
constant-volume is a linear function of the temperature, and the differences between 
the scales of all constant-volume thermometers should be identically zero. The 
evidence of the experiments of Joule and Thomson taken alone is therefore incon- 
clusive, but it may be stated that the observations of Amagat, Witkowski, and 
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others on the compressibility of gases over considerable ranges of temperature and 
pressure, indicate a real difference between the scales, similar to that calculated from 
the observations of Joule and Thomson by the modified equation (8). 

The differences between the nitrogen and hydrogen scales at a constant pressure of 
1 atmosphere calculated from the observations of Joule and Thomson by the same 
equation are given in the same table, In each case the difference between the 
hydrogen scale, t h and the absolute scale, 0, is added. In the case of the constant- 
pressure thermometer the correction is larger than at constant-volume, but there is 
less uncertainty in its value, as the results calculated by different formulae (e.g., Van 
der Waals and Clausius) are very nearly the same, 



Table IV.— Difference between Scales of Nitrogen and Hydrogen Gas- 
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In order to reduce the value of the specific heat of water expressed in terms of any 
scale of temperature t f to the corresponding value expressed in terms of any other 
scale of temperature t f> \ it is only necessary to multiply by the factor dt f jdf . This 
factor is readily obtained if the formula giving the relation between t f and f is 
known. For instance, in order to reduce from the platinum scale by means of the 
difference-formula, we obtain at once by differentiation of the formula the factor 



dpt/dt = 1 + (100 — 2«)cZ/10,000 



(4). 



Since the specific heat of water varies so little from unity, the correction to be 
added at any point may be taken as being practically equal to the excess of the 
correction factor above unity. The corrections from the nitrogen to the hydrogen 
scale, obtained by differentiation from the table of differences above, are very uncer- 
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tain, and are for this reason given only to the nearest part in 10,000. The platinum- 
scale correction is given for comparison in the last line of the table. 



Table V. — -Corrections (Parts in 10,000) to be added to reduce the Value of the 
Specific Heat of Water from *the Nitrogen to the Hydrogen Scale. 

Temperature, Centigrade .... 0° 10° 20° 30° 40° 50° 60° 70° 80° 90° 100° 

Chappuis, formula (2) +6 +5 +3 +1 -1-3 -4 -4 -2 +1 +6 

„ corrected ...... +6 +4 +3 +1 +0-1 -2 -2 -2 -2 -2 

Joule-Thomson, constant-volume, 

100 centims. +4 +3+2+1+0-0-1-1-2 -2 -3 

Joule-Thomson, constant-pressure, 

76 centims +7 +5 +3 +2 +1-1 -2 -2 -3 -4 -5 

Platinum scale correction by differ- 
ence-formula (1) +150+120+90+60+30 0-30-60-90-120 -150 

It will be observed that the correction in any case is very small, and that the 
uncertainty of the correction is nearly as large as the correction itself. A change of 
nearly 1 in 1000 in the correction at 100° is produced, if we adopt the " corrected" 
results of Chappuis instead of the table taken by Griffiths. On the whole, as the 
difference -formula (1) was obtained by comparison with a constant-pressure air- 
thermometer at 76 centims., we shall probably be most nearly correct if we apply the 
corrections calculated from the observations of Joule and Thomson for air under the 
same conditions. The corrections thus obtained do not differ materially from those 
applied by Griffiths (they agree to 1 in 5000), except at 90° and 100°, where they 
differ by 5 and 11 in 10,000 respectively. I have therefore assumed the corrections 
calculated from Joule and Thomson in reducing the results to the hydrogen scale in 
Table XII. , Section 37. 

The value 1*54 for the difference-coefficient already referred to was obtained by 
Harker and Chappuis with a constant- volume nitrogen-thermometer at 56 centims. 
initial pressure. The corrections for this case can be calculated from the observations 
of Joule and Thomson by reducing those for the constant-volume thermometer given 
in Table IV. in proportion to the initial pressure, namely, in the ratio 56 to 100. It 
happens that if our results are reduced by employing Chappuis and Harker's value 
of the difference-coefficient, 1*54, and are then corrected to the hydrogen scale by 
applying the correction for the constant -volume nitrogen-thermometer at 56 centims., 
the results are identical with those obtained by using the difference-coefficient, 1*50, 
and then applying the correction for the constant-pressure air-thermometer. This 
agreement, however, is not really so satisfactory as it appears at first sight, because, 
according to the theory on which it is based, the correction to the hydrogen scale 
does not follow the same function as the difference-formula, and the difference in the 
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values of the coefficients assumed, namely, 1*50 and 1*54, cannot be entirely explained 
by the difference of the scales at the boiling-point of sulphur.* 



Part IV.— Calorimetry. 

(24.) Temperature Regulation* 

The question of temperature regulation was particularly Important in this method 
of calorimetry. It also presented exceptional difficulties on account of the form of 
the calorimeter, and the large range of temperature to be covered. The apparatus 
employed for this purpose was made in the summer of 1895, and I spent a good deal 
of my leisure time during the session 1895-96 experimenting with various forms of 
regulator before I was able to obtain a satisfactory arrangement. 

On account of the extreme length of the calorimeter (over 1 metre), and since It 
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Fig. 5. Heater, Circulator, and Eegulator. 

AB, oil bulb ; C 3 stirrer blades ; D, gland ; E, inflow • F, F, outflow. 



was necessary to have both the ends accessible for Inserting leads and thermometers, 
I decided to employ a tube form of water-jacket open at both ends in place of the 
more usual bath and stirrer. The most convenient method of maintaining such 
a jacket at a constant temperature appeared to be by means of a vigorous water 
circulation maintained by a centrifugal pump. The apparatus constructed for this 
purpose is shown diagrammatically in fig. 5. It was intended to serve as heater, 
regulator and circulating pump simultaneously. The annular bulb AB was filled 
with oil, the expansion of which actuated a gas regulator In the usual manner. The 
revolving blades CC of the centrifugal pump were connected through the gland D 
with a water motor by means of a short piece of stiff rubber tubing. The circulating 

* The Joule-Thomson equation, extrapolated to 445°, would make the constant-volume thermometer 
read two or three-tenths of a degree higher than the constant-pressure thermometer, which would account 
for the difference between Chapptjis' corrected result, 444°*7 C, for the sulphur boiling-point, and the 
value, 444°-53 0., obtained by Callendar and Griffiths ? -~-^ elded March 11, 1902, 
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water was sucked in through the central tube E, 1 inch in diametef, and ejected 
through the annular space surrounding the bulb of the regulator by the tube F. 
The whole was mounted on a large gas burner, and shielded with an asbestos screen. 

The object of placing the regulator bulb inside the heater, and in close proximity to 
the pump, was to secure quickness of action in response to any change in the gas- 
pressure. The violent stirring, and the comparatively small capacity of the heater in 
proportion to the bulb favoured this result. It was most important that the regulator 
should be very sensitive, and that there should be no forced oscillations of temperature, 
because the jacket-temperature determined that of the inflowing water-supply to the 
calorimeter, and did not merely affect the external heat-loss. Any temperature 
oscillation would produce a serious effect on the results, especially on the smaller 
flows, in which the total mass of water passing, about 250 grammes in 15 minutes, 
was not very large compared with the effective thermal capacity of the calorimeter, 
which was about 5 grammes. 

When the regulator was made sufficiently sensitive to cut off the gas for a very 
small change of temperature, I found it necessary at the higher points of the range, 
where a large supply of gas was required, to adjust the by-pass so that, if the 
regulator were cut off, the temperature would very nearly reach the required point. 
Forced oscillations could only be avoided if the regulator controlled a very small 
fraction of the heat supply, acting merely as a fine adjustment on the temperature ot 
the system. Under these conditions, however, when the total gas-supply was large, 
any small accidental change in the gas-pressure might exceed the limits of control of 
the regulator. A rapid change in the quality of the gas produced similar effects. It 
was therefore absolutely necessary at the higher temperatures to keep the gas- 
pressure very constant. The best forms of gas-governor were tried, but did not 
prove sufficiently delicate. I therefore fitted up a large copper gas-holder, delicately 
suspended and counterpoised by means of a steel tape passing over a wheel with ball 
bearings so as to move with very little friction. This arrangement proved to be 
capable of regulating the pressure to within a tenth of a millimetre of water. 
The large capacity of the gas-holder tended also to minimize the effect of sudden 
small variations of quality of the gas, such as might be produced by air in the 
pipes, &c. 

The action of this constant-pressure gas-supply was so perfect that for many 
purposes no other temperature-regulator was required, and as a matter of fact none 
was used in many of the preliminary experiments. Since variations of gas-pressure 
were practically eliminated, it was found to be unnecessary to have the regulator bulb 
inside the heater, and the fine adjustment-regulator was placed in the tank C, 
(Barnes, figs. 14 and 15, pp. 211, 213). This regulator was employed to operate an 
electric heating arrangement, as described by Dr. Barnes in Section 4, in which slow 
period oscillations were prevented by the device of the reciprocating contact suggested 
by Gouy (' Journ. de Phys./ 1897, p. 479). I found it necessary to introduce a few 
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modifications into the arrangement as described by Gouy, the most important of which 
was to make the relay put another lamp in series, instead of breaking the circuit. 
This prevented the destructive sparking at the break, which was a serious matter 
with a 100 candle-power lamp. Of course, the greater part of the work still fell on 
the constant-pressure gas-supply, which was mainly responsible for the excellence of 
the results at high temperatures. 

(25.) Preliminary Experiments on the Specific Heat of Mercury. 

Our first experiments by the steady-flow electric method of calorimetry were made 
on the specific heat of mercury, as it presented fewer experimental difficulties than 
water. Since mercury is itself a conductor of suitable specific resistance, it was 
unnecessary to insert a heating conductor in the fine flow-tube, which greatly 
simplified the fitting together of the apparatus. The conducting properties ol 
mercury were also utilised in the design of an electrical device for maintaining 
a constant head so as to secure uniformity of flow. The level of the mercury in the 
reservoir was regulated by a platinum wire contact which actuated an electro-magnet 
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Fig. 6. Diagram of Mercury Calorimeter. 

compressing a small rubber tube which supplied mercury to the reservoir. As soon 
as the level fell below the platinum point, the contact was broken, the armature 
released, and more mercury supplied. The inflow was arranged to keep the mercury 
near the platinum point in perpetual agitation, so that there was no sticking or 
hunting of the regulator. The whole arrangement was fitted to a wooden bracket 
belonging to a Geissler pump, which could be hung up on the wall at different levels 
when it was required to alter the flow of mercury in a given ratio. The flow was 
regulated and steadied by passing the mercury through fine glass tubes immersed in 
a tank of water before entering the calorimeter. In measuring the flow of mercury, 
the time of switching over was automatically recorded on an electric chronograph by 
the momentary contact of the mercury thread with an edge of platinum foil, which 
diverted the flow from one beaker to another. 

The design of the calorimeter itself will be readily understood from the accom- 
panying diagram (fig. 6). The inflow and outflow tubes AB and CD are exactly 
similar, about 2 centims. internal diameter and 25 centims. long. They are 
connected by the fine flow-tube BO, of 1 millim. bore and 1 metre long, coiled in 
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a short spiral of about 2*5 centims. diameter. The vacuum jacket EF extends about 
1 3 centims. along the inflow and outflow tubes, and is provided with a side tube for 
exhausting. The inflow and outflow tubes are provided with two side openings, the 
smaller of which was intended for the inflow or outflow of mercury, and the larger 
for the leads conveying the electric current. In some of the earlier experiments the 
larger tubes were fitted with a pair of delicate mercury-thermometers for watching 
the progress of the experiment, and observing when the conditions became steady. 
But these mercury-thermometers were found to be of little or no use, and the large 
side-tubes were subsequently removed to facilitate the fitting of the calorimeter in 
a tubular form of water-jacket, 

(26.) Method of Determining the True Mean Temperature of Outfloiv. 

By far the most important point in this method of calorimetry is the device 
adopted for obtaining the true mean temperature of the outflowing liquid, and 
securing a definite measurement of the electrical watts expended in heating it. If 
a thermometer were merely inserted in the outflow-tube, leaving a free space all 
round for the circulation of the liquid, it is evident that the heated liquid would tend 
to flow in a stream along the top of the outflow-tube, and that the thermometer 
might indicate a temperature which had little or no relation to the mean temperature 
of the stream. It is easy to make an error of 20 per cent, in this manner, as I 
found in my preliminary experiments in the summer of 1896. A fairly uniform 
distribution of the flow might be secured by making the space between the 
thermometer and the outflow-tube very narrow. But this leads to another difficulty 
in the case of mercury. As the space is narrowed, the electrical resistance is 
increased, and an appreciable quantity of heat, which cannot be accurately estimated, 
is generated in the vicinity of the thermometers. 

Both the difficulties above mentioned were overcome in the mercury experiment 
by fitting the inflow and outflow tubes with soft iron cylinders, 6 centims. long, 
turned to fit the tubes, and bored to fit the thermometers. The soft iron had a 
conductivity about ten times that of mercury for both heat and electricity. The 
heat generated by the current in the immediate vicinity of the thermometer bulbs 
was so small that the watts might fairly be calculated from the difference of 
potential between the iron blocks at the middle points of the bulbs. The mercury 
stream was forced to circulate in a spiral screw thread of suitable dimensions cut in 
the outer surface of the blocks, which prevented the formation of stream-lines along 
one side of the tube, and secured uniformity of temperature throughout the cross 
section of the outflow-tube. The high conductivity of the iron also assisted in 
securing the same result. 

A precisely analogous device for averaging the outflow temperature was applied in 
the water calorimeter. The bulb of the thermometer was fitted with a copper sleeve 
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of high conductivity, on the outside of which a rubber spiral was wound to fit the 
outflow-tube as closely as possible. The accuracy of fit was found to be much more 
important in the case of water than in the case of mercury. The reason of this is 
that, the thermal conductivity of water being 10 or 15 times less than that of 
mercury, the accurate averaging of the outflow temperature is more dependent on 
the uniformity of the spiral circulation and the complete elimination of asymmetric 
stream-lines. 

In order to obtain a perfect fit for the sleeves with their spiral screws, it was 
necessary that the bore of the outflow-tube should be as nearly uniform as possible, 
and accurately straight. It was most essential that there should be no constriction 
at the points of junction E and F with the vacuum -jacket, and that the external 
portions of the tubes AE, FD should not be of smaller bore than the portions inside 
the vacuum-jacket, though it would not matter much if they were a little larger. 
These details of the design, which determined the choice of the dimensions of the 
tubes, had all been carefully worked out before the ordering of the first six 
calorimeters with vacuum-jackets in October, 1896, and the importance of the 
straightness and uniformity of the tubes was clearly explained in the specification. 
There was some difficulty in making the calorimeters accurately to specification, and 
when they arrived about three months later, it was found that this particular detail 
had been somewhat overlooked. It was consequently a difficult matter, even with a 
soft rubber spiral, to secure sufficient perfection of fit, and the accuracy of many of 
the earlier experiments was seriously impaired. 

The effect of an imperfect fit was to permit part of the heated stream to escape 
directly past the thermometer, so that the temperature indicated by the outflow 
thermometer was lower than the true mean of the flow. This defect was less 
apparent with a large flow or a large rise of temperature, either of which conditions 
tend to promote mixing of the liquid and the attainment of a proportionately greater 
uniformity of temperature. A good illustration of this is afforded by the results 
quoted by Dr. Barnes in Section 7 of his paper, p. 237, which were obtained with one 
of the first three calorimeters in which the bore was undoubtedly defective. The 
apparent diminution of the heat-loss per degree rise with increase in the rise of 
temperature is probably due in part to the more perfect mixing of the stream caused 
by the greater differences of temperature, which promote instability of flow and 
increase the formation of eddies. I may add that I have repeatedly observed the 
same effect in my experiments on steam by a similar method. With steam it is 
much more difficult than with water to secure a true average of the outflow 
temperature. Any imperfection of fit or circulation immediately produces the 
observed effect in an exaggerated form. 

The greater irregularity of the results (Barnes, Section 7) for the small flows is 
probably in part accidental, but is also characteristic of imperfect fitting of the 
rubber spiral in the outflow-tube, which is obviously more detrimental in the case of 
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the smaller flows. As a consequence of this irregularity of the small flows, I do not 
think these results can be fairly treated by the somewhat artificial method adopted 
by Dr. Barnes. The extrapolation of the heat-loss per degree for zero rise of 
temperature is too uncertain in the case of the small flow. The natural method of 
treatment would be to take the difference between the sum of the electrical watts 
SEC, and the sum of the heat-watts tJQcW, and divide by the sum of the 
temperature differences %d9, to find D for each flow. Combining the two flows in the 
usual manner, without any arbitrary assumptions, we thus obtain practically the 
same result as that deduced by Dr. Barnes. 

(27 '.) Design of the Water Calorimeter. 

The design of the water calorimeter presented certain points of difficulty which 
were not settled without some preliminary experiments on the conditions of flow in 
fine tubes. The greater part of these experiments were carried out in the summer of 
1896, in the Thermodynamical Laboratory of the Engineering Building of McGill 
College, with the kind permission of Professor Nicolson, who erected for this purpose 
a large supply-tank of water on an upper floor in a room at a very constant 
temperature. The results of some of these experiments were mentioned in a paper on 
the 'Law of Condensation of Steam/ which was communicated to the Institution of 
Civil Engineers in September, 1896, and read in the following year. 

Since water is practically a non-conductor of electricity, it was necessary either to 
make the fine flow-tube of platinum instead of glass, or else to thread a conducting 
wire or strip of platinum through it. A fine bore metallic flow- tube would have 
presented some advantages in point of smallness of x^adiation loss, but in the end I 
decided to use a glass flow-tube and a central conductor, chiefly on account of the 
importance of securing the greatest possible constancy and perfection in the vacuum- 
iacket. This could be most easily and certainly attained by making the vacuum-jacket 
entirely of glass. 

The glass-work of the water calorimeter differed from that of the mercury calori- 
meter (fig. 6) only in having a straight flow r -tube 50 centims. long and 2 millims. 
bore, instead of a spiral flow-tube 100 centims. long and 1 millim. bore. It was 
necessary to make the flow-tube straight on account of the difficulty of threading the 
conductor through it as well as the connecting wires to which it was attached. This 
operation would have been facilitated by using a larger tube, but, apart from this 
necessity, it was desirable to have the flow- tube as fine as possible to secure uniformity 
of temperature of cross-section and other advantages. From one point of view, it was 
desirable to make it as short as possible, in order to minimise the heat-loss, which 
depended chiefly on the surface of the flow-tube ; but on the other hand it was 
necessary to have sufficient length to eliminate leakage of the current through the 
water, and to secure a suitable resistance for the conductor, and sufficient surface to 
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prevent excessive superheating by the current. It was found that the dimensions 
above given satisfied the required conditions very fairly, and although there were a 
few minor details which could not be satisfactorily settled until the complete apparatus 
had been fitted up, it was not found necessary to make any changes in the essential 
features of the design. The three calorimeters ordered two years later by Dr. Barnes 
were of the same design in all important points, except that two of them had 3 millims. 
bore flow-tubes ; but these were found to be less suitable, and were employed in very 
few of the tests. 

(28.) Improvements in the Design of the Calorimeter. 

Although Dr. Barnes was naturally unwilling to introduce any radical changes in 
the original pattern, which had proved to be capable of giving very good results, there 
can be no doubt that it was capable of improvement, and I had in fact already noted 
several points in which alterations were desirable. 

The importance of uniformity of bore in the flow-tube, and particularly in the out- 
flow-tube, has already been referred to (§ 26). This was remedied in the later 
apparatus. Two of the side tubes were also removed, and the other two bent parallel 
to the flow-tube, to facilitate insertion in the cylindrical form of jacket. These 
modifications were of small importance, and were made in the first calorimeters after 
the apparatus was received. A more important improvement in the same direction 
would be to have the tube for exhausting the vacuum-jacket inserted at F, fig. 6, in a 
direction parallel to the flow-tube, which would permit the water-jacket to be made 
much smaller, thus securing a more vigorous and uniform circulation. 

It would be most important for future work to endeavour to reduce (1) the risk of 
error from conduction at the outflow end of the calorimeter at high temperatures ; 
(2) the correction for the heat4oss, which amounted to 4 per cent, at the higher 
points of the range. 

The conduction error might be reduced by including a greater length of the outflow- 
tube in the vacuum-jacket. This would be much more effective than lagging the 
exposed parts with flannel, since the flannel lagging is exposed to the temperature ot 
the laboratory, which is much lower than that of the jacket. Besides, the lagging is 
apt to become damp, and takes a long time to reach a steady state. The length of 
outflow-tube inside the vacuum -jacket might easily be increased to 25 centims. instead 
of 12, with 5 centims. outside. This would greatly diminish the possible uncertainty 
of the conduction loss. 

The heat-loss depends chiefly on the extent of surface of the flow-tube and ther- 
mometer bulb. The thermometer bulb could not be made much smaller, but the 
greater part of the loss arises from the flow-tube, which might be reduced to about 
half the external diameter, although the bore could not conveniently be made less than 
1*5 millims, This would also be an advantage as diminishing both the heat capacity 
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of the tube and the difference of temperature between the inside and outside of the 
glass. In heating the apparatus during exhaustion, there is some risk of breaking the 
flow-tube, as it heats and cools very slowly in a good vacuum. The difference of 
temperature between the thick flow-tube and the jacket in some cases caused the tube 
to bend so as nearly to touch the sides of the jacket. This effect would be reduced 
by making the tube thinner. 

It does not appear that very much could be gained by taking excessive precautions 
to improve the vacuum. "With a less perfect vacuum there would probably be less 
variation of the heat-loss, due to the evolution of minute traces of gas during exposure 
to a high temperature. The greater certainty of the correction in that case might 
compensate for its larger magnitude. The first three calorimeters, one for mercury 
and two for water, were exhausted in the laboratory on a five-fall Sprengel pump 
which I had set up some time previously for experiments on radiation and on X-ray 
tubes. This pump gave a very perfect vacuum, but the tubes were merely heated by 
hand with a bunsen burner during the process. They showed, however, approximately 
the same rate of heat-loss as the best of the calorimeters which were subsequently 
exhausted by Messrs. Eimer and Amend in an asbestos oven. The vacuum in one of 
the calorimeters exhausted in the laboratory was also tested by means of a powerful 
oscillating discharge from a battery of Ley den jars passed through a coil surrounding 
the tube. This failed to induce a ring discharge inside the vacuum-jacket, although 
the same test would produce a brilliant discharge in the majority of commercial 
vacuum vessels for liquid air. 

Probably the most effective method of reducing the heat-loss would be to silver the 
inside of the vacuum-jacket. I have tried this method in my experiments on the 
specific heat of steam by the electrical method with a vacuum-jacket calorimeter, and 
have found it very advantageous, owing to the low radiative power of the silver. The 
vacuum-jacket in this case requires very careful evacuating on account of the difficulty 
of drying the silver film. 

With these improvements, the heat-loss could probably be reduced to about one- 
quarter of its value in the existing apparatus, and the uncertainty of the correction 
would be greatly diminished, though perhaps not quite in the same proportion. In 
any case the results obtained with a calorimeter having a very different value of the 
heat-loss could not fail to be a valuable confirmation of the previous work. 

(29.) Effect of Variation of Viscosity, 

The rise of temperature of the water due to friction in its passage through the 
tube, can be easily estimated from the observed difference of head at the inflow 
and outflow. I made this observation for each of the conductors mentioned on p. 117, 
with a flow of half a gramme per second in a tube very slightly less than 2 millims. 
diameter and 50 centims. long. The difference of head was found to vary from 
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20 to 30 centims. of water at 20° C., for different arrangements of the conductor, and 
different conditions of flow, being greater when the flow was non-linear. Since 1° C. 
corresponds to a fall of 42,700 centims. under gravity, the rise of temperature due to 
the friction would be less than a thousandth of a degree. This is a quantity which 
ought not to be neglected in working to a ten-thousandth of a degree, but the effect 
was practically eliminated by the method of observing the difference of temperature, 
which was expresslv intended to eliminate small residual sources of error of this 
character. For each value of the flow, the difference of temperature was observed 
" cold" before turning on the electric current, and the " cold reading" was subtracted 
from the difference observed with the current passing. We are therefore concerned 
only with the change in the head due to diminution of viscosity with rise of tem- 
perature when the current is turned on. I found by calculation from the known 
variation of the viscosity, and also verified by direct observation in each case, that 
this amounted to only 10 per cent, of the head for a rise of 8° C. at 20° C. This 
would be equivalent to 2 or 3 centims. fall, or less than a ten-thousandth of a degree, 
a quantity which might safely be neglected. The correction would be much smaller 
at higher temperatures, owing to the great diminution in the viscosity. 

In the final apparatus, as employed by Dr. Barnes, the difference of head would 
be somewhat greater owing to the rubber spirals on the copper sleeves, and the 
rubber cord on the central conductor. The question was raised at the Dover meeting 
of the British Association, and I wrote to Dr. Barnes asking him to measure the 
head under the actual conditions of experiment, but the apparatus happened to be 
dismounted at the time. We may safely conclude, however, that the difference 
of head could not have exceeded 1 metre of water, in which case the correction 
would be less than 1 in 40,000 at 20° C, and might be fairly neglected. This 
correction corresponds with that for the heat generated by stirring in the Griffiths 
and Schuster methods of calorimetry. It amounted in Griffiths' apparatus to 
about 10 per cent, of the heat-supply, but was apparently negligible in Schuster's 
experiments. 

(30.) Radial Distribution of Temperature in the Fine Flow- Tube. 

We assume in the elementary theory of the experiment that the temperature 
is uniform across the section of the flow-tube at any point. It is important to 
consider how far and under what conditions this is true. Given the rate of external 
heat-loss at any point it is easy to calculate the difference of temperature between the 
inside and outside surfaces of the glass tube, but the distribution of temperature in 
the liquid can only be calculated if we assume the flow to be in straight lines 
parallel to the axis of the tube, and the conductor to be circular in section and 
concentric with the tube. Even in this simple case the solution cannot be made 
complete, owing to the variations of viscosity and conductivity with temperature ; 
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but it is possible to estimate the order of magnitude of the differences involved, 
which is all that is really required for our purpose. 

Assuming that the internal and external diameters of the flow-tube are 2 and 
6 millims. respectively, and length 50 centims., and that the conductivity of the 
glass is '0020 cal. C.G.S., it is easy to calculate that the mean difference of 
temperature between the internal and external surfaces would be of the order of 
one-tenth of a degree only when the final rise of temperature is 8°, and the heat loss 
•050 watt per degree, as in the majority of our experiments. It will therefore 
evidently be unnecessary to take account of this in any of the calculations. 

To find the radial distribution of temperature in the liquid, assuming the flow to 
be linear, I will take first the case of the metallic flow-tube, which is much the 
simplest. The differential equation of the radial distribution of temperature, neglecting 
the minute effect of longitudinal conduction, is 

d (lev d9/dr)/dr = -f- vcr ddjdx (1), 

in which k is the thermal conductivity of the liquid, and c the specific heat per unit 
volume, v the velocity of the stream, 6 the temperature, r the distance from the axis, 
and x the distance along the tube. The velocity v is a function of r, which can be 
easily calculated if the viscosity is assumed constant. As a matter of faet, both 
the viscosity and the conductivity vary rapidly with change of temperature. The 
viscosity at 100° is nearly six times less than at 0° C, and its variation is accurately 
known. But if we assume both conductivity and viscosity constant (as we are 
practically compelled to do, since the variation of conductivity with temperature is 
quite uncertain) we shall obtain a solution which is sufficiently simple to be useful, 
and which can be strictly applied to small changes of temperature. 

To simplify the solution still further, I shall assume the longitudinal temperature 
gradient ddjdx constant over the cross-section of the tube at any point, and equal 
to ff/l y where f is the rise of temperature observed in a length I. This will not 
be true near the inflow end of the tube, where the radial distribution of temperature 
is rapidly changing, but it will very fairly represent the limiting state, which is 
attained when the liquid has flowed along the tube for some distance. 

If the flow is linear, and the viscosity constant, the velocity at any point of the 
cross-section is given in terms of r by the equation 



v 



= 2Y(l-(r/r )*) = 2Q(l-(r/r )*)/ 1 rr * (2), 



where V is the mean velocity, Q the flow in cub. centims. per second, and r the 
internal radius of the flow-tube. 

Making this substitution in (1) and integrating, we obtain 

krdd/dr = 9lfll_^ + B ....... (3). 
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The constant of integration B is determined by the consideration that the tempera- 
ture-gradient vanishes at the centre of the tube* Putting this condition in (3), we 
find B = 0, which materially simplifies the solution of the equation. Integrating 
from the temperature 6 of the surface of the tube, we find 

6,^6^ Q6 f (i^/Arf - (r/r f - %)l2irlh ...... (4), 

The temperature 6 X at the axis of the tube where r = 0, is given by 

The mean temperature a of the flow, allowing for variation of velocity over the 
cross-section, is given by the expression 

(31.) Electrical Method of Measuring the Thermal Conductivity of a Liquid, 

The remarkable simplicity of this expression induced me to attempt a method of 
measuring the conductivity of a liquid, based on the observation of the difference of 
temperature — 2 between the tube and the mean of the flow at any point ; the 
temperature O of the tube and the gradient & jl being deduced from observations of 
the changes of resistance of the flow-tube itself. Although this may appear at first 
sight a difficult and out of the way method, it possessed special attractions for me as 
an application of the electrical resistance method of measuring temperature, and it 
really offers several advantages which more than counterbalance the difficulty of the 
electrical measurements. The longitudinal distribution of temperature in the flow- 
tube was deduced from observations of the resistance of consecutive sections by the 
same method which I had already applied in 1888 to the determination of the 
conductivity of platinum. The difficulty of this part of the work was therefore 
largely discounted by previous experience. The advantage of the method is that 
the tube is its own thermometer ; the temperature measured is that of the tube 
itself, and. not that of a thermo-couple or water-bath assumed to be at the same 
temperature as the tube. This avoids the most common and insidious source of error 
in all conductivity measurements. 

As compared with the plate-method of measuring the conductivity of liquids, which 
has been practised by Weber and many other observers in different forms, the tube- 
method possesses several important advantages, (a) It avoids the difficulty of measuring 
accurately the small distance between the bounding surfaces of the liquid, or the 
thickness of the sheet, since the expressions (5) and (6) already given are independent 
of the radius of the tube, and contain only lengths and differences of temperature 
which are easily observed. (6) All uncertainties with regard to the area from which 
the heat is conducted, and all difficulties of boundary conditions, which cannot 



CONTINUOUS ELECTEIC CALOBIMETRY. 113 

satisfactorily be eliminated in the plate-method, even by the employment of a guard- 
ring, are easily avoided in the tube-method by making the tube small in proportion 
to its length, (c) The error of the plate-method due to direct radiation through the 
liquid, which is quite important with a thin transparent stratum, is completely 
eliminated, since all the heat which is lost by the inner surface of the tube must be 
absorbed by the liquid itself. 

Graetz, ('Wied. Ann./ vol. 18, p. 79) has applied a non-electrical steady-flow 
method to the determination of the conductivity of a liquid, which bears a close 
superficial resemblance to that above described, but in reality differs from it in several 
fundamental points. In his method a stream of liquid at a temperature between 
30° and 40° C. flows through a thin capillary tube, 10 centims. long, and 0*6 millim. 
bore, immersed in a water-bath at a temperature of 7° C. to 10° C. The mean 
outflow temperature is observed, and is also calculated in terms of the conductivity on 
the assumption that the flow is linear. The temperature of the external surface of 
the tube is assumed to be the same as that of the water-bath. This is the most 
obvious defect of his method, as the assumption could not be even approximately 
true unless the current of liquid through the tube were extremely slow. 
Unfortunately in that case the difference of temperature between the outflow 
and the bath, on which the measurement depends, tends to vanish ; it is also more 
difficult to obtain the true mean temperature of a small stream owing to defective 
mixing in the outflow tube, and accidental sources of error due to end-effects are 
exaggerated. These defects might be avoided in various ways. The true mean 
temperature of the tube itself might be determined by making the tube very thin, 
and observing its expansion, or preferably its electrical resistance. Or the tempera- 
ture of the outside surface might be indefinitely approximated to that of the bath by 
making the tube very thick, and supplying a vigorous circulation around it. The 
true mean temperature of the outflow might also be determined for small flows by 
adopting a spiral circulation similar to that employed in the present investigation. 
There would remain, however, a most essential point of distinction between the two 
methods. 

In the electrical method, heat is continuously supplied by the current at a nearly 
constant rate as the liquid flows along the tube. The observation depends on the 
limiting difference of temperature at the end of a long tube when a steady radial 
distribution has been reached. The advantage of this is that the solution is 
independent of the initial or variable state, the calculation of the effect of which is 
much less certain on account of the steep gradients and excessive differences of 
temperature involved, which tend to produce disturbances in the flow. In Graetz' 
method the initial differences, amounting to 20° or 30° C, were much larger than in 
the electrical method, and the result entirely depends on the correctness cf the 
assumptions made in the solution of the initial state. The final or limiting state in 
his method is one of uniform temperature, and cannot be utilized at all 
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In carrying out the electrical method, advantage was taken of the increase of 
resistance of the tuhe with temperature in order to secure a constant temperature 
gradient in the latter part of the flow-tube by suitably adjusting the current, as 
explained below in § 34. The results were not quite as good and consistent as I had 
hoped to obtain, on account of want of uniformity in the platinum-tube employed. 
I therefore thought it best to defer publication till I could find time to repeat the 
observations under better conditions, but the preliminary work was distinctly 
encouraging, and was particularly valuable as an indication of effects to be expected 
in steady -flow electrical calorimetry. 

(32.) Superheating of the Central Conductor, 

The case of a glass flow-tube with a concentric conductor, which more nearly 
approaches the arrangement actually employed in the present investigation, leads to 
nearly the same differential equation, but the solution is much less simple. In the 
course of designing the experiment, I worked out the complete solution for this case 
also, including the initial state, on similar assumptions of constant viscosity and 
conductivity. But since the conductor cannot be held exactly central in practice, 
and the other theoretical conditions cannot be realized, the method cannot con- 
veniently be applied with a central conductor to the measurement of the conductivity 
of liquids. For the purposes of the present investigation, moreover, since we are 
only concerned with the approximate estimation of a small correction, a less elaborate 
calculation will be more appropriate. In order not to overburden the paper with 
purely mathematical difficulties, it will suffice to give the solution of the limiting 
state for the simpler case in which the velocity of flow is assumed to be constant over 
the cross-section of the tube and equal, to its mean value. This simplification does 
not materially alter the general character of the solution, and the numerical results 
which it gives for the calorimeters actually employed are within a few parts per cent, 
of those obtained when allowance is made for the variation of the velocity. 

If we integrate the differential equation (1) on the assumption of a constant 
velocity V = Q/(r 1 3 — r 3 ), where 1\ is the radius of the glass-tube, and r the radius 
of the conductor, writing A for Yc9'/2lk, we obtain the solution 

dO/dr = Ay — Ar^/r ......... (7), 

O - = Ar^ log, (r/r ) - A (r 3 - r 3 )/2 (8), 

in which the constant is determined by the condition that, neglecting external heat- 
loss, the gradient is zero at the surface of the glass. This gives for the difference of 
temperature between the surface of the wire and the surface of the glass, 

#o - 9 Y = Ar* log e (rjr ) - A (r x 3 - r 3 )/2 (9). 
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The mean temperature 9 9j of the outflow deduced from (8) is given hy 

o -e 2 = A?Y* log, (r 1 /r )/S - Ar^/2 - AS/4 . . . . (10), 

where S is the sectional area it (r^ — r^) of the flow, and A = Q0'/2irlk$. Equation (10) 
gives the superheating of the conductor above the mean temperature of the outflow. 
The difference (9)-(10) gives the error of the assumption that the glass is at the 
same temperature as the mean of the outflow at the outflow point. The limiting 
value of the latter error, if r/ is negligible in comparison with r^ (the most 
unfavourable case), is 9% — X = AS/4 = QO'/SttIL 

Although the above formulae cannot be directly applied to the experiments on the 
specific heat of water, it is interesting to make an estimate of the superheating of 
the conductor, and of the difference of temperature between the glass and the water 
under the assumed conditions of linear flow and concentric conductor. It is obvious 
from the formulae already given, that the differences of temperature in each case are 
directly proportional to the heat supplied by the electric current, and inversely 
proportional to the length of the tube and the conductivity of the liquid. To 
estimate the effects numerically, we may take the rate of heat supply as 
Q0 / =z5 calories per second, or 21 watts, for the larger flows. The conductivity k of 
water at 25° C. may be taken as *0016 C.G.S., but is much too uncertain to permit 
the estimate to be extended to other temperatures. Since I = 50 centims., we have 
Awlk = 1*00 very nearly. 

For the metallic flow- tube from equation (6) the superheating of the tube above 
the mean temperature of the flow in the limiting state would be about 5° C, and 
would be independent of the diameter. For the glass flow-tube, from equations (9) 
and (10), the temperature of the glass would be from 1 0, 5 to 2 o, below the mean of 
the outflow for tubes of the dimensions employed, increasing to 2° # 5 as a limit for a 
very large flow-tube with a very small conductor. In spite of its higher temperature 
the metallic flow-tube would have the advantage of a smaller heat-loss, owing to its 
smaller surface (1 millim. diameter instead of 6 millims.), and far lower radiative 
power. It would also be possible to measure the actual temperature of the metallic 
flow-tube at any time from its resistance, without any knowledge of the conductivity 
of the liquid, and without assuming the flow to be linear. 

The superheating of the conductor in the glass flow-tube would naturally depend 
on the size of the conductor as well as that of the tube, as given by equation (10). 
With a wire *8 millim. in diameter, and the flow-tube 2 millims., the superheating 
of the wire would be about 4°*5 for a heat supply of 21 watts. With a wire '4 millim. 
diameter, and a 3 millims. flow-tube, the superheating would be about 13°*2. 
This illustrates the importance of having a large surface for the wire and a small 
flow-tube. It is probable, however, that the superheating would not directly affect 
the radiation loss, as platinum is a bad radiator, and water is very opaque to heat- 
rays from heated water. 

<i 2 
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(33.) Methods of Eliminating Stream-Line Motion* 

It was evident from the equations above given that, since the conditions of linear 
flow gave rise to a systematic variation of the temperature of the flow-tube, which 
was directly proportional to the flow for a constant rise of temperature, it would be 
necessary to adopt some device for mixing the water in its passage through the tube 
so as to produce a nearly uniform distribution of temperature over the cross-section 
of the tube. The obvious method of securing this result was to employ a stranded 
conductor. This would diminish the superheating by increasing the available surface 
of the conductor, and would distribute the heat evenly over the cross-section of the 
tube, provided that the strands were separated and arranged in such a manner as to 
break up the stream-lines. 

In order to verify the theory and observe the nature of the effects to be expected, 
I made some rough preliminary experiments on the superheating of various 
conductors in a 2 millim. tube with a steady flow of water. The general character of 
the flow, and the degree of mixing attained, were observed by the introduction of a 
colour-band of blue ink, after the method employed by Osborne Reynolds, and 
generally practised in hydraulic laboratories in studying the flow of liquids. The 
most instructive results were obtained with a stranded conductor consisting of 
5 strands of '006" pure platinum wire. My reason for selecting this particular size 
of wire was that I happened to possess a considerable quantity of it, and that its 
temperature-coefficient was accurately known, as it was regularly employed for 
making thermometers. 

The resistance of the stranded platinum conductor, when carrying the heating 
current, was measured by the Wheatstone-bridge method, by comparison with a 
specially constructed platinoid resistance connected in series with it. The two were 
connected in parallel with a post-office box, by means of which the ratio of the 
resistances was observed. The resistance in the arm connected to the platinoid strip 
was 2000 ohms, the resistance in the adjustable arm corresponding to the platinum 
conductor was about 6000 ohms. As the platinoid strip remained practically 
constant, the resistance of the platinum could be taken as proportional to the 
resistance in the adjustable arm. The watts on the conductor were observed by 
means of a Weston ammeter and voltmeter of suitable ranges. 

The platinoid strip resistance, which was subsequently utilised for regulating the 
current, is shown very clearly at L in the bird's-eye view (Barnes, fig. 15, p, 213). It 
consisted of a number of strips of platinoid about 1 foot long, one-half inch broad, and 
3 l 2 ~ inch thick, having a resistance of nearly ^th of an ohm each. The ends of the 
strips were bent at right angles and amalgamated. They could be connected in series 
or parallel in a great number of different combinations by means of the mercury cups 
and copper connectors shown in the plate. For this particular experiment they were 
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arranged two in parallel, and 19 in series, giving a resistance of nearly -^th of an 
ohm, capable of carrying a current of upwards of 60 amperes without excessive 
heating. The maximum currents used in this experiment were about 8 amperes. 

The rise of temperature of the platinum conductor in each case was found to.be 
nearly proportional to the watts expended. This was verified by varying the 
number of cells employed, and keeping the water-flow constant, for each arrange- 
ment of the conductor to be tested. The superheating of the conductor was 
estimated by deducting from the observed rise of temperature half the calculated 
rise of temperature of the water, making a suitable allowance for the heat-loss. The 
value of the water-flow was nearly half a gramme per second in all cases, and the 
results were reduced to a value of Q9'~ 5 calories per second to render the 
experiments with the different conductors strictly comparable. The actual heat-loss 
from the flow-tube could not be measured by this comparatively rough method, but I 
made some attempts to obtain comparative estimates of the temperatures of the 
outside of the flow- tube by winding a platinum wire round it, covering the spiral 
with flannel, and observing its resistance. These measurements could not lay claim 
to any accuracy, but were useful as an indication of effects to be expected. 

Table VI. — Superheating of Stranded Conductor. 



Form of Conductor employed. 



Five strands, irregular .... 
Same, annealed and straightened 

twisted into a rope . . . 

spiral fitting tube . . . 



>> 



)> 



Conditions of Flow. 



Mixed 
Linear 
Linear 
Mixed 



Superheating. 



2-8 
6-5 
8-5 
3-0 



In the first case the wire was taken as it came from the reel. The strands were 
well separated, and crossed each other irregularly, so that the colour-band was 
completely broken up and mixed to a uniform tint in a space of 10 or 15 centims. 
The flow was not precisely turbulent or eddying, but the stream-lines were so quickly 
sub-divided and mixed that the same effect was produced. When the wire was 
annealed and straightened,* the colour-band remained practically unbroken from end 
to end of the tube, but as the strands were still separate, the heat was more or less 
distributed over the cross-section. The twisting of the wire into a rope in the third 
experiment diminished the effective surface and increased the superheating, the 
value of which closely approached that calculated for a central conductor in a 
2 millim. tube assuming the conductivity of water # 0016 C.G.S. The great- 
diminution of the superheating in the fourth case, in which the wire was wound into 

* It is probable that the failure of Dr. Barnes to obtain consistent results with a stranded conductor 
may have been due to the use of annealed wire, which would inevitably become straightened in fitting up 
the apparatus unless special care were exercised. I was not aware of this mistake at the time. 
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a spiral of about 1 centum pitch, closely fitting the tube, was chiefly due to the 
breaking up of the stream-lines. The colour-band rapidly became mixed to a 
uniform tint as in the first experiment. I found, however, from the indications of 
the platinum thermometer wound round the outside of the tube, that the glass was 
considerably heated by the close contact of the spiral. The simpler arrangement of 
the loose stranded conductor w^as equally effective in mixing the stream-lines, and 
appeared to be free from this defect. 

An excellent illustration of the possible effects of a faulty arrangement of the 
conductor is given by Dr. Barnes in § 6, p. 234. In this case it is possible to calculate 
the actual heat-loss from a knowledge of the correct value of J for the temperature 
of the experiment. # The conditions were purposely chosen to exaggerate the errors 
as much as possible, and it must not be imagined that such large differences could be 
obtained without special pains in the arrangement of the heating conductor. The 
normal heat-loss for this calorimeter at a temperature of 26° with a constant gradient 
of temperature along the flow-tube was approximately '070 watt per degree rise. 
Starting from this value, it is possible to calculate the limiting values of the heat -loss 
for either condition of flow, that of the metallic tube or the small concentric con- 
ductor, by drawing the curves representing the actual distribution of temperature in 
either case, and making a suitable allowance for the loss of heat from the thermo- 
meter. Dr. Barnes has given a pair of imaginary curves for these two cases in 
§ 2, p. 152, but it should be observed that these curves are not drawn to scale, 
being merely intended to illustrate the general nature of the difference, which is 
considerably exaggerated in order to make it clearer. 
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Number of 
experiment. 


Position of 
conductor. 


Flow, 

Q. 

•600 

•277 
•600 

•271 


Watts, 
EC. 


| Superheat of 

i wire. 

! 

! 8-0 

; 4-i 

: 12-8 

; 7-o 


Heat-loss, 
observed. 

•1108 
•0909 
•0482 

•0773 


Limit, 

calculated. 


(i) 

(2) 
(3) 
(4) 


1 At side of f 
J tube \ 
"1 In middle of f 
j tube \ 


21-7 
10-4 
21-7 
10-7 


•1140 
•0920 
•0530 
•0610 



The observed values of the superheat and of the heat-loss agree in a general 
manner with those calculated by the theory given in § 32, but there are some 
difficulties. The limit in the last column of lines (l) and (2) is estimated for a 
metallic flow-tube, and it is difficult to see how the heat-loss for a glass flow-tube 
could approach this value so closely when the conductor is in imperfect contact with 
the glass over a small fraction of its surface. The superheat 12 0, 8 in line (3) agrees 

** In discussing these observations Dr. Barnes takes (EC - 4 • 2 Q clO) in place of the actual heat-loss, 
which unduly exaggerates the difference. The conductor had evidently been annealed, otherwise it would 
have filled the tube instead of resting along the side. 
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very closely with the value 13°*3, calculated for a similar case in § 32, hut the heat- 
loss is less than the limit for a small conductor in a large tube. On the other hand, 
the observed heat-loss in line (4) is greater than the normal value *0700 instead of 
being less, as theory requires. It is possible that there may have been some other 
source of error in this experiment due to shifting the thermometer in the outflow- 
tube or similar causes. 

When the first apparatus was set up with the vacuum-jacket in June, 1897, only 
three strands of '006" wire were employed, as it was necessary that the resistance of 
the heating conductor should be of the same order as that of the manganin current- 
standard. The latter had been made of 1 ohm resistance to suit the mercury 
experiment, and there was not time to make another, as the experiment had to be 
tried before the meeting of the British Association at Toronto. In order partially to 
compensate for this defect, I took pains to exaggerate the irregularity of the wire by 
bending it into a zigzag before pulling it through the tube, but the superheating of 
the wire (4° at 14 watts) proved to be somewhat excessive. In spite of this the 
readings were extremely steady, and could be taken easily to 2 or 3 parts in 100,000. 
The accuracy of this preliminary series of experiments was seriously impaired by the 
bad fitting of the thermometers in the inflow- and outflow-tubes, but the results 
showed that the method was capable, under suitable conditions, of attaining a very 
high order of precision on account of the great steadiness of the readings, which was 
much more perfect than anyone could have anticipated without actual trial. 

Shortly after the British Association meeting, another manganin current-standard 
of 1 ohm resistance was made, and placed in parallel with the first. The platinum 
conductor was composed of 6 strands of '006" wire, which gave a much better 
distribution of the heat. After numerous preliminary difficulties of temperature 
regulation, of leakage, and of bad fitting and connections had been overcome, the 
results, though often very consistent, still showed occasional discrepancies, especially 
after refitting. I was inclined to attribute these difficulties at the time either to bad 
fitting of the thermometer in the outflow-tube as previously explained, § 26, or to 
variable contact between the conductor and the walls of the glass tube, or possibly to 
bad solder joins on the manganin current-standards, one of which had actually broken 
away on one occasion. 

With the view of preventing the uncertainty of contact with the walls of the glass 
tube, I thought at one time of trying a conductor in the form of a twisted strip, 
which I had employed some years previously in experiments on the viscosity of 
liquids by the Wheatstone-bridge method, for which I required a continuously 
variable resistance analogous to a slide-wire in the electrical method. I found that a 
round wire sliding in a tube would not do for this purpose owing to the impossibility 
of centering. A twisted strip, sliding in a tube which it closely fitted, evaded this 
difficulty, but led to further anomalies, which proved, on investigation by the colour- 
band method, to be due to the fact that the motion of the liquid became turbulent if 
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the pitch of the twist was too steep. This change in the character of the flow was a 
serious defect in the viscosity experiment, but was exactly what was required for the 
calorimeter. As the calorimeters were already made, and I could not choose the 
flow-tube to fit the strip, I procured a special pair of rolls about the end of 1897 for 
rolling a w T ire to fit the flow-tube as closely as possible. Bat after carefully rolling a 
wire to fit one of the calorimeters at one end, I found that it would not go through 
the tube, on account of want of uniformity of diameter, and in particular on account 
of a join near one end which unduly constricted the bore. I accordingly abandoned 
the attempt at the time, as I did not feel at all certain of the necessity of making 
any change in the form of the conductor. But the twisted strip was subsequently 
employed by Dr. Barnes at my suggestion with great success in two other calori- 
meters, the tubes of which were probably more uniform. 

The method independently devised by Dr. Barnes for eliminating the effect of the 
stream-lines, and at the same time preventing all contact between the conductor and 
the glass, was to wind a rubber cord round the conductor so as nearly to fit the tube, 
after a similar manner to that employed in fitting the copper sleeve of the outflow 
thermometer. This is undoubtedly a very simple and effective method, and unlikely 
to get out of order. It is quite possible that some of the discrepancies in the earlier 
experiments may have arisen from the accidental disarrangement of the stranded 
conductor, which might be pulled tight along the side or middle of the tube in 
refitting the apparatus, either of which contingencies would lead to serious errors. 
There were many other sources of error and difficulties in the earlier experiments 
which might have accounted for the effects observed, but Dr. Barnes' opinion on this 
point is entitled to the greatest weight, as he was personally responsible for the 
greater part of the fitting-up of the apparatus. With proper care I have no doubt 
that it would be possible to obtain as accurate results w T ith the stranded conductor as 
by any other method, but I should be inclined to prefer the rubber-spiral method as 
being safer and more certain. 

A possible objection to the rubber-spiral is that, since the wire is held central and 
considerably superheated, the temperature of the surface of the glass must necessarily 
be less than the mean of the flow, in spite of the mixing of the stream-lines. This 
would not matter if the difference of temperature were independent of the flow. Since 
it is impossible to calculate what the effect would be in the case of turbulent flow, the 
question can be answered only by trial. The experiments with the twisted strip, 
which was partly in contact with the glass and gave a higher heat-loss, were under- 
taken, at my suggestion, with the object of testing this important point. The 
extremely close agreement of the results with those obtained with the rubber-spiral 
at 30° 0. are sufficient proof that the error, if any, must be extremely small. It is 
unlikely that it could amount to more than two or three parts in 10,000 at 30°, 
and there is no reason to think that this type of error should increase largely at 
higher temperatures, where the viscosity of water is much smaller and the conductivity 
probably much larger. 
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(34.) Correction for Variation of the Temperature-Gradient in the Flotv-Tabe. 

The elementary theory of the elimination of the heat-loss in the steady-flow method 
of calorimetry assumes that, if the electric current and the flow of liquid be simul- 
taneously varied in such a manner as to keep the rise of temperature the same, the 
heat -loss by radiation, &c., will remain constant. Dr. Barnes (p. 225) has quoted 
experiments to show that this condition is very closely satisfied in the present method, 
and has calculated all the results of the investigation on this assumption. It will be 
noticed, hpwever, that there are small systematic divergences in the experimental 
verification for the small flows, which, though amounting only to a few parts in 10,000, 
require careful examination as possible indications of constant errors. 

So long as the distribution of temperature throughout the apparatus is accurately 
the same for the same rise of temperature, whatever the flow, the heat-loss must also 
be identical. But if there is any systematic change in the temperature distribution 
with change of flow, then there must be a corresponding systematic difference in the 
heatdoss, which will lead to constant errors in the calculation if no account is taken 
of it. A possible source of error of this type is loss of heat by conduction along the 
outflow-tube. When the flow is large, the heated liquid passing along the tube will 
keep it nearly at a uniform temperature, so that the gradient in the outflow-tube will 
be small, and the conduction loss correspondingly minute. As the flow is diminished, 
supposing the temperature of the outflow to remain the same, the gradient in the 
outflow-tube must increase in proportion to the reciprocal of the flow, since the 
radiation-loss remains nearly the same. The conduction-loss will vary directly as the 
gradient, or inversely as the flow, for a given rise of temperature. 

A small error of this kind, due to conduction, was detected at an early stage in the 
mercury -calorimeter, owing to the large mass of mercury in the flow-tube, the small 
rate of flow, and the relatively high thermal conductivity of the liquid. It was 
practically eliminated by filling the greater part of the outflow-tube from the end of 
the vacuum-jacket with paraffin wax, leaving only a small passage for the outflow of 
mercury. This made the conduction-loss very small, and nearly independent of the 
flow. In the water experiment it is easy to see that the conduction loss must be 
practically negligible in any case, but special pains were taken to make it as small as 
possible, and to verify its non-existence. 

A more important correction of this type is that due to variation of temperature 
gradient in the fine flow -tube, which can be estimated with considerable precision. 
As the liquid flows along the tube it is receiving heat at a nearly uniform rate from 
the electric current, but it is also losing heat more and more rapidly by radiation as 
its temperature rises. As a result, the mean temperature of the fine flow-tube, upon 
which the radiation-loss chiefly depends, usually exceeds the mean between the initial 
and final temperature by an amount which varies, to a first approximation, inversely 
as the flow. 

vol. cxcix. — a. n 
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In order to calculate the value of this correction in terms of the heat-loss and the 
flow, it is necessary to consider the differential equation of the distribution of tem- 
perature in the flow-tube. We assume, as a first approximation, that the temperature 
of the surface of the flow-tube, on which the loss of heat depends, is at each point 
nearly the same as that of the liquid flowing through it. This is very nearly true in 
the case of mercury, and to a sufficient approximation in the case of water under 
suitable conditions. 

The rate of evolution of heat by a current C amperes in a length dx of the tube is 
C 2 rdx watts, where r is the resistance in ohms per centim. The rate of loss of heat 
is/Op dx, where p is the perimeter of the flow-tube in centims., and/ the emissivity 
in watts per sq. centim. per degree of temperature excess 0. The rate of gain of heat 
by the liquid is JsQ d0 9 where J is the number of joules in one calorie ; 5 the specific 
heat of the liquid in calories per gramme degree C ; Q the flow of liquid in grammes 
per second ; and d0 the rise of temperature in a length dx. Since it is necessary to 
take account of the change of resistance with temperature, we must substitute for r 
the value r (I + ad) y where a is the temperature- coefficient of the increase of 
resistance, and r the value of r when = 0. We thus obtain the linear differential 
equation 

JsQ dOjdx + (fp - CAir ) = 0\ ....... (1). 

Writing for brevity, A = (fp — Q 2 av ) / JsQ, and B = CV /JsQ, and observing 
that = when x = 0, since the liquid flows into the tube at the jacket-temperature, 
the solution of this equation is 

= (1 -,r A *)B/A (2). 

Since A is very small compared with B in the actual experiment, we may obtain a 
sufficient approximation for our purpose by expanding the exponential and neglecting 
the terms beyond A 2 , which gives 

If the whole length of the fine flow- tube is l 9 the temperature at the end of the 
flow-tube will be approximately 

cfi "=. sit (1 «~— A6/2J . ........ (4), 

and the mean temperature m from to /, will be 

It will be observed that the value of A is zero, and that the gradient is constant 
throughout the tube for a particular value of the current, C 3 = fp/ar Qy which may be 
called the critical value of the current. In this case the radiation-loss along the 



CONTINUOUS ELECTRIC CALORIMETRY. 123 

flow-tube is exactly compensated by the increase of resistance of the conductor with 
rise of temperature. I made use of this relation in some experiments on conduction 
of heat in metals by an electrical method with Mr. King in 1895, and also in some 
experiments on the conduction of heat in liquids, § 31, in which the elimination of the 
heat-loss was a matter of some importance as simplifying the differential equation. 
In the calorimetric experiment, the constancy of the gradient along the tube was 
not a matter of primary importance, provided that the temperature distribution was 
approximately the same for different flows. Moreover, the relation could not apply 
accurately to both the flows required in the experiment. Nevertheless, I thought it 
worth while, in designing the dimensions of the calorimeter and the details of the 
experiment, to arrange that the compensation might hold for a value of the flow 
between '5 and 1'0 gramme per second in the water experiment, as nearly as it 
could be estimated beforehand. The gradient would then be nearly constant, and 
the mean temperature of the flow-tube nearly half the rise of temperature observed 
with the differential- thermometers. 



(35.) Application to the Mercury Experiments, 

Neglecting for the present that part of the heat-loss which occurs in the outflow- 
tube before the liquid reaches the middle of the thermometer bulb where its 
temperature is measured (which loss is a comparatively small fraction of the whole 
in the mercury experiment), the systematic error of the elementary theory given by 
Dr. Barnes, p. 152, consists in assuming that the mean temperature of the flow-tube 
is always the same for the same rise, or that the gradient is independent of the 
flow. This is equivalent to assuming the mean temperature of the flow-tube equal 
to 0i/2 instead of m . The error of this assumption may be approximately estimated 
from equations (4) and (5) above, which give 

m = (1 + A//6) 0,/2 (6). 

If we write (as in Barnes, p. 242) d0 for the whole rise of temperature observed 
by the differential thermometers, and h (10 for the heat-loss, we must then regard h 
as variable with the flow, since the heat-loss is really fpl0 m . We thus arrive at the 
expression, 

Heat-loss =fpW M =fpl (1 + AZ/6) ft/2 = h (1 + AZ/6) dd . . . (7), 

in which d0 is written for h and h is the value of the heat-loss per degree rise 
when the gradient is constant (A = 0), namely fpl/2. We have also, to the same 
order of approximation, 

Al = 2h /JsQ — ad0 . . . ... . . ... (8). 

B 2 
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Hence, the complete equation of the method, when corrected for the effect of the 
variation of the tempei'ature gradient in the fine flow-tube, becomes 

EC = JsQ dd + h (1 + hJZJsQ - a cl0/6) dd (9). 

If we divide through the equation by dd, and write s = s e ( 1 + d), since our 
object is to determine the variations of s, we obtain 



EC/cW - J« Q = D = Js Qd + h n (l-a dd/G) + /i 3 /3J s Q 



(10), 



in which I) is employed as an abbreviation for the expression on the left-hand side, 
which it is most convenient to calculate as the first stage in the reduction of the 
observations. 

By combining the observations for two different flows, Q' and Q", for which the 
current is adjusted to give approximately the same rise of temperature, cW 3 if D' and 
D" are the corresponding values of the difference observed, we obtain 



(D' - D")/(Q' - Q") - Js u d - V/3 JsQ' Q" . 



(11), 



Since the last term, which represents the effect of the correction sought on the 
variations of the specific heat, is generally very small, the equation may be readily 
solved by approximation, employing the value of h found in the first instance by 
neglecting the term involving A 2 . 

As an example of the order of magnitude of the correction, and of the method of 
application, we may take the following experimental results, which were given as an 
illustration of the method at the meeting of the British Association in 1897, and 
were quoted in the ' Electrician ? of that date. In all the earlier series of observa- 
tions, three independent flows were taken, with the same rise of temperature at each 
point t with the object of verifying the theory of the method, and detecting possible 
sources of error. If the values calculated from the largest and smallest flow 
disagreed with the observation on the intermediate flow, it was a sure sign of some 
error or defect in the work. I thought at first that it might be possible to determine 
the conduction error experimentally in this manner, but the effect proved to be 
too small. 





Table 


VIII — -F 


sample of Calculation of Speci 


no -LjLeau 


of Mercury, # 


(1) 

(2) 
(3). 


Flow, Q. 


Eise, dO, 

11-764 

11-8720 

12-301 


Watts, EC. 


EC/dO. 

1-2632 
•9851 
-6901 


•1400Q. 

1-2255 
-9435 
-6433 


D. 

•0377 
-0416 
•0468 


A 2 /3J,sQ. 

• 0008 
•0010 
*0015 


Results, I 

corrected. [ 

I 


8-753 
6-740 
4-594 


14-862 
11*696 

8-488 


j 

^=•0546 | 
Jsd= ~ -00202 j 
Js= '13798 

i 



* These results are given merely as an illustration of the method ; they were not corrected for the 

absolute values of the resistances and other minor sources of error. 
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In working out these results, the standard value of the specific heat was taken 
as Js = *1400 joule per gramme degree, since the specific heat of mercury is 
approximately ^th of that of water. If we take only the values of the difference D 
corresponding to the first and third flows, and calculate the values of h and Jsd, 
according to the elementary theory, neglecting the correction term h*/3JsQ 9 we find 

Jsd = (D' - D")/(Q' - Q") = ~ -0091/4-159 = - -00219, 
whence, h = '0568, Js = 1400 — '00219 = '13781 joule per gramme degree. 

As a verification, we may calculate the value of D for the intermediate flow (2). 
We find D 3 = '0420, in place of the observed value *0416. The difference is only 
four parts in 10,000, on EC/cZ0, and might well be attributed to errors of obser- 
vation in these preliminary experiments. 

Inserting the correction for the variation of the temperature gradient in the flow- 
tube, by subtracting h 2 /SJsQ from each of the corresponding values of D, and then 
calculating as before, we find the corrected results given in the last column, which 
exceed those calculated on the elementary theory by nearly one part in 700. It 
should be remarked that this correction can be deduced with certainty from (1) 
and (3) without reference to (2). It cannot be calculated satisfactorily from three 
flows, as it depends on small differences. 

(36.) Correction of Remits with Water Calorimeter, 

In applying the correction to the water calorimeter, it is necessary to take some 
account of the heat-loss from the outflow- tube round the thermometer bulb, as well 
as that from the fine flow-tube. This changes the numerical factors, which depend 
to some extent on the dimensions of the tubes, but the theory of the correction 
is otherwise unchanged. Assuming the heat-loss from the thermometer bulb to 
be two-fifths of the whole, which is sufficiently exact, since the whole correction is 
very small and a change of one-tenth in the ratio would not alter the result by more 
than 2 or 3 per cent, of itself, equation (10) becomes 

EG/d0 - Js Q = D = Js Q Qd + h Q (1 - add/ 10) + h* 11/25J*Q . . (12), 

and the correction to be added on this account to the value of the specific heat in 
joules, as calculated by Dr. Barnes, is given by the expression 

Correction for Variation of Gradient with Flow = + ll^oV^SJsQ'Q" . (13) 

In calculating this correction it is desirable to use the corrected value of A , which 
is obtained from that of h as given by Dr. Barnes by adding the terms 

Correction to value of A = + alid0/lO - (lU/ 2 /25JV) (1/Q' \ 1/Q") . (14). 



126 



PROFESSOR HUGH L. CALLENDAK ON 



J 



The standard value of J$ assumed in reducing the tables in the case of water for 
calculating the value of D, was the British Association unit of 4*200 joules. Inserting 
this value, and putting a = '0039, we have the numerical formulae 

Correction to h = + '00039h cW — -105/^/Q' — 105/r/Q". 

Correction to J '= + '±05h 2 /Q'Q" .......... (15). 



These formulae are to be employed in correcting the results for the specific heat of 
water given in the summarized tables (Barnes, p. 243). 

In cases where more than two flows are available at the same time and under the 
same conditions, it is naturally possible to obtain a more reliable value for the result 
by utilising all the flows, so as to minimize the effect of accidental errors. The 
accuracy of the work may then be verified by comparing the observed values of D for 
each flow with those calculated by equation (12). As an illustration we may take 
observations I. and II. with calorimeter D (Barnes, p. 243), which are also selected 
by Dr. Barnes as an experimental verification of the elementary theory. 

Table IX. — Correction for Variation of Gradient in Flow-Tube. 
Specific Heat of Water. Observations I. and II. (Barnes, Table XVIII. , p. 243), 

Calorimeter, D. 



Number of flow 

Flow, Q, gramme per second 


a) 

•6741 

•06975 

- -00021 
+ -00076 

- -01281 

(-05749)* 

•05749 
(-05749)* 


(2) ! 
•3993 


(3) 

•3902 


•4967 

•06975 

- -00022 
+ -00103 

- -00944 


(5) 

•2482 


Mean of 2, 3, 4 

•4287 


h , watts per degree 
■•OO39M0/1O . . . . 

•105V/Q 

- -0190Q 


•06975 

- -00022 
+ -00128 

- -00758 


•06975 

- -00022 
+ -00132 

- -00741 


•06975 

- -00022 
+ -00207 

- -00471 


•06975 

- -00022 
+ -00120 

- -00815 


D, calculated .... 
D, observed . . . 
• 07145- -00207Q . .. . 


•06323 
•06317 
•06318 


- 

•06344 
| -06318 
! -06337 


-06112 
•06135 
•06117 


•06689 
•06691 
•06631 


(•06258)* 

•06257 

(•06257)* 



The last column gives the mean of the three intermediate flows, which has been 
combined with the first flow in the calculation of the results. The second line gives 
the approximate values of the flows, which are required in working out the results. 

The next four lines give the values of the several terms in equation (12) for the 
calculation of D. The two unknown quantities h and Jsd are calculated by assuming 
the values of D enclosed in brackets for (l) and the mean of (2, 3, and 4). 

The values of D ." calculated " are obtained by adding the numbers in the four 
lines above, and are corrected for the effect of variation of the gradient in the fine 
flow-tube. The values U " observed," given in the next line, are taken from the 
tables, and are found by subtracting 4"2Q from EC/ 'd9. 

* Assumed in the calculation of Ao and d. 
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The last line contains the values of D calculated on the elementary theory, 
neglecting the variation of the gradient, assuming the same two values (1) and 
(2, 3, 4), and taking the heat-loss per degree constant. This assumption gives 
h = "07145 for the heat-loss, and J,sd == — '00207 joule per gramme degree for the 
defect of the specific heat from 4*200. 

Comparing the observed and calculated values of D on the two assumptions, we 
see that the relatively large discrepancy of '00060 on the elementary theory in the 
value calculated for the small flow (5), is exactly accounted for by the correction for 
variation of the gradient in the flow-tube. 

The effect of applying the correction in this particular case is to increase the value 
of the specific heat from 41793 to 4*181 .0, i.e., by 4 parts in 10,000. This correction 
is very small, but it cannot be neglected, because it is systematic. Besides, it is 
much larger than the errors of observation, which rarely amount to so much as 
1 in 10,000 on a single flow with a rise of 8°. 

In the discussion of these observations, Dr. Barnes (§ 5, p. 226) concludes, from 
the close agreement of the observed and calculated values of the heat-loss for the 
larger flows, that the elementary theory is valid and requires no correction, provided 
that the flow exceeds a certain limit, about '35 gm./sec. But the agreement for 
the larger flows results merely from his method of calculation, and is no evidence 
that the correction is negligible. The need for the correction could not arise per 
solium below a certain limit, as he suggests. 

The existence of the correction is obviously required by theory, and it is a 
remarkable verification of the accuracy of his observations that the small apparent dis- 
crepancy on the smaller flows, which he was prepared to attribute to some unknown 
source of error, should be so nearly accounted for by the variation of temperature 
distribution with flow, which is a necessary consequence of the method adopted. 

In going through the summary of observations (Barnes, Table XVIII.), it may be 
noticed that there is generally a small systematic error of this nature in the results, 
as calculated on the elementary theory, tending to make the value of the specific 
heat smaller, the smaller the flows from which it is calculated. It would not, 
however, be worth while to recalculate the whole in detail as above illustrated, 
because the correction is so small that it may reasonably be applied to the observa- 
tions as a whole. 

In any particular case, for a pair of flows, the correction can most easily be, applied 
by means of the numerical formulae (15) already given. This will not give the best 
results, if more than two flows are available, but the residual errors will then be 
accidental, so far as this particular correction is concerned. A few examples of this 
method of correction, taken from the first few experiments at 29° '10 C with 
calorimeter C, are given in the following table. The heat-loss in this calorimeter 
was much smaller than in calorimeter D, owing to a better vacuum and a smaller 
flow-tube. The correction is consequently smaller, and its effect is more obscured by 
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accidental errors, but so far as it goes, it tends to bring the observations into better 
agreement. 

. Table X. — Correction for Variation of Gradient in Flow-Tube, Calorimeter C... 



Number of 
Experiment, 


Values of Flow* 


Heat-Loss 


» h per 1°, 


Specific Heat in Joules. 


Q'. 


Q". 


Table, 


Reduced. 


Table. 

4-1803 
4-1771 
4-1795 
4-1790 


Corrected. 


III. 

IV. 

V. 

VI. 


• 66.5 
•501 
•660 
•590 


•399 
•258 
•392 
•375 


•04944 
•05123 
•04937 
•04965 


•04859 
•04989 
•04859 

-04882 


4-1813 
4-1791 
4-1805 
4-1802 



The general effect of the correction here is to raise the values by about 1 in 4000 
for the larger pairs of flows. The discrepancy between Experiments III. and IV. is 
mainly due, as the values of D show, to accidental errors of the small flows in 
opposite directions. The mean value 4*1803 agrees very well, allowing for the 
difference of temperature, with the value 4*1810 deduced from observations I. and II. 
with calorimeter D at 28°*0 C, which would give 4*1805 at 29°*10 C. 



(37.) Vernation of the Gradient-Correction with Temperature. 

The importance of this correction arises chiefly from the fact that the value of the 
heat -loss increases with rise of temperature for any calorimeter. As a result, the 
correction, which depends on the square of the heat-loss, is considerably larger at 
higher temperatures, and thus affects the curve of variation of the specific heat as 
well as the absolute values. If the correction were constant, it would affect only the 
absolute values, which would matter little owing to the uncertainty of the electrical 
units* 

As an illustration of the greater importance of this correction at higher 
temperatures, the last four observations (Barnes, Series 8, Table XVIII.) are given in 
the next table, reduced and corrected in a similar manner. Although these observa- 
tions do not include any exceptionally small values- of the flow, the correction at the 
higher points nearly reaches 1 in 1000 owing to the larger value of the heat -loss. 
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Table XL — Correction for Variation of Gradient in Flow-Tube, Calorimeter C, 

Series 8. 



Number of 
Experiment. 


Temperature, 
Centigrade. 


Values of Flow. 


Heat-Loss per 1°. 


Specific Heat in Joules. 


Q'. 


Q". 

•384 
•402 
•388 
•388 


Table. 


Reduced. 


Table. 

4-1920 
4-2017 
4-1951 
4-1890 


Corrected. 


LII. 
LIIL 
LIV. 

LV. 




74-05 
91-55 
80-38 
68-21 


•621 
•644 
•617 
•603 


•08469 
•10011 
•09218 

• 08283 


•08198 
•09643 
•08891 
•08011 


4-1950 
4-2055 
4-1986 
4-1919 



The effect of the correction on the curve of variation of specific heat is most 
readily appreciated by taking the approximate formula for the variation of the heat- 
loss with temperature, given by Dr. Barnes, p. 253, which, when slightly reduced to 
allow for the correction of the value of h given in equation (15), becomes 

h = '0300 + -00070* . (16). 

This formula represents the experimental results very fairly, except for the lower 
temperatures in the neighbourhood of 0° C. It leads to the following values of the 
corrections for the specific heat in joules and calories. 



Table XII. — Variation of Gradient-correction with Temperature, and Corrected 

Values of Specific Heat of Water. 





Heat-Loss. C( 


erection -105 V/Q'Q"- 


Results, 

1900, 

Corrected. 




Temperature, 








Reduced 


Centigrade. 










to H scale. 


Eorn 


iula(16). 
•0300 


E<9 4 . 
•033 


Joules. C 


lalories. 









•00038 


•00009 


1-0080 


1-0084 


10 


•0370 




•039 


•00058 


•00014 


1 


•0029 


1 


•0031 


20 


•0440 




•045 


•00082 


•00019 


1 


•0000 


1 


• 0000 


30 


•0510 




051 


•00109 


00026 





9987 





9986 


40 


■0580 




•058 


00141 


00034 





9986 





9984 


50 


•0650 




066 


•00177 


00042 


0« 


9993 





9989 


60 


0720 




074 


00218 


00052 


1- 


0005 


1- 


0000 


70 


0790 




083 


00263 


00063 


1' 


0018 


1 


0013 


80 


0860 




094 


00312 


00074 


1- 


0033 


1- 


0027 


90 


0930 




105 


00364 


00087 


1- 


0048 


1 


0041 


100 


1000 


•117 


00420 


00100 


1-0062 


1-0055 



In calculating the correction, the value of the product Q'Q /; is taken as 
'64 X '39 = *25, which represents fairly the values of the larger pair of flows on 
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which the results mainly depend. The corrections calculated from the actual 
numbers in the tables are, as a rule, slightly larger than those calculated from, the 
formula for the heat-loss, but the latter are usually within 1 in 10,000 of those 
observed. 

It may be interesting to remark that formula (16) gives a mean rate of increase of 
the heat-loss which is proportional to the fourth power of the absolute temperature 
over the range 0° to 80°. The fourth power law is well known to represent heat-loss 
by radiation with considerable accuracy over a moderate range at ordinary 
temperatures under conditions similar to those of this experiment. Values of the 
1 eat-loss calculated according to the fourth power law starting from the same value 
at 30° C, are given, for comparison, in the third column, headed E0 4, « They 
represent the experimental numbers rather better than the linear formula (16) at 
temperatures below 30°, but give results which are a little too high at 80° and 90°. 
The corrections in the table have been calculated from the linear formula, but the 
difference would be very slight over the greater part of the range. 

The values of the specific heat given in the column headed "Results, 1900, 
Corrected," are obtained from those calculated by the formulae given by Barnes, 
6 Proc. Roy. Soc./ 1900, p. 242, by adding the correction in calories given in the 
previous column, and expressing the results in terms of a unit at 20° C, instead of 
the unit at 16° employed by Barnes. Although the values of the corrections are 
worked to the next figure, I have not considered it desirable to give the values of 
the specific heat beyond 1 part in 10,000. 

It happens, by a curious coincidence, that the correction for the variation of the 
temperature gradient is very nearly equal and opposite to the correction required to 
reduce the results to the hydrogen scale, if calculated, as previously explained in 
Section 23, from the observations of Joule and Thomson for air at a constant 
pressure of -76 centims. The values given in the last column, reduced to the 
hydrogen scale, are practically identical with those calculated directly from Barnes 5 
formulae without correction, except that they are expressed in terms of a unit at 
20° C, and are corrected for an obvious misfit of the formulae at 55° O. (see §46). 



Paut V. — Discussion op Results. 

(38.) Meaning of the Term "Specific Heat." 

The term " specific heat " is here employed as an abbreviation for the phrase 
" specific capacity for heat," or " thermal capacity of unit mass, J i.e., the quantity of 
heat per unit mass per degree required to raise the temperature of a substance. 
In a similar manner, " specific electrical resistance " or " resistivity " of a substance is 
understood to mean the resistance of the material per unit area of section per unit 
length. On this understanding, specific heat may be measured in terms of any con- 
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venient unit, either in joules per gramme per degree Centigrade, or in foot-pounds 
per pound per degree Fahrenheit, without any implied reference to the properties of 
water. On the other hand, it is not unusual in elementary text-books to define specific 
heat as the ratio of the thermal capacity of a given mass of the substance considered 
to that of an equal mass of water at a standard temperature. The two definitions 
lead to the same numerical results, provided that the unit of heat is the thermal 
capacity of unit mass of water at the standard temperature. But there is nothing in 
the derivation of the term " specific heat " to imply that it denotes a ratio with 
respect to water at a standard temperature, and I think that this definition unduly 
restricts the meaning, and has given rise indirectly to a good deal of confusion. 

(39.) Choice of a Standard Temperature for the Thermal Unit. 

In addition to the absolute unit of heat, which is naturally the same as the unit of 
mechanical energy, it is necessary for practical calorimetry to adopt as a standard of 
reference a thermal unit equal to the quantity of heat required to raise unit mass 
of water one degree at a standard temperature. For purely academic purposes, it 
would suffice to adopt either of the time-honoured standards at 0° C. or 4° C, which 
have been frequently proposed, and are still to be found in the majority of text- 
books. But it has been conclusively shown that the specific heat of water at these 
low temperatures is considerably higher than over the range which is commonly 
employed for calorimetric determinations. The units at 0° and 4° would be practically 
inconvenient on this account. A still more serious objection is that the specific heat 
at these temperatures cannot readily be determined with the same order of accuracy 
as at ordinary temperatures. The unit of 4 '200 joules proposed by the British 
Association Committee, which was supposed at that time to represent the specific 
heat of water in joules per gramme degree at 10° C, is open to the additional objection 
that it is really an absolute unit in disguise, and that, as such, it is superfluous, and 
does not satisfy the requirement of a thermal unit defined in terms of the specific 
heat of water at a definite temperature. 

For practical purposes, it is evidently necessary to define the thermal unit in terms 
of the mean specific heat over a range of temperature rather than at a definite point. 
The range of 1°, which is generally taken in definitions, is evidently too small for 
the accurate measurement of the rise of temperature in terms of the fundamental 
interval. These very small ranges of temperature have frequently been employed in 
calorimetry, as in Joule's earlier experiments, for the purpose of reducing 
the uncertain correction for external heat-loss ; but with modern appliances for 
accurate thermal regulation, and provided that the duration of the experiment is not 
unduly prolonged, it is quite possible to employ a rise of 10° or more without the 
uncertainty of the heat-loss exceeding the probable theormometric error. 

So far as the thermometric error alone is concerned, the obvious interval to select 

s 2 
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is the fundamental interval itself. For this reason, the " mean calorie/' which is 
equal to one-hundredth part of the quantity of heat required to raise the temperature 
of a gramme of water from 0° to 100° C, has been often proposed as the most suitable 
thermal unit. But in this case the calorimetric difficulties due to the lar^e range of 
temperature are so exaggerated that the relation of the mean calorie to the practical 
unit employed in calorimetry cannot be determined with the same order of accuracy 
as the practical unit itself can be realized. This point is further illustrated in 
Section 45 below. An equivalent proposition is to select as the standard temperature 
for the definition of the thermal unit that temperature at which the specific heat is 
equal to its mean value over the fundamental interval The objection to this is that 
it leaves the standard temperature uncertain. If, however, a definite temperature of 
either 15° or 20° G. were selected, we should have a definite unit, which would 
probably be within one part in a thousand of the mean calorie, or near enough for all 
practical purposes. 

On the whole, a range of 10° appears to be the most appropriate to adopt for the 
practical definition of the thermal unit. Rowland's results for the specific heat w ere 
calculated in this manner by taking the mean value over each interval of ten degrees. 
Griffiths also adopted a range often degrees, 15° to 25°, in his experiments, and his 
results may be held to refer to the mean of this range, which is also very close to the 
mean of the range, 18° to 20°, of Schuster and Gannon's experiments. For this 
reason, I have been in the habit for some years of expressing results in terms of the 
mean specific heat of water over the range 15° to 25° C, which is, within 1 part in 
20,000, the same as the value at 20° C. The mean thermal unit over this range may 
conveniently be called the " calorie at 20° C ? " although of course it cannot be 
practically realized except as the mean over a range. 

The preliminary results for the variation of the specific heat of water communicated 
to the British Association at the Dover meeting in 1899, were expressed in terms of 
the calorie at 20° C. I have thought it important to retain this unit in the present 
paper to avoid confusion, although Dr. Barnes and Mr. Griffiths^ have since proposed 
units at 16° and 15° respectively, as being probably closer in magnitude to the mean 
calorie between 0° and 100° C. From a scientific point of view there is little to 
choose between these units, and the relation between them is known with a high 
degree of accuracy ; but as a question of practical calorimetry, I think the unit at 
20° is undoubtedly superior. In all accurate calorimetric work it is necessary to 
employ thermal regulators, and there can be no doubt that from this point of view 
the range 10° to 20°, corresponding to the unit at 15° 0., is too low. The range 20° 
to 30° would be better for temperature regulation than 15° to 25°, but I adopted the 
latter as corresponding to the mean of Rowland's, and Griffiths', and Schuster's 
experiments, and as agreeing more nearly with the mean range of an ordinary 

* More recently, Griffiths ('Thermal Measurement of Energy/ Cambridge, 1901) lias proposed to 
adopt the calorie at 17*5° C, or the mean value over the range 15°~20° C. 
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calorimetric experiment without a thermal regulator. It might be objected that 
Schuster (range 18° to 20°) and Ludin (range 11° to 18°) found it necessary to keep 
the calorimeter always below the temperature of its surroundings, in order to avoid 
readings on a stationary or falling temperature, which are quite unreliable with 
a mercury- thermometer, owing to capillary friction. But even in this case it would 
be better to use a regulator at 25°, to avoid any risk of cooling the calorimeter below 
the dew-point, if a range of 1 0° is required. 

(40.) Choice of a Standard Scale of Temperature. 

An equally important question in the definition of the practical thermal unit is the 
choice of the scale of temperature to which it should be referred. There would 
probably be little hesitation in selecting the scale of the constant-volume hydrogen- 
thermometer at 1 metre initial pressure ; but this necessitates the further considera- 
tion of the secondary standard by which the practical unit is to be realized, as it 
would of course be quite impossible to employ the hydrogen-thermometer at constant- 
volume directly in a calorimetric experiment. The mercury-thermometer, which is 
regarded at present as the representative of the normal scale, is a most unsatisfactory 
instrument for accurate calorimetric work. Some of its defects in this respect have 
already been incidentally mentioned, and it is impossible to regard with confidence 
results obtained by its use under conditions so different from those of the comparison 
with the ultimate standard. The only satisfactory method of standardizing a mercury- 
thermometer under the conditions of experiment, is by comparison with a platinum- 
thermometer. In the great majority of cases it would be far less trouble to discard 
the mercury-thermometer in accurate work and employ the platinum-thermometer 
itself. The results could be nominally reduced to the hydrogen scale in the manner 
described in the present paper, with an accuracy which is limited only by the gas- 
thermometer. But though nominally expressed in terms of the hydrogen scale, and 
subject to all the uncertainties of gas-thermometry, the results would have the 
advantage of being really referred to a practical scale which could be reproduced at 
any time with an accuracy depending only on that of the original observations. 

Although it is very generally admitted that the platinum-thermometer is the most 
accurate instrument for scientific work, it is also commonly assumed that the mercury- 
thermometer is much easier to work with. This is quite a mistake if an accuracy of 
the order of '00 l c C. is aimed at. If anyone wishes to realize the incalculable simplifica- 
tion introduced into accurate work by the employment of platinum-thermometers 
instead of mercury, even over the range 0° to 100° C, he should try to perform 
an experiment like the present. After endless labour spent in calibrating and 
standardizing a suitable series of limited scale-thermometers, he would probably find 
all his observations spoilt by uncertainties of stem exposure and capillary friction, 
and more particularly by unknown changes of zero at the higher points of the range. 
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It is no exaggeration to say that this investigation could not have been carried out 
successfully without the direct employment of platinum-thermometers. 

(41.) The Work of Regnault. 

The work of Regnault (' Memoires de ITnstitut/ Paris, 1847) on the specific heat 
of water by the method of mixture at temperatures between 110° C. and 190° C, 
represents the only evidence at present available on the variation of the specific heat 
at high temperatures. It was carried out on a large scale with his usual 
experimental skill, and is undoubtedly entitled to great weight ; but there are 
large discrepancies in several cases between the recorded data and the calculated 
results, and very little is known of the scale of the thermometers employed in 
the work. 

The total capacity of the calorimeter employed was about 110 kilogs. At each 
experiment 10 kilogs. of cold water was drawn off, and the same amount of hot 
water, at a known temperature, was introduced from a high-pressure boiler. The 
rise of temperature varied from 8° to 15°, according to the initial temperature of the 
hot water, and was read to the hundredth of a degree. The discrepancies in the 
observations taken at any one point under similar conditions are of the order of 
*5 per cent. The results have been recalculated from the data columns by 
J. M. Geay ('Proc. Inst. Mech. Eng./ 1889), who finds in several cases disagree- 
ments amounting to from 2 to 4 per cent. In all these cases it appears that the 
total recorded quantity of water considerably exceeded the capacity of the calori- 
meter. As the result of a careful enquiry, Gjray concludes that Regnaiilt's 
calculations are probably right, and that the apparent discrepancies in the data 
arise from deficient information or erroneous entries. 

It would appear to be hopeless at the present time to make any corrections to the 
readings of the thermometers employed for observing the temperature of the hot 
water, beyond those which Regnault himself applied. The principal source of 
uncertainty lies with the calorimetric-thermometers, as Regnatjlt whs unable to 
obtain any consistent evidence of deviation from the scale of the air- thermometer 
between 0° and 100° C, and did not apply any correction from the mercurial to the 
absolute scale. Moreover, no allowance was made for the temporary depression of 
zero to which French " cristal " thermometers appear to be particulary liable. Some 
thermometers of this class show a depression of as much as half a degree after 
heating to 100° C. If such a thermometer is suddenly immersed in steam, its 
reading rapidly rises to a maximum, and then slowly falls for half an hour or so 
towards its steady reading. In using a mercury-thermometer in a calorimeter, 
where it is exposed to a sudden rise of temperature, the effect of this phenomenon 
is to make the observed rise of temperature too large. The maximum reading is 
always taken, with additive corrections to represent the subsequently observed rate 
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of cooling. At the time of reading the maximum, the zero depression has not had 
time to produce its full effect, owing to the suddenness of the rise, and it therefore 
tends to increase slightly the subsequent rate of fall. In graduating the thermo- 
meter, or comparing it with an air-thermometer, the readings are taken at steady 
temperatures, so that the zero depression has time to produce its full eifect. These 
steady readings will be systematically lower than the instantaneous readings obtained 
on suddenly heating the thermometer. Unless the method of variable zero is 
employed in taking the observations, it is quite impossible to apply an accurate 
correction, since the depression in any given case depends so much on the past 
treatment of the thermometer, especially in the case of French " cristal " glass. It 
is possible, however, to assert that the probable effect would be to produce an error 
in the observed rise of temperature approximately proportional to the rise, and 
therefore nearly proportional to the excess of temperature of the hot water, since 
the same weight of water was employed in all the experiments. The corresponding 
error in the value of the mean specific heat deduced would therefore be nearly 
constant on the average, although no doubt the variations of the zero depressions in 
consecutive experiments may be responsible for some of the individual discrepancies. 
The possible limit of error from this source would be about 5 parts in 1000, allowing 
for the effect of the zero depression in accelerating the apparent rate of cooling, 
which would tend to increase the error. The probable effect would be to make the 
specific heat, as calculated by Regnault, about 2 or 3 parts in 1000 too large. 

The correction of Regnault's thermometers to the hydrogen scale cannot be 
applied with any certainty without recovering the original instruments, as different 
thermometers of the same glass often differ considerably, and so much depends on 
the exact method of treatment. But if we assume Guillaume's tables for modern 
thermometers of similar glass, the correction to the values of the specific heat 
would be of the order of 3 parts in 1000 in the direction of reducing Regnault's 
results, and would be nearly constant for the different observations. 

Including both sources of error, we should infer that Regnault's values for the 
mean specific heat may require to be reduced by a constant correction of 5 or 6 
parts in 1000. 

Although it is evident that some correction is necessary, I should hesitate to 
assume the above estimate without experimental corroboration. I find, however, as 
explained in the ' Brit. Assoc. Rep./ 1899, that a correction of precisely this order 
of magnitude is required to make Regnault's observations of the mean specific heat 
between 20° and 110° C, agree with those of Reynolds and Mookby, between 0° 
and 100°, and with those of Barnes, between 40° and 90° C. The correction also 
makes Regnault's observations at 110° agree much better with his own observations 
at higher temperatures. It has the further advantage of being the simplest, as well 
as the most probable kind of correction to apply. I therefore proposed in 1899 to 
adopt Regnault's formula provisionally for the higher temperatures, merely 
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subtracting the constant quantity *0056 from his values of the specific heat, in 
order to make them agree with the curve of variation deduced from the present 
investigation at a temperature of 60° C. Thus modified, the formula for the specific 
heat s at a temperature t is as follows :— 

From 60° to 200° C. s = '9944 + *00004£ + -000,000,9^ . . . (l). 

Regnault's formula for the mean specific heat would require further modification, 
as it is of course quite erroneous between 0° and 60°, But It is really of compara- 
tively little use to tabulate the mean specific heat. The quantity most often 
required is the total heat h from 0° to t. If we adopt as unit the specific heat of 
water at 20° C, the total heat from 0° to 60° is 60*020. The value of the total heat 
h above 60° is then represented by the formula, 

(Above 60°) h = + '220 + '99Ut + '000,02£ 2 + '000,000,3^ . . (2), 

which differs from Regnault's formula only in the first two terms, and is deduced 
from the formula (1) for the specific heat at t by integration, and addition of a 
suitable constant to make the value right at 60° O, 

To find the mean specific heat betw r een any two arbitrarily selected temperatures, 
which is often required in reducing calorimetric observations, the simplest method of 
procedure is usually to take the difference between the values of h corresponding to the 
integral values nearest to the extremes of the range, and divide by the whole number 
of degrees between the values taken. This will generally give a result which is 
accurate to 1 in 10,000. If the range is less than 10° the order of accuracy will 
be proportionately less ; but this is immaterial, as the same will probably be true of 
the observations themselves with which the comparison Is required. 

The work of Pfaundler and Platter, of Hirn, of Jamin and Amaury, and of 
many other experimentalists who succeeded Regnault, appeared to indicate much 
larger rates of increase than he had found ; but there can be little doubt that the 
discrepancies of their results, which often exceeded 5 per cent., were due to lack of 
appreciation of the difficulties of the problem. Before the time of Rowland's 
experiments in 1879, sufficient attention had not been paid to the thermometry, and 
the results were of comparatively little value. 

(42.) The Work of Rowland. 

It is unnecessary to give any description or criticism of Rowland's work, which is 
generally recognised as being the most accurate determination of the mechanical 
equivalent of the thermal unit at ordinary temperatures. Rowland himself con- 
sidered that his results were probably correct to at least 1 in 500, and that the 
greatest uncertainty lay in the comparison of the scale of his mercury-thermometers 
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with the air-thermometer, which was the most difficult part of the work. His ther- 
mometers have recently been compared with a mercury-thermometer standardized at 
Paris, and with a platinum-thermometer standardized by Griffiths. The result has 
been to reduce the rate of change of specific heat shown by his original calculations by 
nearly one -half, but the absolute value of the specific heat about the middle of the 
range remains almost unchanged. The accuracy of his results in terms of the 
hydrogen scale has probably been raised to 1 in 2000 on the average by this 
correction ; but it must be remembered that the thermometers were compared at 
steady temperatures, and not under the actual conditions of the experiment on a 
steadily rising temperature. This may affect the validity of some of the conclusions. 

In Rowland's experiments, the most striking difference from ours is the sharp 
minimum at 30° followed by a rapid rise. Rowland himself considered that at 30°, 
owing to the increasing magnitude and uncertainty of the radiation correction, " there 
might be a small error in the direction of making the equivalent too great, and the 
specific heat might go on decreasing to even 40°." It should be remembered that his 
method gives directly the total heat reckoned from the start of each experiment, and 
that the values of the specific heat over shorter ranges would be more affected by 
thermometric errors, especially near the ends of the range. If our results are com- 
pared with his by means of the total heat starting from the same value at 5° C, it 
will be seen that, in spite of the apparent dissimilarity in the forms of our curves for 
the specific heat, our values of the total heat do not differ from those of Rowland by 
more than 1 in 5000 over the whole range of his experiments. This is shown in the 
following table :— 

Table XIII — Values of Total Heat of Water compared with Rowland. 



Temperature, 


Total Heat, 


Total Heat, 


Centigrade. 


Callendar and Barnes. 


Eowland. 


5 


5-037 


5-037 


10 


10-056 


10-058 


15 


15-065 


15-068 


20 


20-068 


20-071 


25 


25-065 


25-067 


30 


30-060 


30 • 057 




35^052 


35-053 



(43.) The Method of Mixture. Ludin. 

The experiments of Rartoli and Stracciati ('Boll. Mens, dell' Ace. Gioenia,' 18, 
Ap., 1891), by the method of mixture between 0° and 30°, gave a curve very similar 
to Rowland's, but with a minimum at 20° C. This excessive lowering of the 
minimum may probably be attributed to constant errors inherent in their methods of 
experiment. 



vol. cxcix. — A. 
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The later work of Ludin" (Zurich, 1895), under the direction of Professor Pernet, 
extending from 0° to 100° C, requires further notice on account of the wider range of 
the experiments, and the great attention paid to the thermometry. Pie employed 
mercurial thermometers of the Paris type, with all the usual precautions. He adopted 
the method of mixture, adjusting the quantity of hot water in each case to give the 
same rise of temperature, from 11° to 18°, in the calorimeter. The discrepancies of 
individual measurements at any one point do not exceed *3 per cent., hut he did not 
vary the conditions of experiment materially, and it may be questioned whether the 
well-known constant errors of the method could have been eliminated by the devices 
which he adopted. His results (see Table XIV., p. 144) give a minimum at 25° and 
a maximum at 87° C, the values being '9935 and P0075 respectively, in terms of 
the mean specific heat between 0° and 100°. The rapid rise from 25° to 75° may 
possibly have been due to radiation error from the hot water supply ; and the 
subsequent fall between 90° and 100° to the inevitable loss of heat by evaporation of 
the nearly boiling water on its way to the calorimeter. His values, reduced to a unit 
at 20° C, are given for comparison in Table XIV. The agreement with our values Is 
remarkably close at the lower temperatures ; but the difference at 80° amounts to 
nearly 1 per cent. In addition to the fact that his curve cannot easily be reconciled 
with Regnault, there is this theoretical difficulty in accepting his values at higher 
temperatures. The quantity which he actually observed was the mean specific heat 
between the higher temperature and the final temperature of his calorimeter. His 
values of the specific heat Itself were obtained by differentiating the curve, and really 
depend on small differences at the higher points between observations which are 
themselves difficult and uncertain. His values for the mean specific heat differ much 
less from ours. The peculiar advantage of the method we adopted Is that the specific 
heat itself is determined over a range of 8° to 10° at each point by adding accurately 
measured quantities of energy to the water at the desired temperature. There is no 
possibility of evaporation or heat-loss in transference as In the method of mixture, and 
the protection from external radiation is much more perfect. 

(44.) The Work of Miculesou. 

The work of Miculesou ('Ann. Chim. Phys./ XXVII., p. 202, 1892), though not 
directly affecting the question of the variation of the specific heat, is Interesting as an 
example of a steady-flow method of calorimetry. The apparatus consisted of a Joule 
calorimeter mounted horizontally, with the paddles directly driven by an electric 
motor, the torque being observed by the " cradle- method" of Despretz and Brackett. 
The heat generated was measured by passing a steady current of water round the 
calorimeter, and observing with a platinum-iron thermocouple the rise of temperature 
of the stream. The rate of heating was about 50 calories per second, the rise of 
temperature 2°, and the capacity of the calorimeter about 3 litres.' The work has 
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been criticised by Schuster, and also by Ames (' Paris Congress Reports,' 1900) on 
the ground that the length of the lever by which the torque was measured was 
apparently taken as 28 centims. without verification. M. Guillaume replies in a 
footnote that the length would probably in any case be accurate to a tenth of a millim., 
or 1 in 2800 (which is about the limit of accuracy claimed for the best absolute 
measurements of the mechanical equivalent), but regrets that the original lever 
cannot be found for the purpose of verification. It appears, however, from the 
description given by Miculescu, and also from the wood-cut of the apparatus, that 
the weight was not supported on a knife-edge but suspended from a round hook 
clamped to the lever with a screw, so that it would be a matter of some difficulty to 
estimate the effective length. Moreover, it would be very difficult with a platinum - 
iron couple to measure so small a difference as 2° with a degree of accuracy higher 
than *01°, and Miculescu does not mention some of the necessary precautions. In 
addition, the correction for the external loss of heat from the calorimeter by radiation 
and conduction was regarded as being negligible in comparison with the heat-supply, 
and no correction was applied for it. It is easy to estimate, however, from the 
dimensions of the apparatus, that it could not have been much less than 0*5 per cent., 
and that it was probably larger on account of the smallness of the interval between 
the calorimeter and the jacket, which would considerably increase the heat-loss by 
conduction and convection through the air space. There are several other indications 
in the paper that the author did not really aim at a higher order of accuracy than 
1 per cent., which is about the limit usually reached in engineering experiments, and 
that the work should be regarded rather as an illustration of a method than as a 
serious absolute determination. 

(45.) The Work of Reynolds and Moorby. 

The work of Reynolds and Moorby (' Phil. Trans./ A, 1897), on the mean specific 
heat between 0° and 100° C. in absolute measure, stands in the same category as that 
of Rowland as an accurate determination of the mechanical equivalent. The two 
are not directly comparable, but if we assume the rate of variation of specific heat 
found in our experiments as the medium of comparison, the result of Reynolds and 
Moorby would give 4*179 for the number of joules in one calorie at 20° C, at which 
point Rowland's corrected results give 4*181. If we took Ludin's table, we should 
find 4*157. The formula of Winkelmann # gives 4*133, and that of Regnatjlt 4*167. 
The comparison of Reynolds and Moorby with Rowland is therefore a confirmation 
to some extent of the accuracy of the present experiments, as compared with 
Ludin's, or with formulae proposed by other writers. On the strength of this 
comparison, I have generally adopted the mean value 4*180 joules per calorie at 
20° C. as the most probable estimate of the " Mechanical Equivalent/' assuming that 
the absolute value cannot be certain to a higher order of accuracy than 1 in 2000. 

* Winkelmann, ' Handbuch der Physik/ Band 2, Abth. 2, p. 338. 

T 2 
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It might, however, be claimed that either or both of the absolute determinations 
above cited were more accurate than this, and that the error lay with our comparison. 
It is a nice question whether the mean specific heat, which is practically independent 
of the scale of the thermometer employed, should be chosen as the standard of 
reference, rather than the specific heat at a particular temperature such as 20° C. on 
the scale of a particular thermometer. My own opinion is that the latter unit is the 
more practical, and the most accurately reproducible. It is not very difficult in a 
thermochemical experiment to measure a quantity of heat to 1 in 1000 with a 
suitable rise of temperature and a good thermometer with known scale errors. But 
it is quite impossible to realize the mean thermal unit to this order of accuracy without 
the most elaborate apparatus on a scale approaching that adopted by Reynolds and 

MOORBY. 

The fundamental difficulty in the determination of the mean specific heat between 
0° and 100° C. lies in the great range of temperature to be covered, and the 
consequent risk of excessive or uncertain loss of heat. Reynolds and Moorby 
endeavoured to meet this objection by working on a very large scale, and succeeded 
in reducing the heat-loss to 5 per cent,, even without the use of lagging. But in 
working on this scale they encountered peculiar difficulties, which were not overcome 
without great pains and ingenuity, and which must in any case have materially 
affected the order of accuracy attainable by their method. Owing to the employment 
of a steam-engine as motor, it was difficult to secure a high degree of steadiness in 
the conditions of running, and the outflow-thermometer could not be read more 
closely than a tenth of a degree owing to its incessant oscillations. The largest 
variation recorded in the two trials of which full details are given, was 4*9° F. in 
two minutes on the outflow temperature, and four or five revolutions per minute in 
300 on the speed. The greater part of these variations being accidental would 
disappear in the mean, but it is probable that there would be systematic errors of the 
same order as the limit of accuracy of the instantaneous readings. In using so large 
a quantity of water, it was impracticable to deprive it entirely of air, which caused 
considerable trouble, owing to loss of heat by generation of steam in the air bubbles. 
Again it was naturally impossible to enclose the brake in a vacuum-jacket, or shield 
it from draughts and extraneous disturbances by means of an isothermal enclosure. 
The greatest uncertainty appears to have arisen from damp in the lagging, which 
caused the rejection of a number of trials. The correction for conduction along the 
4-inch shaft was of much smaller magnitude, though probably more uncertain on 
account of the impossibility of determining the actual gradient in the shaft itself 
The extreme limits of variation of the recorded results w r ere from 776*63 to 779*46 
foot-pounds, but considering that the main sources of error above mentioned were 
accidental, it is probable that the accuracy of the mean would be of a higher order 
than might be inferred from the separate experiments. 
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(46.) Empirical Formula. 

The usual method of representing the results of a series of observations like the 
present is to adopt an empirical formula of the type, 

s = 1 + at + bt" + c£ 3 + cW + &c, (3), 

and to calculate the values of the coefficients a, ?>, c, d, &c, by the method of least 
squares. This was, in fact, the method adopted by LtiDiN. It has the advantage of 
providing a simple and ready rule, which is very generally recognized and applied ; 
but it appears to me that it is in reality liable to several objections. Too much 
w r eight is given to the observations at higher temperatures, which are necessarily less 
accurate than the rest. The results obtained are in a great measure dependent on 
the particular type of formula assumed, which is frequently inadequate to represent 
the phenomenon, and is generally quite unsuitable for extrapolation. Moreover, the 
method gives a fictitious appearance of completeness and accuracy, which is quite 
misleading, as the calculated values of the probable errors contain no reference to 
possible sources of constant error. It also generally happens that the terms of the 
empirical formula are large and of alternate sign, so that the small variation required 
is given as the difference between large quantities, which must be calculated to 
several figures in applying the formula. The following formula of Ludin supplies a 
good illustration of some of these points :— 



$=1 — '00076668£ + -000019598** - •000,000,1162* 3 
± '0000025 ± '000004 ± '000,000,03 



*^ 



r ■ • 



(4 



The probable errors of the several coefficients, as calculated by LuMN, are given in 
the second line below the coefficients to which they apply. The value of the specific 
heat at 100° C. on Ludin's formula is made up as follows : — 



s = 1 — -076668 ± -00025 
-f -19598 ± -040 
- -1162 ± -030 



1 + -0031 

It is at once obvious that a formula of this type is quite unsuitable for the 
representation of the variation of the specific heat over the whole range 0° to 100° C. 
Moreover, since the maximum divergence of the specific heat from its mean value 
over the range 10° to 70° is only 2 parts in 1000, according to the present series of 
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experiments, It is evidently desirable from a practical point of view to employ the 
simplest possible formulae for its representation. The variation from unity over this 
range cannot be determined more closely than 2 or 3 parts in 10,000 (i.e., 10 per 
cent, of the variation itself), so that it would appear ridiculous to employ coefficients 
with five significant figures in the formula 

For the above reasons, in the 'British Association Report/ 1899, the following 
simple formula was given as representing the results between 10° and 60° within the 
limits of accuracv of the observations, in terms of a unit at 20° C — 

s — '9982 + -000,0045 (t — 40) s ....... (f>). 

It was stated that the variation of the specific heat near the freezing-point was 
apparently more rapid than the formula indicated, and could be approximately 
represented by the addition of the constant quantity *020 calorie to the total heat. 
This correction to the formula has since been further verified, and may be represented 
by the addition of a small cubic term below 20°. 

Below 20° C. add to (5) + '000,000,5 (20 — tf .... (6). 

At that time the observations had not been extended above 60°, and the formula 
of Regnault, emended as already described, was therefore adopted for the higher 
temperatures, namely, 

Above 60° to 200° C. s= '9944 + '000,04£ + -000,000,9* 2 . . . (7). 

Shortly afterwards, Dr. Barnes succeeded in obtaining six observations at higher 
temperatures. One of these was vitiated by dissolved air, and another was incomplete. 
There remain four good observations, which could be represented within 1 part in 
10,000 by the linear formula, 

From 68° to 92°. s — 1 + '000,14 (t - 60) ... . (8), 

This formula gives a value nearly 1 part in 1000 lower than (7) at 90°, and it 
cannot be satisfactorily fitted on to Regnault's observations at higher temperatures. 
I think on the whole it would be better to retain Regfault's formula as previously 
emended, until further observations are available. Although the agreement of the 
four observations is so perfect among themselves, it is possible that they may be 
affected by a constant error of this order of magnitude, if all the difficulties of the 
work are rightly considered. Besides, the linear formula cannot represent the 
probable increase in the rate of variation of the specific heat at higher temperatures, 
which is theoretically required to account for the vanishing of the latent heat at 
360° C, the critical temperature. 

It would of course be easy to represent the observations a little more accurately in 
any particular part of the curve by using more complicated formulae, but it is 
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doubtful whether the advantage gained would be worth the extra complication, and 
the possible confusion caused by changing a formula already published and widely 
distributed. 

Dr. Barnes (' Roy. Soc. Proc.,' vol. 67, p. 242) has proposed the following : — 

From 5° to 37 0> 5, 

s = -99733 + -000,0035 (37"5 - tf + -000,000,10 (37"5 - tf . . (9). 



From 37°-5 to 55 



O 
? 



s = -99733 + '000,0035 (37'5 - tf — "000,000,10 (37*5 - *) 3 . . (10). 
From 55° to 100°, 

s = -99850 + -000,120 (* - 55) + '000,000,25 (t — 55) 3 .... (U). 

The first two formulae differ only in the sign of the third term. They are not 
quite so simple and convenient for calculation as (5) above. The first formula does 
not represent the observations below 10° quite so accurately as formula (6), but both 
are probably within the possible limits of error. The mean divergence of the 
observations between 37°'55 and 5° from the second formula is about 3 parts in 
10,000, and is rather greater than the mean divergence of the observations from the 
old formula (5). The agreement with the latter would be greatly improved if we 
reject the discordant observation No. XXII., in series 2 at 54°'61 (Barnes, p. 244), 
giving greater weight to the later observations, No. XXXII. in series 3 at 54°*57, 
and No. XLVIIL, in series 6 at 51°*02. On the whole, the balance of probability 
appears to me to be in favour of retaining the older and simpler formula in preference 
to that since proposed by Dr. Baenes. 

The third of the above formulae, from 55° to 100°, does not fit with the second at 
55°, the respective values being, (10) '99893, and (11) '99850. This is shown by the 
difference in Table XIV. between the values at 55° and 60° in the column headed 
" Baenes, Roy. Soc, 1900," which is only '00016. The corresponding differences for 
five degrees on either side are 50° to 55°, '00087 ; 60° to 65°, *00061. There is also 
a considerable change of slope from '000216 to '000120 at 55°. It is, of course, necessary 
that the values should fit accurately at the point where the formulae meet, and it is 
further desirable that there should not be a sudden change of slope. The first 
condition is accurately and the second very approximately satisfied by the old 
formulae (5) and (7) at 60°. 

The following table contains a comparison of the formula of Ludin and those of 
Baenes, with those previously published in the B.A. Report, 1899. 
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Table XIV,— Comparison of Formulae. 



Temperature, 
Centigrade. 


Ludin, 1895. 


Barnes, 
Roy. Soc, 1900. 


B.A. Report, 
1899. 


Values of J. 







1-0084 


1-0084 


1-0094 


4 


•219 


5 


1 


•0051 


1 


•0055 


1 


•0054 


4 


•203 


10 


1 


•0026 


1 


•0031 


1 


■0027 


4 


•191 


15 


1 


•0009 


1 


•0012 


1 


■0011 


4 


•185 


20 


1 


•0000 


1 


•0000 


1 


•0000 


4 


•180 


25 





•9998 





•9991 


o- 


9992 


4 


•177 


30 





•9999 





•9986 


0' 


9987 


4 


175 


35 


1 


•0006 





•9984 





9983 


4 


•173 


40 


1 


•0017 





9984 





9982 


4 


•173 


45 


1 


•0030 





9986 





9983 


4 


•173 


50 


1 


•0046 





9991 





9987 


4 


•175 


55 


1 


0063 


0< 


9999 


o- 


9992 


4 


177 


60 


1' 


0079 


!• 


0001 


1- 


0000 


4' 


180 


65 


!■ 


0094 


1 


0006 


1' 


0008 


4 


•183 


70 


1' 


0109 


1- 


0013 


1' 


0016 


4 


•187 


75 


1- 


0123 


1- 


0020 


1' 


0024 


4" 


190 


80 


1- 


0131 


1' 


0027 


!• 


0033 


4 


194 


85 


1« 


0137 


1- 


0034 


1-0043 


4' 


198 


90 


1- 


0136 


1' 


0041 


1-0053 


4' 


202 


95 


1' 


0129 


1- 


0048 


1-0063 


4' 


206 


100 


1-0117 


1-0055 


1-0074 


4-211 



For the reasons already stated, the values in the above table are all expressed in 
terms of a unit at 20° C. for comparison, and are given to 1 part in 10,000 only. I am 
inclined to regard the values and formulae corresponding to the column headed " B.A. 
Report, 1899," as being the most probable. The corresponding values of J. the 
number of joules per calorie, are calculated assuming the value 4*180 at 20° C. 



(47.) Theoretical Discussion of the Variation of the Specif c Heat 

Olausius (' Mechanical Theory of Heat/ p e 180, translation, 1879) has calculated 
the specific heat of water at constant volume G v from that at constant pressure G p 
by means of the well-known equation, 



C„ = O p - T (dv/dT) p (dp/dT), 



C 



'p 



T(dv/dT)//(dv/dp) T 



(12). 



Taking Regnault's values of C^, Kopp's values of the coefficients of expansion, 
and Grassi's values of the compressibility, Olausius finds the values, 



Temperature ..... 


0° 


25° 


50° 


C„, at constant pressure 


. 1-0000 


1-0016 


1-0042 


Cj., at constant volume . 


. 0-9995 


0-9918 


0-9684 
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Dietbrici (' Wiedemann's Annalen/ vol. 57, p. 333) has repeated the calculation, 
employing Rowland's values of the specific heat at constant pressure. He seems to 
argue that the variation of the specific heat at constant pressure as discovered by 
Rowland is of the character to he expected from the large variation of the specific 
heat at constant volume. I do not think, however, that we can fairly infer anything 
with regard to the variation of the specific heat at constant pressure from that at 
constant volume. The value of the latter can only be deduced by the aid of very 
uncertain data, and we have as yet no sure theoretical guide as to the way in which 
it ought to vary, apart from experiments on the specific heat at constant pressure. 

The most remarkable facts about the specific heat of water are its great constancy 
over a considerable range, and its high value as compared with that of the solid or 
the vapour. The specific heat of liquid mercury is nearly the same as that of the 
solid, and both are about double that of the vapour at constant volume. The 
specific heat of water is double that of ice, and nearly three times that of steam at 
constant volume. If we adopt Rankine's hypothesis of a constant "absolute" 
specific heat for each kind of matter, we must admit that this absolute specific 
heat has a different value in different states. 

J. Macearlane Gray ('Proc. Inst. Mech. Eng./ 1889), adopting Rankine's idea 
of a constant specific heat for "ideal" water, gives, without proof, the following 






formula for the total heat h of water reckoned from 0° C 

h = 1-0106 (9 — 273) + 6v dp/d0 ...... (13), 

in which the constant is the ideal specific heat, and dpjdd is the rate of increase of 
the steam-pressure with temperature. The term 6v dpjdd is evidently intended to 
represent the latent heat of expansion of the liquid from the ideal state against the 
steam-pressure. The value of v, however, is not the apparent expansion from 0°C, 
but is the " actual volume of unit mass of water less its absolute matter- volume, the 
pressure during the heating being that due to the higher temperature. Absolute 
matter is no doubt much more dense than platinum ; and the reduction from the 
apparent volume, being very small, may therefore be disregarded." The value of v 
is therefore taken as the observed volume at the temperature 6 of unit mass of 
water. The justification of this argument is not very clear, but the values 
calculated by the formula on this assumption agree fairly with the observations of 
Regnault on the specific heat between 110° and 190° C. # 

W. Sutherland, in a recent paper " On the Molecular Constitution of Water/' 
('Phil. Mag.,' vol. 50, p. 460, 1900), has endeavoured to explain the properties of 
water on the assumption that it is a mixture of two kinds of molecules in varying 
proportions, "trihydrol," 3H 3 0, which is identical with ice, and " dihydrol," 2H 2 0, 
which constitutes the greater part of liquid water at higher temperatures. He 

* In a recent paper ('Proc. Inst. Civil Engn.,' vol 147, 1902), Geay gives a further elucidation of this 
formula, and a detailed comparison with our experimental results. — Added March 11, 1902. 
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calculates the densities and proportions of the two ingredients on the assumption 
that each constituent follows the Mendeleefe law of expansion, or that the density 
is a linear function of the temperature. He thus finds that 1 gramme of water at 
0° C. consists of liquid 3H 3 0, density '88, '375 gramme ; liquid 2H 3 0, density 1:09, 
'625 gramme. The latent heat of fusion of trihydrol, 16 calories, is calculated on 
the assumption that it would expand *0366 on fusing, which is the mean expansion 
on fusion deduced from a number of metals. The remainder of the latent heat of 
fusion of ice is supposed to be made up of the heat ol dissociation of *625 trihydrol 
into dihydrol, and the solution of the remaining fraction '375 in the dihydrol. As 
a starting-point for the explanation of the variation of the specific heat, he assumes 
that the specific heat of dihydrol is 1*00 at 200° C, at which temperature water 
contains *167 of trihydrol. Taking "the usual rate of variation of the specific heat 
of a liquid as *1 per cent, per degree," he finds e 83 for the specific heat of pure 
dihydrol at 0° C. He takes that of trihydrol to be °6 with a similar rate of increase, 
and explains the remainder of the specific heat of water as due to the heat of 
dissociation of trihydrol and of solution in dihydrol, which he calculates on the 
above assumed values of the specific heats. 

It is more natural to regard the high specific heat of water as due to internal work 
done against molecular forces, and as being closely related to the decrease of the 
latent heat of vaporization with rise of temperature. Whatever assumptions are 
made with regard to the molecular constitution of water, it was proved by Rankine 
(in a slightly different form), in 1849, that the rate of decrease of the latent heat 
dh/dd was equal to the difference between the specific heat of water s m and that of 
steam S* at constant pressure. 

dYijcid = b^ ^ s w . . . . . . . . . (14). 

This is accurately and necessarily true if we assume that steam may be regarded 
as an ideal gas of constant specific heat, which is probably justifiable at low pressures. 
At higher pressures, it is necessary to make allowance for the co-aggregation of the 
steam molecules, which may be effected to a high degree of approximation by the 
method which I have explained (' Roy. Soc. Proc./ Nov,, 1900), If we write h for 
the total heat of water from 0° C. (without assuming the specific heat to be constant), 
we obtain the relation, 

L — L = S (6 — O ) — (n + 3 ) (pp — c oPo) — A . . . . (15), 

where S is the limiting value of S^ at zero pressure, and c represents the defect of 
the actual volume of the steam from the ideal volume R0/p. This defect of volume 
is independent of the pressure p, but varies inversely as the nth power of the 
absolute temperature 6. It is clear that the rate of diminution of the latent heat is 
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not constant, but increases at higher temperatures, on account of the co-aggregation 
of the molecules, as represented by the increase of the product cp, where p is the 
saturation-pressure. 

Similarly, we might suppose that the rate of variation of the total heat h of the 
liquid would be constant for ideal water, but increases at higher temperatures for 
actual water on account of the existence of molecules of vapour in the liquid. The 
two phases in equilibrium at saturation-pressure may be regarded as a saturated 
solution of water in steam (the dissolved water being represented by the proportion 
of co-aggregated molecules cp/R#), the liquid phase conversely as a saturated solution 
of steam in water. On the one hand, the total heat of the steam is reduced below 
its ideal value by the amount (n + 1) op, owing to the presence of dissolved molecules 
of water causing a diminution of volume c per unit mass of the solution ; on the other 
hand, the total heat of the liquid is increased by the presence of a certain proportion 
of dissolved molecules of steam, which may doubtless account for part of the thermal 
expansion of the liquid. When the temperature is raised, the properties of the two 
phases continue to approach each other, as the proportion of water in the steam and 
of steam in the water increases At the critical temperature the two solutions mix 
in all proportions. 

It is possible to estimate more or less perfectly the number of co-aggregated 
molecules present in steam at any temperature by observing the defect of volume 
from the ideal state ; or to deduce the value theoretically on certain assumptions 
from experiments by the Joule-Thomson method on the cooling effect of expansion 
through a porous plug or throttling aperture (' Roy. Soc. Proc.,' 1900, vol. 67, p. 270). 
It is probable that the proportion of steam molecules present in the liquid is similarly 
related to its expansion, but there is no certain theoretical guide to the relation. 
The simplest hypothesis to make would be that the number of vapour molecules per 
unit volume of the liquid is the same as the number of molecules per unit volume of 
the saturated vapour at the same temperature. If we suppose the formation of 
vapour molecules in the interior of the liquid (specific volume w) to require the 
addition to the liquid of the latent heat corresponding to the same quantity of 
vapour (specific volume v) when formed outside the liquid (i.e., if we neglect the 
heat of solution of the vapour in the liquid), the total heat h of the liquid would 
require to be increased by an amount w/(v — to) of L to allow for the latent heat of 
the dissolved steam. It happens that this result, though obtained by a quite different 
line of reasoning, agrees with the expression given by Gray, and approximately 
represents the experiments of Regnault at high temperatures. We thus obtain the 
simple formula, 

h = s t + wh/{y — w). . (16). 

On similar grounds it would be natural to suppose that the increase of the specific 
heat, as we approach the freezing-point, was due to the presence of a certain 
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proportion of dissolved ice molecules, which are also required to account for the 
anomalous expansion. But here there is no obvious guide to the proportion required, 
or to the latent heat of solution to be assumed. The basis adopted by Sutherland 
appears to be too empirical, and the results to which it leads are too vague and 
inexact to permit of a profitable comparison with experiment. In order to place any 
such hypothesis as that represented by formula (16) on a sound experimental basis, 
it would be necessary to determine the variation of specific heat of several typical 
liquids with great accuracy over a wide range, The required data are not at present 
obtainable , but the suggestion appears to be worth recording as a possible physical 
interpretation of the variation of specific heat. 



